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PART ONE 


INTRODUCTION 


Section |. GENERAL 


|. SCOPE. a. These instructions are published for the information and 
guidance of the personnel to whom this equipment is assigned. They contain 
information on the operation and maintenance of the equipment as well as 
descriptions of the major units and their functions in relation to the other 
components of the equipment. They apply only to the Medical Department 
Item No. 9606000, X-ray field unit generator, and are arranged in five parts: 
Part One—Introduction; Part Two—Operating instructions; Part Three— 
Maintenance instructions; Part Four—Auxiliary equipment; Part Five—Repair - 
instructions. 

b. Supply Catalogs, Field Manuals, Technical Manuals, and other publi- 
cations applicable to the material covered by this manual are listed in reference 
section at end of manual. 


2. RECORDS. AR 850-15 and current directives direct that WD, Form 48, 
Drivers Trip Ticket and Preventive Maintenance Service Record and WD, 
AGO Form 461, Work Sheet for Wheeled and Half-track Vehicles, or an 
adapted form of each be used to record the various preventive maintenance 
services performed. 


Section Il. DESCRIPTION AND DATA 


3. DESCRIPTION. a. General information. The X-ray field unit generator 
is a self-contained unit completely inclosed in a carrying case. ‘The item is 
a gasoline engine powered electrical generator designed to furnish sufficient 
electrical energy of the proper wave form to operate Medical Department items 
No. 9608508 and No. 9608510 X-ray field unit machines, and 9621500 X-ray 
field unit, fluoroscopic and foreign body localization, 

b. Identification information. The carrying case is marked with Medical 
Department item No. 9606000. If the plant is separated from the carrying 
case, it can be identified by the manufacturers nameplate on the blower hous- 
ing showing the model No. OTC-38 or OTC-38B. A similar unit showing 
model No. OTC-1 is not to be confused with the X-ray field unit generator. 

c. Models. At present two models, OTC—38 and OTC—38B, ate supplied 
under Medical Department item No. 9606000. The electrical output of both 
models is identical. External appearance is very similar. The construction 
of the models varies in two main respects. Model OTC—38 has a plunger type 
oil pump with oil lines to the front and rear crankshaft bearings whereas model 
OTC—38B has a gear type oil pump and a crankcase with drilled oil passages. 
Instructions contained in this manual apply to either model unless one model 
is specifically stated at beginning of section, paragraph, or subparagraph. 
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Figure 1. Carrying case assembly. 
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Med. 
Dept. No. 
9R00912 
9RO0898 
SR00685 
9R00892 
9RO00910 
9R00890 
9R00902 
9R00900 
9R00896 
9ROO916 


9R00904 


INTRODUCTION 


Nomenclature 


Panel, base and skid. 
Bracket, clamp. 

Nut, 5/16 x 18, wing. 
Panel, left side. 

Panel, front. 

Handle, carrying. 

Snap and chain, harness. 
Clasp, trunk. 

Box, tool and spare part. 


Handle, cover, wire com- 
partment. 


Cover, wire compartment. 


Figure 1. 
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Med. 
Dept. No. 


9R00906 
9RO0918 


9R00908 
9R00894 
9R00810 
9R00812 
9R00820 
9R00818 
9R00816 
9R00814 
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Nomenclature 


Panel, top, cable compart- 
ment. 


Handle, box, 


spare part. 

Panel, back. 

Panel, right side. 

Rod, grounding. 
Cable, grounding. 
Clip, spring. 

Plug, angle-cord. 
Connector, angle-cord. 


Cable, No. 12, type S, 
3 conductor. 


and 


tool 


Carrying case assembly—Continued. 
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Figure 2. Tools with X-ray field unit generator. 


Med. 
Dept. No. 


TRO2057 
TRO2054 
TRO2048 
TRO2045 


TROI355 
TRO2080 


TROI7I0 
TROI705 


TROI033 
TRO2315 


TRO2255 


Figure 2. 


INTRODUCTION 
Med. 

Nomenclature Dept. No. 
Wrench, double end, thin 12. TRO2355 
head, 15 degree, ¥ inch 
x 11/16 inch. 
Wrench, double end, en- 13. TRO2425 
gineer, 15 degree, 9/16 inch 
x ¥ inch. 
Wrench, double end, en- 14. TRO2428 
grag! 15 degree, 7/16 inch 
x y inch. 
Wrench, double end, en- 15. TRO2431 
gineer, a ae ta ¥% inch 
x 7/16 inch. 
File, ignition point. 1 TEES 
Wrench, ignition point, for 17. TROI9I8 
nut screw sizes. 
Screwdriver, normal duty, 18. TROI92I 
V4 inch shank, 6 inch blade 
length. 19. TROI924 
Screwdriver, normal duty, 
Vg inch shank, 4 inch blade 20. TROI865 
length. 
Bush, wire, 14 inch handle. 
Handle, socket wrench, bar 21. TROI610 
type, 9/16 inch dia., 10 inch 
length. 22. TROI430 
Adapter, socket wrench, 
Ya inch female square 23. TRO2215 
drive, 9/16 inch round 
handle hole. 
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Nomenclature 
Plug-connector, socket 
wrench, '/2 inch square 


drive, 1% inch length. 
Socket, 7/16 inch 12 point 


opening, '/2 inch square 
drive. 

Socket, '/2 inch 12 point 
opening, |/2 inch square 
drive. 

Socket, 9/16 inch 12 point 
opening, '/2 inch square 
drive. 

Wrench, setscrew, Allen, 
No. 10. 

Wrench, setscrew, Allen, 
V4 inch. 

Wrench, setscrew, Allen, 
5/16 inch. 

Wrench, setscrew, Allen, 
¥_ inch. 

Wrench, adjustable, auto 


type, 8'/2 inch length, 2% 
inch opening. 

Plier, slip joint, shear cut- 
ting, 6 inch. 

Gage, feeler, .00! inch to 
025 inch. 

Wrench, spark plug, 27/32 
inch x I—1/32 inches: with 
handle, TRO2310. 


Tools with X-ray field unit generator—Continued. 
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Med. Med. 
Dept: No. Nomenclature Quantity Dept. No. Nomenclature Quantity 
1. 9RO0772 Arm and points, 9. 9R00648 Gasket, manifold. 8 
breaker. | 10. 9R00832 Gasket, shut-off 
2. 9R00798 Brush, AC. 4 ’ screw. 4 
3. 9RO0788 Brush, DC. 4 Il. 9R00628 Gasket, valve cover. 4 
4. 9R00766 Condenser, magneto | 12, 9R00744 Line, fuel, carbu- 
5. 9R00804 Gasket, bearing retor. | 
cover. 2 13. 9RO00746 Line, fuel, tank. I 
6. 9RO0612 Gasket, Cylinder 14. 9RO0780 Plug, spark: with 
head 4 gasket. ~ 
7. 9R00830 Gasket, filler cap. 2 15. 9RO0826 Rope, starter. 2 
8. 9R00756 Gasket, fuel pump, 16. 9ROO800 Spring, brush, AC. 4 
bowl. 2 17. 9R00794 Spring, brush, DC. 4 


Figure 3. Spare parts with X-ray field unit generator. 
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Med. Med. 
Dept. No. Nomenclature Quantity Dept. No. Nomenclature Quantity 
9R00754 Bowl, fuel pump. | 7. 9R00736 Screen, breather 


ee i 


9RO0812 Cable, grounding. | tube. 
9R00734 Cleaner, air. | 8. 9R00750 Gasket, fuel pump 

; : adapter and breather 
9R00820 Clip, spring. | Payee 4 
9R00738 Gasket, air cleaner. 4 9. 9RO0752 Screen, fuel pump. I 
9R00822 Receptacle, duplex. | 10. 9RO0776 Spring, breaker. | 


Figure 4. Additional spare parts for second echelon. 
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d. Manufacturer. At present this item is manufactured for the Medical 
Department by D. W. Onan and Sons, Minneapolis, Minnesota. 


4. TABULATED DATA. a. General. (1) Engine. 
Two cylinder opposed type. 
Four-stroke cycle type. 
Air cooled. 
Bore, 23/ inches. 
Stroke, 21/4 inches. 
Compression ratio, 5.9 cubic inches to 1 cubic inch. 
(2) Generator. 
Four pole, self-excited type. 
b. Performance. (1) Engine. Develops 3.7 horsepower at 1800 ee 
tions per minute. 
(2) Generator. Furnishes 120-volt single phase 60-cycle alternating cur- 
rent. Develops 2000-watt unity power factors. 
c. Capacities. (1) Engine fuel. 2-gallon fuel tank. 
(2) Engine oil. 2Y quarts. 


Section Ill. TOOLS, PARTS, AND ACCESSORIES 


5. TOOLS. Tools for use by the operator of the equipment are shipped with 
the unit. They are carried in the tool and spare part box (fig. 1, (9)) within 
the cable compartment to ei panel. (See fig. 1, (12).) The contents of the 
tool box are illustrated and listed in figure 2. - 


6. PARTS. a. Spare parts with unit. Certain spare parts for replacement by 
the operator of the equipment and the organizational maintenance personnel 
are shipped with the unit. They are stowed in the tool and spare part box. The 
parts are illustrated and listed in figure 3. 

b. Second echelon spare parts. All spare parts with the unit are sup- 
plied for replacement by the maintenance personnel of the using organizations. 
The additional spare parts supplied to the using organization are illustrated 
and listed in figure 4. The conductor cable (fig. 1, (21)) is also supplied 
to the using organization as a spare part. 


7. ACCESSORIES. a: Carrying case assembly. (See fig. 1.) 

b. Conductor cable, plug (fig. 1, (19) ) wants (Ag. 1, (20)), and 
spring clips (fig. 1, (18)). 

si - Grounding rod. (See fig. 1, (16).) 

d. Grounding cable. (See fig. 1, (17).) 
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PART TWO 
OPERATING INSTRUCTIONS 


Section IV. GENERAL 


8. SCOPE. Part two contains information for the guidance of the personnel 
responsible for the operation of this equipment. It contains information on 
the operation of the equipment with the description and location of the con- 
trols and instruments. 


Section V. SERVICE UPON RECEIPT OF EQUIPMENT 


9. NEW EQUIPMENT. a. Unpacking. (1) Remove the packing crate. 

(2) Place the cased unit in the location selected. 

(3) Remove’ the cable compartment top panel. (See fig. 1, (12).) 

(4) Remove the front panel. (See fig. 1, (5).) 

(5) No further unpacking is necessary to put the unit in operation. 

b. Assembling. The unit is completely assembled within the carrying 
case when shipped. No mechanical assembling of engine or generator is 
necessary upon receipt of equipment. 

¢. Inspecting. (1) Visual. Make a thorough visual inspection for any 
apparent damage or shortage. 

(2) Running test. Follow procedure for running test contained in items 
1 through 14. (See par. 33.) Run the unit for a minimum of 30 minutes. 

d. Installing. (1) Location. As this plant is auxiliary to the X-ray field 
unit it will frequently be operated in the open. Select a place as free from 
sand, mud, or dust as possible. If'it can be anticipated that the plant will re- 
main for some time in one location, it is advisable to build an inclosure about 
it. To further protect it from dust or dampness, it should be elevated from 
the ground on a platform of convenient height. At all times keep the plant 
in an upright level position. 

(2) Ventilation. Ventilation is very necessary to prevent serious damage 
due to overheating. Any gasoline engine develops heat which must be removed 
from the compartment or inclosure in which the engine is operating. Any 
inclosure must have sufficient openings or removable panels, depending on 
climatic conditions, to permit adequate cooling of this engine. 

(3) Exhaust. If the plant is to be used indoors the exhaust gases must 
_ be piped from the building. Use a flexible metal tube not less than 1 inch in 

diameter between the exhaust muffler and a solid pipe or vent to the outside. 
* The flexible tube is necessary to take up the engine vibrations and permit a 
leakless connection. A vent pipe with a length of not more than 6 feet will 
require a diameter of 1 inch. To prevent any back pressure, an additional 
Y, inch must be added to the vent pipe diameter for each additional 6 feet of 
‘length. Be certain the exhaust vent extends far enough from or above the 
building to eliminate the possibility of the exhaust gases being carried back 
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Med. Med. 
Dept. No. Nomenclature Dept. No. Nomenclature 
1. 9RO5388 Cable, line, complete: As- 11. 9ROO8I8 Plug, angle-cord. 
sembly; for X-ray field 12. Outlet ground terminal. 
unit, machine. 13. 9RO0719 Control, manual choke. 
2. 9RO08I6 Connector, angle-cord. 14. 9R00746 Line, fuel, tank. 
3. 9ROO8I0 Rod, grounding. 15. 9RO0754 Bowl. fuel 
4. 9RO008I2 Cable, grounding. E eiiebbane ad nt\ tat 
5. 9R00892 Panel, left side. 16. 9RO0709 Gage and chain, oil filler. 
6. 9R00838 Pulley, starter rope. 17, 9R00908 Panel, back. 
7. 9R00906 Panel, top, cable compart- 18. 9R00894 Panel, right side. 
ment. 19. 9R00763 Button, stop. . 
8. 9R00869 Outlet, conductor cable. 20. 9RO09I12 Panel, base and skid. 
9. 9RO0886 Petcock, shut-off, fuel tank. 21. 9ROO8I14 Cable, No. 12, type S, 3 
10. 9RO00880 Cap .and chain, filler, fuel conductor. 
tank. 22. 9R00820 Clip, spring. 


Figure 5. Medical Department Item No. 9606000 X-ray field unit generator. 
10 
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OPERATING INSTRUCTIONS 


into the building. Caution must also be taken to keep the exhaust tube and 
vent shielded. During operation the exhaust vent will become extremely hot 
and is a fire hazard. 

(4) Grounding. (a) Drive grounding rod (fig. 5, (3)) into the earth 
for its entire length and near enough to the unit to connect the grounding 
cable. . (See fig. 5, (4).) 

(2) Moisten soil around the grounding rod when in a dry region. 

(c) Connect the grounding cable to the grounding rod and on the outlet 
ground terminal. (See fig. 5, (12).) 


10. USED EQUIPMENT. Procedure for the receipt of used equipment will be 
the same as prescribed for new equipment. (See par. 9.) The visual inspection 
will be very thorough and a running test (par. 33) of 1 hour will be con- 
ducted. 


Section VI. CONTROLS AND INSTRUMENTS 


11. CONTROLS. a. Starter. The engine is of the manual crank type using 
a starter rope (fig. 3, (15)) and a starter rope pulley. (See fig. 5, (6).) 

b. Fuel tank shut-off petcock. The petcock (fig. 5, (9)) is a means of 
stopping the flow of gasoline from the fuel tank. 

c. Filler cap shut-off screw. The shut-off screw is a part of the fuel tank 
filler cap. (See fig. 5, (10).) When closed it seals the fyel tank. When 
Open it serves as a vacuum break when the fuel is being drained from the 
tank. 
d. Manual choke control. This control (fig. 5, (13)) is linked to the 
choke plate and controls the volume of air entering the carburetor. The opera- 
tion of the choke control is the same as on all gasoline engines. Pull out for 
starting, push in when running. 

e. Stop button. The stop button (fig. 5, 19)), or an identical stop 
button in the same position on the opposite side of the unit, is a means of 
stopping the engine. Either stop button must be held down until the engine 
has completely stopped running. 

f. Governor-booster spring adjusting screw. This adjusting screw will 
not be changed by the operating personnel. 

g. Carburetor idle jet needle. The idle jet needle is held in the factory 
adjusted setting by a welded clip. Operating personnel will not change the 
existing setting. 


12. INSTRUMENTS. The oil filler gauge (fig. 5, (16) ) is the only instrument 
on the unit. 


Section VIl. OPERATION UNDER USUAL CONDITIONS 


13. SCOPE. This section contains the instructions pertaining to the opera- 
tion of a unit which has been serviced upon receipt. (See sec. V.) The oper- 
ator will carefully study and apply the instructions for first echelon (operator) 
maintenance (par. 28) and lubrication (par. 26). 


14. STARTING ENGINE. a. Check the grounding cable (fig. 5, (4)) and 
grounding rod (fig. 5, (3)) making certain the connections are firm. 

b. Do not connect the generator to the X-ray machine until the engine 
is running smoothly. 
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c. Open the filler cap shut-off screw in the fuel tank filler cap. (See fig. 
5, (10).) 

d. Open the fuel tank shut-off petcock. (See fig. 5, (9).) 

e. Pull out the manual choke control. (See fig. 5, (13).) In cold ‘di 
mate it will be necessary to pull the choke control outward for its entire travel. . 
_ In hot climates very little movement of the control will be required. 

f. Wind the starter rope around the starter rope pulley (fig. 5, (6)) 
so it will be turned as indicated by the arrow on the pulley. 

g. It may be necessary to crank the engine several times before it starts. 


15. ENGINE WARM-UP. a. Move the choke control in or out as necessary 
to keep the engine running. 

b. Continue warm-up period until the choke contro] has been pushed 
inward for its entire travel and the engine runs smoothly. The engine must 
not be operated for long periods with the choke control partially pulled out. 


16. CONNECTING X-RAY MACHINE. a. Connect the X-ray machine to 
the generator by means of the conductor cable. (See fig. 5, (21).) The cable 
plug (fig. 5, (11)) and cable outlet (fig. 5, (8)) form a turn lock connec- 
tion. Push the plug into the outlet and then turn the plug clockwise. 

b. Ground the connection by means of the spring clips (fig. 5, (22)) 
at the cable connector (fig. 5, (2)) and the cable plug and to the outlet 
ground terminal. (See fig. 5, (12).) 

c. If there is any unsteadiness of engine operation, or hunting of the 
governor after connecting the X-ray machine, the engine is too cold and re- 
quires additional warm-up. 


17. STOPPING ENGINE. It is important that this operation be performed 
in the follow sequence. 

a. Disconnect the X-ray machine from the generator. Turn the cable 
plug to the left before pulling from the cable outlet. 

b. Press the stop button (fig. 5, (19)), or the identical stop button in 
the same position on the opposite side of the machine. The stop button will 
ground the ignition circuit and must be depressed until the engine has com- 
pletely stopped running. 

c. Close the fuel tank shut-off petcock. 


Section Vill. OPERATION OF AUXILIARY EQUIPMENT 


18. GENERAL. Medical Department item No. 9606000, X-ray field unit 
generator, has no auxiliary equipment. Item No. 9606000 is, however, an 
auxiliary piece of equipment for Medical Department items No. 9608508 and 
No. 9608510, X-ray field unit machines. It may also be used as auxiliary 
"equipment with item No. 9621500 X-ray field unit, fluoroscopy and foreign 
body localization. 


Section IX. OPERATION UNDER UNUSUAL CONDITIONS 


19. SCOPE. This section covers the exceptions or additions to instructions 
for normal operation (sec. VII) that will be necessary for operation under 
unusual conditions. 
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20. EXTREME COLD. a. Starting the engine. (1) It would be advisable 
to keep the unit indoors or within a heated inclosure when not in operation. 

(2) Full outward position of the manual choke control (fig. 5, (13)) 
will be necessary. 

b. Warm-up. Considerably lengthen the warm-up period. 

c. Location. Remove only the front panel (fig. 1, (5)) from the carry- 
ing case when the unit is in operation. If possible install unit in a heated 
inclosure. 


21. EXTREME HEAT. a. Starting. Position of choke control will require very 
little movement from the inward running position. 
b. Warm-up. Only a relatively short, warm-up period will be required. 
c. Location. Place unit in an open shaded area and remove all carry- 
ing case panels. 


22. DUST AND SAND. a. Reduce operation. Reduce the operating time 
of the unit to a minimum. 

b. Protect unit. (1) Remove only the front panel of the carrying case, 
if temperature is not too high, and place unit with open side downwind. 

(2) Close and seal carrying case when unit is not in operation. 


Section X. DEMOLITION TO PREVENT ENEMY USE 


23. DEMOLITION. Use any means available to render the unit unfit for 
enemy use, repair, or salvage. If fire will not disclose your position, puncture 
fuel tank, allow time for gasoline to spill over generator, and ignite. Use 
sledge or heavy rocks to smash and break off parts, such as, carburetor and 
fuel pumps. Should silence and security be necessary in the withdrawal, re- 
move such parts as the carburetor, spark plugs or fuel pump and bury or 
otherwise hide them. If two or more units are with the same organization, 
be certain the same parts are removed from each. Because of the small size of 
the unit, it may be possible to bury the remaining bulk in an abandoned fox- 
hole or slit trench. 
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Section Xl. GENERAL 


24. SCOPE. Part three contains information for the guidance of the person- 
nel of the using organizations responsible for the maintenance (first and 
second echelon) of this equipment. It contains information needed for the 
performance of the scheduled lubrication and preventive maintenance services 
as well as descriptions of the major systems and units and their functions in 
relation to other components of the equipment. 


Section XII. SPECIAL ORGANIZATIONAL TOOLS AND EQUIPMENT 


25. GENERAL. The tools supplied with the unit (par. 5) are all that are 
necessaty to perform the maintenance service covered in part three of this 
manual. No other tools, special or common, will be required. 


No. 5001 


WAR DEPARTMENT LUBRICATION ORDER 


WAR DEPARTMENT WASHINGTON 25, D.C., 26 JULY 1944 


GENERATOR, X-RAY FIELD UNIT 
ONAN MODELS OTC-38, OTC-38B For Detailed Instructions, refer to TM 8-630 


Clean parts with Solvent, dry cleaning, or Oil, Requisition replacement Lubrication Orders from the Reduce intervals under severe operating 
fuel, diesel, Dry before lubricating. Commanding Officer, St. Lovie Medical Depot, St. Levis 2, conditions 


Missouri. 


Lubricant © Operating Hows Operating Hows © Lubricont 


Generator Bearing WB 384 2 96 OE Air Cleaner 


48 OE Crankcase Fill 
Cold Weather Note: Below 0° F. drain Copacity 2% Qts. 


crankcose. Refit! cr skcase with 2 qh. 


OE-SAE 10 ond mark this level "X" on the 4 Crankcase Level— 
level goge. This new level is below the Check Level 
Indicoted full mork. Add 4 qt. of garoline 
and run engine five minutes. During opera- Oil Base 
E-: 
tion ond before shut-down add OE-SAE eke ass 


10 to “X" level. Before shut-down replen- 
lsh to “X" level with OE-SAE 10 ond odd 
Gatoline to full mark on gage. Run engine 
five minutes to mix after stopping. 


DO NOT LUBRICATE © 
Link pessing through electric booster, commutotor, 


aR doprrehe meats oir cleaner ond wash it thor- 
Solvent, dry cleaning. Dip in clean lbri- 

cating ae ‘ollow to drain, then reploce on engine. 

sea greece? gocaeatngrtag hordened grease 


—NOTES— from bearing with Solvent, Reid cleaning. Refill with 
ebout one tablespoontul of W! 
CRANKCASE— Drain only when engine is thoroughly Ol CAN POINTS — Every 48 pinee: hour ploce 
worm, Refill to “High’ oe on bayonet gage. one ‘of OE on throttle shoft bearings of corbu- 
Copy of this eg nek Order will remain with the Sraypacien ot oll CAUTION —Plont should never be opercted with oil Fetor, governor link ball joints, carburetor choke 
provides instructions ined therein ore mandotory oll level below the “Low” mar ke on bayonet goge. shaft beorings. 
19 lubvica! Nai instructios ssprtee pera Ewa 7) KEY 
BY y ORDER OF THE SECRETARY OF WAR: — ama 
C. MARSHALL, 
OFFICIAL Chief of Staff LOWEST ANTICIPATED AIR TEMPERATURE 
J BP srg Gbove F 32°F] 52° Flo 0 F] below OF. 
jajor 
| | OE—CRANKCASE | SAE 30 | SAE 10 SEE_NOTE 
th Adhtnt Gener EXCEPT _CRANKCASE | SAF 30 | Sae1o | PS 


WB—GREASE, generol purpose, No. 2—All temperotures , : 
PS—OIL, lubricating, preservative, special 


This order to be kept In the top panel cable compartment. 


gd Aso BE REPROOUCED ia whole or ia part wit 
0. the perminnion of he OB ce ot csepes Le scans 


Figure 6. War Department Lubrication Order 5001. 
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Section XIII. LUBRICATION 
26. LUBRICATION. a. War Department Lubrication Order 5001 (fig. 6) 


illustrates the parts which require lubrication and specifies the lubricants and 
the intervals of lubrication under all climatic conditions. 

b. Records. WD Form 48, Drivers Trip Ticket and Preventive Mainte- 
nance Service Record, will be used to keep proper lubrication intervals. WD, 
AGO Form 468, Unsatisfactory Equipment Report, can be used to forward 
notations of lubrication failures to proper authorities. 


Section XIV. PREVENTIVE MAINTENANCE SERVICES 


27. GENERAL. a. To insure mechanical efficiency it is necessary that the 
equipment be systematically inspected at designated intervals in order that 
defects may be discovered and corrected before they result in serious damage. 
The scheduled preventive maintenance services prescribed in this section are 
designed to insure maximum efficiency in the operation of the unit. 

b. The general inspection or servicing of each item applies also to any 
supporting member or connection, and generally includes a check to see 
whether the item is in good condition, correctly assembled, secure, and not 
excessively worn. 

- ¢ The inspection for good condition is usually an external visual in- 
spection to determine whether the unit is damaged beyond safe or serviceable 
limits. The term good condition is explained further by the following descrip- 
tions: not bent or twisted, not chafed or burned, not broken or cracked, not 
bare or frayed, not dented or collapsed, not torn or cut. 

d. The inspection of a unit to see that it is ‘‘correctly assembled’ is 
usually an external visual inspection to see whether it is in its normal as- 
sembled position in the unit. 

e. The inspection of a unit to determine if it is ‘secure’ is usually an 
external visual examination, a hand feel, or a pry-bar check for looseness. Such 
an inspection should include any brackets, lock washers, lock nuts, locking 
wires or cotter pins used in the assembly. 

f. ‘Excessively worn’ is generally understood to mean worn close-to 
or beyond serviceable limits, and likely to result in a failure if not replaced 
before the next scheduled inspection. 


28. OPERATORS SERVICE (first echelon). a. Operators preventive mainte- 
nance services are listed on the back of the “Drivers Trip Ticket and Preventive 
Maintenance Service Record,” WD Form 48 and are prepared to cover. gaso- 
line engine powered equipment of all types and models. Items peculiar to 
this equipment but not listed on WD Form 48 are covered under items with 
which they are related. Those items that are listed on the form that do not 
pertain to this equipment are omitted from the procedures as written in this 
section. ; 

b, The items listed on WD Form 48 that apply to this equipment are 
expanded in this section to provide specific procedures or references to proper 
paragraph for accomplishment of the inspections and services. These pro- 
cedures are arranged to facilitate their execution and to conserve the time 
of the operator, and are not necessarily in the numerical order as given on 
WD Form 48. The item numbers, however, are identical with those shown 
on that form. 
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c. Any defects or unsatisfactory operating characteristics beyond the scope 
of first echelon to correct must be reported at the earliest opportunity to the 
designated individual in authority. 


29. BEFORE OPERATION SERVICES. a. This inspection schedule is de- 
signed primarily as a check to see that the equipment has not been tampered 
with or sabotaged, that engine oil and fuel have not leaked out, and that 
nothing has happened to change conditions of operation since the last after 
Operation service was performed. 

b. The before operation service consists of inspecting the items in the 
following schedule according to the procedures prescribed, and correcting 
or reporting any deficiencies. Upon completion of the service, results should 
be reported promptly to the designated individual in authority. 

(1) Item~1. Tampering or damage. Look for any damage to equipment 
and for any signs of tampering or sabotage. To facilitate starting the engine, — 
dry the spark plugs and wiring if they appear wet. See that equipment is 
placed in a level position and on a firm foundation. 

(2) Item 3. Fuel and oil. See that fuel tank is full, adding fuel, gaso- 
line (unleaded and undyed) 62 octane number (U.S.A. 2-116 Amend 2), 
if required. The oil level in crankcase should be at the “High’’ mark on the 
oil filler gauge. (See fig. 5, (16).) Check level and add specified oil (par. 
26) if required. Inspect for any foreign material in either fuel or oil that 
might cause damage to the engine and correct if found before starting engine. 
Any appreciable loss in either fuel or oil since the after operation services 
must be investigated and the cause corrected or reported. 

(3) Item 6. Leaks, general. Look for fuel or oil leaks. Trace source 
and correct or report. 

(4) Item 4. Accessories. Inspect carburetor, air cleaner, fuel tank, muf- 
fler and governor to see that they are secure and correctly assembled. Make 
sure the soil around the grounding rod is moist. Inspect booster coil conduit 
and spark plug cables making certain connections are tight and cables and 
conduit are clean, and free from water or moisture. 

(5) Item 7. Engine warm-up. (a) Open full tank shut-off petcock 
(fig. 5, (9)) and close choke. The operation of the choke should be in ac- 
cordance with instructions in Item 8 which follows. 

(4) Wind the starting rope around the starter rope pulley (fig. 5, 
(6)) and give a strong, steady pull the full length of the rope. Then pro- 
ceed according to instructions given in Item 8. 

(6) Item 8. Choke. When starting a cold engine keep the manual 
choke control (fig. 5, (13)) pulled out for first 3 or 4 turns. If engine 
fails to start’ push choke control completely in and continue cranking for 
several turns. Then repeat entire procedure until engine starts. This will 
prevent overchoking. When engine starts adjust choke control so that engine 
runs without surging or missing. Gradually push choke control inward as 
engine warms up until it will operate smoothly with choke control pushed 
completely in. Never operate with the choke control partly out. 

(7) Item 25. During the operation check. As soon as the engine starts, 
observation of the during operation service should begin. 


30. DURING OPERATION SERVICES. a. While the equipment is operating 


listen for any sounds such as rattles, knocks, squeals, or hums that would 
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. indicate trouble. Look for smoke, and be on the alert to detect any unusual 
odor that might indicate unsatisfactory operation, overheating, or fuel and 
oil leaks. Use information on trouble shooting (sec. XV) to aid in locating ~ 
cause of unsatisfactory operation. 

b. During operation, services consist of observing Item 31, below, ac- 
cording to the procedures prescribed, and immediately investigating any indi- 
cations of serious trouble. Notice minor deficiencies to be corrected or 
reported at the earliest opportunity, usually the next scheduled halt. 

Item 31. Engine and controls. Be on the alert at all times while the 
equipment is operating to detect any unusual operating characteristics such as 
fluctuating, excessive, or low speed. Note any looseness or binding in gover- 
nor and booster linkage. Observe for any looseness that may develop in 
any part of the equipment or its skid and mounting. Use information on 
trouble shooting. (See par. 35.) 


31. AT STOP SERVICES. a. Caution: Be sure to disconnect the X-ray load 
before stopping the engine. Stop the plant by pressing one of the stop but- 
tons (fig. 5, (19)) located on the blower housing of the engine. It should 
be held in until the engine stops. 

b. At stop services may be regarded as minimum maintenance and 
should be performed under all conditions even though more extensive sched- 
uled maintenance services can not be accomplished at the prescribed interval. 

c. At stop services are to be performed between Pope of operation or 
at least every 2 hours of operation. They consist of investigating any de- 
ficiencies noted during operation, and inspecting the following items according 
to the prescribed procedures. In either case, any deficiencies should be cor- 
rected or reported. a 

(1) Item 38. Fuel and oil. Check for adequate supply of fuel, (par. 
29b) to run until next scheduled stop and replenish if needed. Add engine 
oil of correct grade (par. 26) if necessary to bring level to “High” mark on 
oil filler gauge. 

(2) Item 46. Leaks, general. Look for any fuel or oil leaks on equip- 
ment mount and at all connections. . 

(3) Item 47. Accessories, Examine air cleaner, breather tube, carburetor, 
ignition breaker box, fuel tank, fuel pump, and exhaust muffler for looseness. 
Be sure ground around grounding rod is moist. 


32. AFTER OPERATION SERVICES. a. Caution: Be sure to disconnect the 
X-ray load before stopping the engine. Stop the engine by pressing one of 
the stop buttons located on the blower housing of the engine. It should be 
- held in until the engine stops. 

b, After operation servicing is particularly important because at this 
time the operator inspects and services the equipment to detect and correct 
any deficiencies first echelon personnel is authorized to correct and to prepare 
it so it is ready for use at any time that it is needed. The before operation 
service, with a few exceptions, is then necessary only to be certain that the 
equipment is in the same condition in which it was left upon completion of 
the after operation service. The after operation service should never be 
entirely omitted, but may be reduced under extreme conditions to the bare 
fundamental services prescribed for the at stop service. 

c. When performing the after operation service the operator must re- 
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member and consider any irregularities noticed during the operation of the 
equipment and found at the stop service. 

d. The after operation services are to be performed after each day or 
8 hours of operation. They consist of inspecting and servicing the follow- 
ing items according to the prescribed procedures. Those items marked with 
an asterisk (*) require additional services weekly or every 48 operating 
hours, whichever occurs first, the procedures for which are given in (4) of 
each applicable item. 

(1) Item 54. Fuel and oil. Wipe gasoline tank filler cap clean and re- 
move and see that air vent hole is open. (See par. 44b.) Fill tank with fuel 
(par. 29b) and replace cap. Check crankcase oil level and replenish with 
correct grade of engine oil (par. 26) if needed to bring level to “High” 
mark on oil filler gauge. 

(2) Item 55. Engine operation. Investigate any deficiencies or unusual 
operating characteristics noted during operation. (See par. 35.) Correct or 
report. See that cooling fins on cylinders are clean. 

(3) Item 63. *Accessories. (a) Examine breather tube, carburetor, ig- 
nition breaker box, fuel tank, fuel pump, and exhaust muffler to see that they 
are in good condition, clean and secure. 

(6) (Weekly). Tighten all loose mountings and line connections. Close 
fuel tank shut-off petcock. Clean fuel pump bowl and screen. (See par. 45a.) 
Check for leaks after engine starts. , 

(4) Item 64. *Electrical wiring. (a) Examine booster conduit and 
spark plug cables to see that they are in good condition, well supported, clean, 
and properly connected. 

(6) (Weekly). Clean booster conduit, spark plug cables and shielding, 
and see that all connections are secure. 

(5) Item 65. Air cleaner. Check air cleaner to see if it is excessively 
dirty, and if so remove and clean. (See par. 48a.) 

(6) Item 73. Leaks, general. Examine the entire equipment thoroughly 
for indications of fuel or oil leaks. 

(7) Item 67. Engine controls. Examine the engine and accessory con- 
trols and linkage to see that they are in good condition, secure and operate 
freely. Close fuel tank shut-off petcock. 

(8) Item 82. *Tighten. (a) No daily tightening is required other than 
where inspection shows looseness of accessories or mountings. 


(2) (Weekly). Check all engine mounting, base and skid bolts, exhaust 
and intake manifold screws, breather tube and carburetor mounting screws, _ 
and tighten as required. 


(9) Item 83. *Lubricate as needed. (a) Lubricate controls according 
to instructions. (See par. 26.) 
(6) (Weekly). Lubricate all points shown on WD Lubrication Order 

5001 (par. 26) requiring weekly lubrication. 

(10) Item 85. *Tools and equipment. (a) Check to see that all tools, 
extra equipment, and spare parts are present. (See figs. 2 and 3.) 

(4) (Weekly). Check to see that all tools, extra equipment, and spare 
_ parts are present and in working and usable condition. (See figs. 2 and 3.) 
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33. SECOND ECHELON PREVENTIVE MAINTENANCE. a. The numbers 


of the preventive maintenance procedures given in the chart which follows, 
are identical with those outlined in WD, AGO Form 461. Certain items on 
the work sheet that do not apply to this equipment are not included in the 
procedures in this manual. In general, the numerical sequence of the 
items on the work sheet is followed in the chart, but in some instances there 
is deviation for conservation of time and effort. 


b. Special services are directed by repeating the item numbers in the 
columns which indicate the interval at which the services are to be performed, 
and show the parts or assemblies which are to receive certain mandatory serv- 
ices. For example, an item number in one or both columns opposite a pro- 
cedure marked “tighten” means that the actual tightening of the object must 
be performed. The special services are described as follows: 


(1) Adjust. Make all necessary adjustments in accordance with the in- 
structions available in paragraphs pertinent to the part or assembly. 


(2) Clean. Clean components and parts of the equipment indicated with 
dry cleaning solvent, unless otherwise directed to remove excess lubricant, 
dirt, and other foreign material. If parts have been removed from equip- 
ment, they should be rinsed in clean solvent and dried thoroughly before 
installing. Be sure to keep parts clean until reassembled and installed. Clean 
the protective grease coating from new parts since this material is not a 
good Jubricant. 


(3) Special lubrication. This applies either to lubrication operations 
that do not appear on the WD Lubrication Order or to items that do appear 
on the order but should be performed in connection with the maintenance 
operations if components have to be disassembled for inspection or service. 


(4) Service. This usually consists of performing certain operations such 
as draining and refilling oil base with oil. 


(5) Tighten. All tightening operations must be performed with suf- 
ficient force on the wrench handle (torque) to tighten the unit sufficiently 
to hold under jarring and vibration but still not damage threads or” cause 
distortion. Tightening will always be understood to include the correct in- 
stallation of lock washers, lock nuts and cotter pins provided and necessary 
to secure the tightening. 


c. The procedures for performing operations for each item in the 96 
operating hours of monthly (whichever occurs first) and 384 operating hours 
or 6 months (whichever occurs first) schedule are described in the chart 
below. Each page of the chart has two columns at its left edge corresponding 
to the monthly or 6 months maintenance intervals, respectively. It will be 
found that a particular procedure may not be required at both intervals. In 
order to determine those procedures that are to be performed, follow the 
column corresponding to the maintenance interval that is due, and wherever 
an item number appears in that column perform the operations indicated 
opposite that number. 


d. The frequencies of preventive maintenance services outlined herein 
are considered a minimum requirement for normal operation of the equipment. 
Under unusual operation conditions it may be necessary to perform the main- 
tenance services more frequently. 
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RUNNING TEST 


BEFORE OPERATION SERVICE. Perform before 
operation service as outlined in paragraph 29 to de- 
termine whether equipment is supplied with fuel and 
oil, and to make it ready for running test. 


ENGINE. Operate engine with and without load and 
listen for knocks, rattles, hums and any other unusual 
noises that would indicate trouble. Notice any ten- 
dency to surge, stall, or miss. (Under load, readings 
on the X-ray machine at 85 K.V.P. should have a 
range from 5 Ma. to 25 Ma.) Look for excessive 
smoking from the exhaust that would indicate too rich 
carburetor adjustment or high oil consumption. Be on 
the alert for any odors that might mean undesirable 
operation. (Engine speed should be 1,800 RPM.) Use 
information on trouble shooting. (See sec. XV.) 


UNUSUAL NOISES. Be on the alert for any unusual 
noises that would indicate trouble in the generator; 
loose, damaged or unsatisfactory operating accessories, 
or mounting bolts that need tightening. Use informa- 


tion on trouble shooting. (See par. 36.) 


LEAKS. Examine the equipment and mounting in 
general, and all lines and connections, to detect any 
signs of fuel or oil leaks. Look particularly for signs 
of oil being thrown from the ventilating openings be- 
tween the engine crankcase and generator frame which 
normally indicates leakage from the rear main bearing. 
Leakage at this point should be reported to the desig- 
nated individual in authority. 
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384 96 
operating | operating . 
hours or | hours or 
6 months | 1 month 


CYLINDER, HEAD, AND GASKET. Clean. Fol- 
low instructions for removing carbon. (See par. 52.) 
TIGHTEN. Tighten cylinder head nuts evenly and 
securely. (See par. 52d.) 

VALVE MECHANISM, Adjust. Adjust valve tap- 
pet clearances to .006 inch — .008 inch for intake and 
.008 inch to .010 inch for exhausts with engine cold. 
(See par. 52.) : 

SPARK PLUGS. Clean. Clean and inspect plugs and 
replace if necessary. (See par. 42.) 

ADJUST. Set electrode gaps to .025 inch to .030 inch. 
(See par. 42d.) 

BREAKER POINTS. Adjust. Reface the points and 
adjust the gap as specified on the plate near the igni- 
tion breaker box. If the contacts are badly burned, 
pitted, or damaged replace them. (See par. 38.) 
MANIFOLDS. Observe the intake and exhaust mani- 
folds and breather tube to see that they are in good 
condition, secure, and that manifold gaskets appear to 
be in good condition and not leaking. 

TIGHTEN. Tighten all manifold and breather tube. 
nuts. 

MUFFLER. Examine exhaust manifold to see that it 
is in good condition and not clogged. 

AIR CLEANER. Clean and service. Follow instruc- 
tions for cleaning and servicing air cleaner. (See 
par. 48.) 

TIGHTEN. Tighten connecting screws evenly and 
securely. 

BREATHER TUBE AND SCREENS. See that they 
are in good condition, correctly installed and secure. 
CLEAN. Remove breather tube assembly and wash 
tube and screen in dry cleaning solvent and dry. (See 
par. 49.) 

CARBURETOR. (Choke, linkage, governor.) See 
that these items are in good condition, correctly as- 
sembled and securely installed. Examine particularly 
the governor arm ball joint to assure that it operates 
freely and is lubricated properly (par. 26), and that 
none of the other connections of the governor to car- 
buretor linkage are binding. 
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FUEL FILTER, SCREEN AND LINES. See that fuel 
tank shut-off petcock is closed. Inspect fuel lines from 
fuel pump to fuel tank and carburetor to see that they 
are in good condition and that connections are tight 
and not leaking. 

CLEAN. Remove and clean fuel sediment bowl and 
screen. Clean fuel lines. (See pars. 44d and 45b.) 
Check for leaks after engine starts. 


FUEL PUMP. Inspect fuel pump for leaks, good con- 
dition and to see that it is securely mounted. 


CLEAN. Clean bowl and screen. (See par. 45a.) 


FUEL TANK AND FITTINGS. Inspect fuel tank 
to see that it is in good condition and securely mounted. 
Examine fuel tank ~~ for defective gasket and plugged 
vent. Check fuel shut-off valve and connections for 
good condition and security. Be certain tank and fit- 
tings do not leak. 

GENERATOR. Remove bell housing band and ex- 
amine commutator and collector rings for good condi- 
tion. Inspect brushes for good condition. (See par. 
55.) 

CLEAN. If interior surfaces are oily or greasy wipe 
them clean with a dry cloth. 

TIGHTEN. Tighten armature through stud nut. 
FRAME. Inspect frame skid and mount to see that 
they are in good condition and that unit is securely 
bolted to them. 


LUBRICATION. Lubricate as directed in WD Lubri- 
cation Order 5001. (See par. 26.) 


TOOLS. Check tools to see that they are all present. 
(See fig. 2.) Inspect to see that tools are in good 
condition, clean and properly stowed. 
PUBLICATIONS. Check to see that WD Lubrication 
Order 5001 is present and legible. 


_ SPARE PARTS. Check to see that the prescribed 


number of spare parts are present (fig. 3), in good 
condition, and properly stowed. 


FINAL RUNNING TEST. Repeat items 1 through 
14 of “running test.” 
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Section XV. TROUBLE SHOOTING 


34. GENERAL. a. The possible troubles and remedies listed below will assist 
in determining the cause of unsatisfactory operation. A separate list is 
provided for the engine and the generator. If the remedy is not given, refer- 
ence is made to a paragraph where more complete information will be found. 
Only those causes which can be detected during operation or during first and - 
second echelon maintenance service are listed. Therefore, if the trouble still 
exists after performing the listed remedies the unit requires higher echelon 
service. 

b. The information in this section applies to operation of the unit under 
normal conditions. If extreme conditions are encountered, it is assumed the 
unit has received the attention outlined for operation under unusual condi- 
tions. (See sec. IX.) 


35. ENGINE. a. Engine fails to start or is hard to start. 


Possible cause Possible remedy 


Improper electrical load. Use unit only with specified X-ray 
machines. (See par. 3a.) 


Oil too heavy due to temperature Change oil. Follow lubrication in- 


drop. structions. (See par. 26.) 
Fuel tank empty. Refill. 
Air cleaner clogged. Clean. (See par. 48.) 
No spark or weak spark. See possible causes and remedies for 


this condition. (See par. 35g.) 


Contaminated engine fuel. Drain and refill. 


b. Engine starts but does not continue running> 


Possible cause Possible remedy 


‘Overheating. See possible causes and remedies for 
this condition. (See par. 35c.) 


Air lock in fuel supply system. Open fuel tank shut-off petcock. 
; Clean gas tank filler cap vent. (See 
par. 44b.) 
Screen in fuel pump clogged. Remove and clean. (See par. 45a.) 
Fuel lines clogged. Remove and clean. (See pars. 44d 
and 45b.) 
Carburetor dirty. _ Report to proper authority. Do not 
disassemble. 
Contaminated engine fuel. Drain and refill. 
Short circuit in conductor cable. Replace with new cable. 
Short circuit in X-ray machine. Report to proper authority. 
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c. Engine overheating. 


Possible cause 


Exhaust back-up due to improper 
size exhaust vent. 


Exhaust muffler clogged. 


Improper ventilation. 


Excessive carbon in cylinder vite: 
and on. piston. 


Cooling fins dirty. 
Engine oil level low. 


Incorrect valve tappet adjustment. 


Possible remedy 
Correct vent pipe size. (See par. 9d.) 


Replace. 


Remove all carrying case panels. 
Move unit into shaded outside 
area if possible. 

Remove carbon. ‘(See par. 52. ) 


Clean. 
Fill to full mark on gauge. 
Adjust. (See par. 52c.) 


d. Excessive engine oil consumption. 


Possible cause 


Overheating. 


Engine oil held above full mark. 


Oil leaks at gaskets and seals. 


Leak in oil base. 


e. Engine lacks power. 


Possible cause 
Poor compression. 


Weak spark. 


Air cleaner clogged. 
Contaminated engine fuel. 


Overheating. 


Incorrect valve tappet adjustment. 


Possible remedy 


See possible causes and remedies of 
the condition. (See par. 35c.) 


Allow at least 5 minutes to elapse, 
after engine stops for oil to drain 
back into base, before checking. 
Add oil only to full mark on 


gauge. 
Report to proper authority. 


Report to proper authority. 


Possible remedy 


See possible causes and remedies for 
this condition. (See par. 35f.) 


See possible causes and remedies fot 
this condition, (See par. 35g.) 


Clean. (See par. 48.) 
Drain and refill. 


See possible causes and remedies for 
this condition. (See par. 35c.) 


Adjust. (See par. 52c.) 
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f. Poor compression. 
Possible cause 


Incorrect valve tappet adjustment. 
Loose spark plug. 

Loose cylinder head. 

Head gasket leaking. 

Piston cracked or broken. 


Valves sticking. 


g- No spark or weak spark. 


Possible cause 


Dirty or loose wire .connections. 
Incorrect spark plug gap. 


Carbon deposits on spark plug por- 
celains. 


Cracked spark plug porcelain. 
Pitted breaker points. 
Incorrect breaker point clearance. 


Broken ignition breaker spring. 
Defective condenser. 


Stop wire grounded. 


h. Popping, spitting, and pinging 


Possible cause 


Valve tappet clearance too close. 


Excessive carbon deposits causing 
cylinder head hot spots. 


Overheating. 


Possible remedy 


Adjust. - (See par. 52c.) 
Tighten. 

Tighten. (See par. 52d.) 
Replace. (See par. 52.) 
Report to proper authority. 


Report to proper authority. 


Possible remedy 
Clean and tighten. 


Set gap. (See par. 42d.) 


Clean or replace with new plug. 
(See par. 42b.) 


Replace with new plug. 
Reface. (See par. 38.) 
Reset. (See par. 38.) 


Replace with new spring. (See par. 
38.) 


Replace with new condenser. (See 
par. 38.) 


Tape worn insulation. 


(spark knock). 


Possible remedy 
Adjust. (See par. 52c.) 


Clean carbon. (See par. 52.) 


See possible causes and remedies for 
this condition. (See par. 35c.) 
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36. GENERATOR. a. Generator heating. 


Possible cause 


Improper electrical load on unit. 


Short circuit in conductor cable. 
Short circuit in X-ray machine. 


Excessive engine speed. 


b. Generator does not produce. 


Possible cause 
Brush rig not set in neutral position. 


Brushes binding in holders. 


Brushes worn to less than % inch. 


Brush springs broken. 


Brush spring resting in holder. 
Dirty commutator. 


Commutator bar loose or projecting 
above others. 


Mica extending above commutator 
bar surface. 


Engine speed too slow. 


Break in conductor cable wire. 


c. Noise in brushes. 


Possible cause 
High and low commutator. bars. 


Mica extending above commutator 
bars. 


- Section XVI. 


Possible remedy 


Use unit only with specified X-ray 
machine. (See. par. 3a.) 


Replace with new cable. - 
Report to proper authority. 


Report to proper authority. 


Possible remedy 
Correct setting. (See par. 55j.) 


Loosen in holders. (See par. 55b.) 


Replace with new brushes. (See par. 
55g.) 


Replace with new spring. (See par. 
55h.) 


Position correctly. (See par. 55h.) 
Report to higher authority. 


Report to ptoper authority. 
Report to proper authority. 


Report to proper authority. 


Replace with new cable. 


Possible remedy 


Report to proper authority. 


Report to proper authority. 


IGNITION SYSTEM SERVICE 


37. GENERAL. a. This section contains instructions on the engine ignition 
system for the personnel of the first and second echelons to enable them to 
perform the scheduled preventive maintenance services (sec. XIV) and to 
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‘replace the spare parts available to the first and second echelons. No other 
services will be attempted. 

b. Ignition current is furnished by a flywheel type magneto. The magneto 
proper is located inside the blower wheel and consists of the rotor or magnets, 
integral with blow wheel, and the stator assembly mounted on the gear cover. 
The stator assembly includes the right-hand coil (fig. 7, (3)), left hand coil 
(fig. 7, (4)), laminated coil shoes (fig. 7, (2)), and the back plate (fig. 7, 
(5)). The ignition breaker is mounted atop the crankcase. The breaker arm - 
(fig. 7, (39)) and arm point (fig. 7, (36)). are operated by a plunger (fig. 
7, (40)). which rides on the camshaft. A condenser (fig. 7, (43)), con- 
nected across the points, greatly increases the spark intensity and the life 
of the breaker points. High tension current is generated within the coils, each 
of which is connected to a spark plug by a high tension cable. 


38. IGNITION BREAKER ASSEMBLY. a. Breaker arm and points (fig. 3, 
(1)) consist of the following five component parts: 

(1) Stationary point. The stationary point (fig. 7, (37)) fastens to 
the ignition breaker box (fig. 7, (35) ). 

(2) Stationary point lock nut. A brass hex nut (fig. 7, (38)) locks the 
stationary point in position. . 

(3) Arm poimt. The arm point (fig. 7, (36)) is an integral part of the 
breaker arm. 

(4) Arm to ground wire. Grounds arm to box. 

(5) Breaker arm. The breaker arm (fig. 7, (39)) pivots on the arm 
stud (fig. 7, (42)). It is lifted by the plunger and depressed by the spring. 
‘ _b. Disassembling. (1) Remove ignition breaker box cover. 

(2) Compress and remove spring. 

Caution: Cover rear generator vent openings to prevent dropping the 
ignition breaker spring into the generator. ‘ 

(3) Remove the breaker arm from arm stud. 


c. Cleaning disassembled parts. Use a clean lintless cloth, dampened 
with dry cleaning solvent to wipe all parts of the ignition breaker and the 
interior of the ignition breaker box. Thoroughly wipe all parts with a dry 
clean lintless cloth. 


d. Inspecting points. Determine if points are burned, pitted, or have a 
carbonlike deposit. Reface the points if any of these conditions exist. 

e. Refacing points. Use the ignition point file (fig. 2, (5)), to reface 
the points. File points until each face is free of pits or deposit and has a 
clean metallic appearance. 

f. Replacing points. (1) If points cannot be refaced, replace with a new 
breaker arm and points. (See fig. 3, (1).) 

(2) Replace disassembled arm with new arm. 

(3) Loosen lock nut on stationary point. 

(4) Remove stationary point. 

(5) Install new stationary point in breaker box. 

(6) Fasten lock nut. 

g. Reassembling. (1) Place breaker arm on arm stud. 

(2) Compress spring and slip into position. 

(3) Connect arm to ground wire on terminal at inside rear of ignition 
breaker box. 
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Figure 7. Ignition, governor-booster, and air cleaner assemblies. 
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Dept. No. 


9RO00771 
9ROO076I 


9R00762 
9R00764 
9R00760 
9R00662 
9R00667 
9RO0866 


9R00805 
9RO0852 
9R00668 
9R00670 
9RO0858 
9R00856 
9R00864 
9R00844 


9R00842 


9R00660 
9R00654 


Figure 7. 
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Nomenclature 


Wire, 
densor. 


magneto to con- 


Shoe, magneto coil, lami-. 


nated. 

Coil, magneto, right. 
Coil, magneto, left. 

Plate, back, magneto. 
Weight, governor. 

Cup and stud, governor. 
Shaft and paddle, gover- 
nor. 

Spring, governor-booster. 
Stud, spring, governor. 
Rod, arm, governor. 
Joint, ball, governor. 
Cover, housing, booster. 
Housing, booster. 

Rod, control, throttle. 
Bracket, adjusting spring, 
governor. 

Nut, adjusting, 
spring. 

Gear, camshaft. 
Camshaft. 

Terminal of 

9RO00780. 

Porcelain of spark plug, 
9R00780. 

Hex body of spark plug, 
9R00780. 


governor 


spark plug, 


Za 
24. 


4l. 
42. 
43. 


Med. 
Dept. No, 


TRO2080 


9R00734 
9R00733 


9R00737 . 


9R00736 
9R00709 
9R00707 


9RO0914 
9R00779 


SR00665 


9R00774 
9RO0776 
9R00782 
9R00766 
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Nomenclature 


Wrench, ignition point, for 
nut screw size 5. 

.025 inch feeler gage on 
ignition point wrench, 
SRO1824. 

Electrodes of spark plug, 
9RO0780. 

Cleaner, air. 

Adapter, air cleaner. 
Screw, locking, air cleaner 
adapter. 

Screen, breather tube. 
Gage and chain, oil filler. 
Cap and bushing, oil filler. 
Oil level full mark. 

Oil level low mark. 

Wire, condenser to points. 
Box, ignition breaker. 
Arm point of breaker arm 
and points, 9R00772. 
Stationary point of breaker 
arm and points, 9R00772. 
Nut, 5 x 40, hex, brass: For 
locking stationary point. 
Breaker arm of breaker 
arm and points, 9R00772. 
Plunger, breaker. 

Spring, breaker. 

Stud, arm, ignition breaker. 
Condenser, magneto. 


Ignition, governor-booster, and air cleaner assemblies—Continued. 
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h. Resetting point gap. (1) Slowly turn starter rope pulley (fig. 5, 
(6)) until the breaker plunger reaches its highest position. This in turn 
opens the space between the stationary point and the arm point to the maxt- 
mum gap. 

(2) Loosen the lock nut on the stationary point. 

(3) Turn the stationary point to open or close the gap. 

(4) Check the breaker point gap specified on the plate fastened to 
generator near the ignition breaker box. If plate is missing set gap at .020 
inch. 

(5) Select the required leaf from the feeler gauge. (See fig. 2, (22).) 

(6) Place the correct feeler gauge leaf between the stationary point and 
the arm point. Turn stationary point until feeler gauge leaf touches both 
points. Do not turn stationary point up so far as to raise the arm off the 
plunger. 

(7) Tighten stationary point lock nut. 

i. Fasten ignition breaker box cover in place. 


39. SPARK PLUG CABLES. To clean and inspect— 
a. Remove spark plug shields. 
b. Remove spark plug cables from the spark plugs. 
c. Inspect spark plug ends of the cables. 
d. Use ignition point file to clean any corrosion or deposit from cable - 
terminals. 
e. Carefully inspect cable insulation for wear, frayed ends, or breaks. 


40. MAGNETO AND IGNITION BREAKER TEST. a. Before proceeding 
with this test, check for any leaks or pools of gasoline on or about the unit 
to eliminate any fire hazard. 
/ b. Support plug ends of cables in such a manner that there is a Y-inch 
air gap between each cable end and a cylinder fin. 
c. Grasp the starter rope pulley with both hands and quickly turn it 
counterclockwise. - 
d. Spark will jump the 14-inch air gap if the magneto and ignition 
breaker are functioning properly. 
: e. Connect cable to spark plug, put spark plug shields in place and 
asten. 


41. MAGNETO CONDENSER. a. If spark fails to bridge the -inch air 
gap when tested (par. 40), it may be due to a break-down of the magneto 
condenser. (See fig. 3, (4).) 

b. Replacing magneto condenser. 

Note. It is impossible to repair a condenser; it must be replaced. 

(1) Disconnect wires from condenser. 

(2) Remove condenser from ignition breaker box. 

(3) Install new magneto condenser. 

(4) Connect wires to condenser. 

(5) Fasten ignition breaker box cover in place. 

(6) Repeat magneto and ignition breaker test. (See par. 40.) 


42. SPARK PLUGS. a. Removing. (1) Remove spark plug shields. 
(2) Disconnect cables from spark plugs. 
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(3) Use the spark plug wrench (fig. 2, (23)) to remove the spark 
plugs from the cylinder heads. Do not misplace the spark plug gaskets. 

b. Cleaning spark plugs. (1) Use a clean cloth, dampened with dry 
cleaning solvent to wipe any oil and dirt from the plug. Be certain to 
thoroughly clean the terminal (fig. 7, (20) ) and the porcelain (fig. 7, (21)). 

(2) Follow with a clean dry cloth. 

(3) Use a knife blade or small screw driver to remove deposits from 
‘the portion of porcelain within the metal hex body. (See fig. 7, (22).) Ex- 
treme care must be exercised in this operation. Do not exert undue force be- 
cause the porcelain is easily cracked and the spark plug rendered useless. 

(4) Wipe the plug with a clean dry cloth. 

c. Inspecting spark plugs. (1) Very carefully inspect the porcelains for 
cracks or chips. 

_(2) Inspect electrodes to determine if there is sufficient metal remaining 
to permit proper resetting of the gap. | 
d. Resetting spark plug sloctends gap. (1) Proper electrode gap is 
.025 inch. 

(2) Use a screw driver to bend the outer electrode; do not bend the 
center electrode until .025 inch gap is obtained. 

(3) Wipe the spark plug with a clean dry cloth. 

e. Testing wees plugs. (1) Predetermine proper functioning of mag- 
neto and ignition breaker. (See par. 40.) 

(2) Connect cables to aaah plugs. 

(3) Place spark plugs on cylinder cooling fins in such a manner that 
only the metal hex body of the spark plug touches the cooling fins. 

(4) Spin the starter rope pulley. 

(5) Both spark plugs should arc only between the electrodes and both 
should arc at the same instant. ) 

- . Replacing spark plugs. (1) If the spark plug test (par. 42e) in- 
dicates either of the plugs to be faulty replace both with new spark plugs. 
(See fig. 3, (14).) 

(2) Wipe plugs with a clean cloth. 

(3) Place gasket on spark plugs. 

(4) Screw spark plugs into cylinder heads and tighten with the spark 
plug wrench. . 

(5) Connect spark plug cables. 

(6) Fasten spark plug shields in place. 


Section XVI]. FUEL SUPPLY SYSTEM SERVICE 


43. GENERAL. a. This section contains instructions on the fuel supply sys- 
tem for personnel of the first and second echelons to enable them to perform 
the atieacied preventive maintenance services (sec. XIV) and to replace the 
spare parts available to the first and second echelons. No other services will . 
be attempted. 

b. Fuel is stored in a 2-gallon tank mounted over the generator. The 
fuel tank filler cap (fig. 5, (10)), is provided with a shut-off screw which 
closes the air vent. The fuel tank shut-off petcock (fig. 5, (9)) is a means of 
shutting off the flow of fuel from the tank to the fuel pump. Fuel tank line 
(fig. 5, (14)) connects the fuel tank and the fuel pump. The fuel pump 
draws the fuel from the tank through the fuel tank line and forces it through 
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the carburetor fuel line to the carburetor. The air cleaner and carburetor are 
essentially part of the fuel supply system but are covered separately. (See 
sec. XVIII.) 


c. Preparation for servicing fuel. supply lies (1) Allow engine to 
completely cool before servicing fuel supply system. 

(2) Close fuel tank shut-off petcock. 

(3) Place a clean 2-gallon container near fuel tank line. 

(4) Disconnect swivel end of fuel tank line. Allow gasoline to drain 
from the line into the container. 

(5) Open filler cap shut-off screw. 

(6) Open the shut-off petcock and drain the gasoline from the tank 
into the container using any means necessary and available to limit spillage to 
a minimum. 

(7) Remove spark plug shields. 

(8) Disconnect spark plug cables from spark plugs. Place cable ends in 
such a position that they will not arc to any part of the unit. 

(9) Place container near the carburetor fuel line. 

(10) Disconnect swivel end of carburetor fuel line and drain gasoline 
into container. 

(11) Crank engine until gasoline is pumped from the interior of the 
fuel pump. The fuel pump bowl (fig. 5, (15)) cannot be emptied in this 
manner. 

(12) Wrap any large rag around the flange of the fuel pump to absorb 
the gasoline remaining in the fuel pump bow! when removing the bowl. Be 
certain the engine is cool before proceeding. 

(13) Loosen the bowl yoke nut. (See fig. 8, (7).) 

(14) Swing the bowl yoke (fig. 8, (8)) clear of the bowl (fig. 8, 
part (9)). | 

(15) Remove the bowl from the fuel pump. 

(16) Remove both fuel lines. 


44. FUEL TANK AND FITTINGS. a. Caution. Never attempt to repair a 
fuel tank whether full or empty. : 


b. Cleaning filler cap vent. (1) Remove the filler cap from the tank 
to avoid the possibility oe dropping any part of the cap mechanism into the 
tank. : 

(a) Unscrew filler cap. 

(6) Compress the wire stop at the end of the cap chain and remove 
from tank. , 

(2) Remove the chain loop from the shut-off screw. 

(3) Remove shut-off screw from cap. 

(4) Use a strand of wire or a needle to open the air vent through the 
filler cap. 

(5) Remove gasket from shut-off screw and replace with a new gasket. 
(See fig. 3, (10).) 

(6) Screw shut-off screw into filler cap. 

(7) Put shut-off screw spring in place and clamp chain lock to screw. 


(8) Remove gasket from tank and replace with new filler ae, gasket. 
(See fig. 3, (7).) 
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c. Cleaning fuel tank shut-off petcock. Use a copper wire to remove 
any sediment from petcock. 

d. Cleaning or replacing fuel tank line. (1) Use a copper wire of suf- 
ficient length, to remove any sediment from the line. 

(2) If line is too tightly clogged to be opened with a wire or previous 
inspection has disclosed a leak, replace it with a new fuel tank line. (See fig., 
3, (13).) 

e. Flush the shut-off petcock and fuel tank line. (1) Close the shut-off 
petcock. 

(2) Place a container below the shut-off petcock. 

(3) Pour approximately 1 gallon of gasoline into the tank. 

(4) Open the petcock and allow gasoline to drain into the container. 
This will remove any loose sediment from the shut-off petcock. 

(5) Place a clean piece of cloth over the fuel tank cap opening to strain 
the gasoline and using the same gasoline, repeat the process several times. 
This will also flush any sediment from the tank. 

(6) Install fuel tank line. Connect the stationary coupling first and then 
the swivel end. 

(7) Connect the fuel tank line to the fuel pump at the coupling marked 
eas: 


45. FUEL PUMP. a. Cleaning or replacing bowl and screen. (1) Use a 
clean cloth soaked with dry cleaning solvent to wipe the interior of the bowl. 
In case of breakage, replace with a new fuel pump bowl. (See fig. 4, (1).) 

(2) Lift the screen from the pump. 

(3) Pour solvent through screen in both directions. Use care not to 
puncture the screen. 

(4) If screen is damaged, replace it with a new fuel pump screen. (See 
fig. 4, (9).) 

(5) Puta new fuel pump bowl gasket (fig. 3, (8)) in place. 

(6) Reassemble screen and bowl by reversing procedure for disassembly. 

b. Cleaning or replacing carburetor fuel line. (1) Use a copper wire, 
of sufficient length, to remove any sediment from the interior of the line. 

(2) Flush the line with solvent to remove loosened sediment. 

(3) If line is too tightly clogged or leaks have been detected in previous 
inspection, replace with a new carburetor fuel line. (See fig. 3, (12).) 

(4) Connect carburetor fuel line to the fuel pump and the carburetor. 


46. FUEL SUPPLY SYSTEM TEST. a. Prepare engine as for starting (par. 
14a) but do not run engine. 

b. Disconnect the carburetor fuel line at the carburetor. 

c. Place the disconnected end of the carburetor fuel line in a clean se 4! 
container. 

d. Use the starter rope to crank the engine. After many turns the fuel 
pump bowl should fill followed by the ejections of gasoline from the discon- 
nected carburetor fuel line. 

e. Visually inspect for any leaks in the system. 

f. Connect the carburetor fuel line to carburetor. 

g. Connect the spark plug cables to the spark plugs. 

h. Replace the spark plug shields. 
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Section XVIII. AIR CLEANER ASSEMBLY AND CARBURETOR SERVICE 


47. GENERAL. a. This section contains instructions on the air cleaner as- 
sembly and carburetor for the personnel of the first and second echelon of 
maintenance to enable them to perform the scheduled preventive maintenance 
services (sec. XIV) and to replace the spare parts available to the first and 
second echelons. No other service will be attempted. 

b. The air cleaner and breather assembly filters the air before entering 
the carburetor and removes heated gases from the crankcase. The outside air 
is drawn through the air cleaner (fig. 7, (26)) by the vacuum created during 
each intake stroke of the engine. The air passes through the air cleaner adapter 
(fig. 7, (27)) to the carburetor. Pressure within the crankcase is relieved 
through the breather tube screens (fig. 7, (29)) into the adapter and the car- 
buretor. The carburetor mixes the air and the fuel before they enter the in- 
take manifold. The carburetor also houses the choke valve plate and the 
throttle valve plate. 


48. AIR CLEANER. To clean or replace air cleaner— 

a. Remove the three screws which fasten the air cleaner to the adapter. 

b. Soak and rinse the air cleaner in dry-cleaning solvent. 

c. This should be done until the solvent flows from the air cleaner with 
very little discoloration. 

d. If the air cleaner is so dirty as to retard or prohibit the flow of solvent 
through it or the operating conditions are known to have been severely dusty, 
it should be replaced with a new air cleaner. (See fig. 4, (3).) 

e. After cleaning with solvent soak the air cleaner for 1 hour in engine 
oil of the type used in this unit. Allow air cleaner to drain before installing. 

f, Put a new air cleaner gasket (fig. 4, (5)) in place. 

g. Install the clean or new air cleaner on the adapter. 


49. BREATHER TUBE SCREEN. To clean or replace breather tube screen— 

a. Loosen the adapter locking screw. (See fig. 7, (28).) 

b. Lift the adapter from the carburetor and the breather tube screen. 
(See fig. 7, (29).) It is not necessary to remove the air cleaner from the 
adapter. 

c. Mark position of booster bracket on breather tube. 

d. Loosen both screws which fasten booster bracket to breather tube. 

e. Remove booster bracket from breather tube. 

f. Remove the two screws which fasten the breather tube screen to the 
engine. 

Z g. Use dry cleaning solvent to clean the screens by pouring through the 
tube. Soak and rinse until solvent will pour from tube with very little dis- 
coloration. 

__h. If tube unit is damaged, replace with a new breather tube screen. (See 
fig. 4, (7).) & 

i, Place a new breather tube gasket (fig. 4, (8)) in position. 

j- Fasten breather tube to engine. 

" Place booster bracket on breather tube in previously marked position. 
|. Insert and tighten both screws which fasten booster bracket to breather 
_ tube. 

m. Put adapter on breather tube and fasten to the carburetor. 
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50. CARBURETOR. No carburetor service will be performed or attempted 


by the personnel of the first and second echelons of maintenance.. 


Section XIX. CYLINDER HEADS AND VALVE MECHANISM SERVICE 


51. GENERAL. a. This section contains instructions on the cylinder heads 
and valve mechanism for the personnel of the first and second echelons of 
maintenance to enable them to perform the scheduled preventive maintenance 
services (sec. XIV) and to replace the spare parts available to the first and 
second echelons. No other services will be attempted. 

b. The cylinder heads support the spark plugs and form: the combustion 
chambers (fig. 9, (5)) over the cylinders and pistons. The electrodes of the 
spark plugs extend into the combustion chambers. The exterior fins are a 
means of dissipating the heat from the cylinder heads. The intake valve 
(fig. 9, (23)) opens to permit the passage of the fuel-air mixture into the 
combustion chamber-during the intake stroke of the engine and seals off the 
combustion chamber during the compression, power, and exhaust strokes. The 
exhaust valve (fig. 9, (24)) opens during the exhaust stroke to permit the 
escape of the burned gases to the exhaust manifold and seals the combustion 
chamber during the intake, compression, and power strokes. The valves are 
opened when the camshaft lifts the valve lifters (fig. 9, (13) and (36)), and 
are closed by the valve springs. (See fig. 9, (20) and (41).) Valve tappets 
(fig. 9, (15) and (38)) are a means of adjusting the clearance between the 
valve lifters and the valves. 


52. REMOVING CARBON AND ADJUSTING VALVE TAPPETS. a. Dis- 
assembling. (1) Remove spark plug shields. 

(2) Remove spark plug cables. 

(3) Remove spark plugs from cylinder heads. 

(4) Remove screws which fasten the cylinder air housings to the cylinder 


(5) Remove both cylinder air housings. 

(6) Remove the six cylinder head nuts from each head. 

(7) Remove cylinder heads. 

(8) Remove cylinder head gaskets. (See fig. 9, (6) and (28).) 

(9) Remove the four screws which fasten the intake manifold adapters 
to the intake ports. (See fig. 9, (2) and (9).) 

(10) Remove intake manifold adapters by pulling them free of the in- 
take manifold tubes. 

(11) Remove manifold gaskets. 

(12) Remove screws which fastens valve covers (fig. 9, (17)) to tappet 
adjustment housings. (See fig. 9, (10) and (35).) 

(13) Remove valve covers. 

(14) Remove valve cover gaskets. (See fig. 9, (18).) 

b. Removing carbon. (1) Use the wire brush (fig. 2, (9)) to remove 
the carbon and lead deposits from the combustion chamber of the cylinder 
heads. 

(2) Turn starter rope pulley to bring pistons (fig. 9, (30)) to the top 
position. 

(3) Use wire brush to remove deposits from piston heads. (See fig. 9, 


(29).) 
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(4) Turn starter rope pulley to open one of the four valves. 

(5) Carefully use the wire brush to remove deposits from the valve and 
valve seat. Do not scrape either the valve or the valve seat with a sharp 
instrument. . 

(6) Repeat for each of the three remaining valves. 

(7) Use clean cloth to wipe away the loosened carbon. 


c. Adjusting valve tappets. (1) Adjust tappets for one cylinder at a 
time. 
(2) Turn starter rope pulley until the -piston is at top dead center of 
the compression stroke. The compression stroke can be identified by the 
closed position of both valves. 

(3) Loosen tappet locking nut. (See fig. 9, (37).) 

(4) By turning valve tappet, the clearance between the tappet and the 
stem ‘end of the valve (fig. 9, (39)) can be adjusted. 

(5) Proper tappet clearances. 

(a) Intake valve tappet .006 — .008 inch. 

(2) Exhaust valve tappet .008 — .010 inch. 

(6) The intake valve can be identified as the valve directly under the 
intake port. The intake port does not have cooling fins. 

(7) The exhaust valve can be identified as the valve directly under the 
exhaust port. (See fig. 9, (1) and (8).) The exhaust port is surrounded by 
cooling fins. When separated from the cylinder the exhaust valve can be 
identified by a small bore in the center of head and a narrow stem below the 

head. 
(8) Insert the correct leaf of the feeler gauge (fig. 9, (3)) between the 
valve tappet and stem end of valve being adjusted. 

(9) Turn tappet until feeler gauge fits snugly. Use end wrenches to 
hold tappet and lifter in position and tighten tappet locking nut against the 
lifter. 

(10) Turn starter rope pulley several times and stop with same piston 
at top dead center of the compression stroke. 

(11) Recheck tightness of the tappet locking nut. 

(12) Recheck the tappet adjustment. 

(13) Never file or grind the stem end of the valves. 

(14) Repeat preceding steps for each of the valves on both cylinders. 

d. Reassembling. (1) Place new valve cover gaskets (fig. 3, (11)) 
over the valve tappet adjustment housing. 

(2) Position valve cover on valve tappet adjustment housing. 

(3) Screw in valve cover screws and tighten. 

(4) Use new manifold gaskets. (See fig. 3, (9).) 

(5) Slip intake manifold adapters over the intake manifold tubes and 
line up holes through adapters with those in cylinders. 

(6) Screw in and tighten adapter screws. 

(7) Use new cylinder head gaskets. (See fig. 3, (6).) Be certain the 
gasket surfaces of both the cylinders and heads are clean before putting new 
gasket in position. 4 

(8) Position cylinder heads on cylinders. 

(9) Screw on cylinder head nuts turning each down to draw head against 
the cylinder but do not tighten. 
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(10) When the six nuts of one head are turned down, tighten each nut 
one quarter turn at a time untilall are secure. Do not follow a clockwise or 
counterclockwise sequence when tightening head nuts. Follow a scattered 
sequence such as: 

(2) Lower right side. 

(4) Upper left side. 

(c) Lower center. 

(d) Upper center. 

(e) Lower left side. 

(f) Upper right side. 

(11) Place spark plug washer on spark plugs and screw into the cylinder 
heads. 

(12) Connect spark plug cables. 

(13) Start engine. (See par. 14.) 

(14) Make visual inspection for leaking gaskets. Check for unusual 
operating characteristics and use information on trouble shooting. (See sec. 
XV.) 

(15) If operation is satisfactory allow engine to run for 30 minutes be- 
fore stopping. 

(16) Check all head nuts for tightness. 

(17) Position both cylinder air housings. 

(18) Screw in cylinder air housing screws and tighten. 

(19) Fasten spark plug shields in place. 


53. COMPRESSION TEST. a. Disconnect both spark plug cables. 

b. Firmly grasp the starter rope pulley with both hands and slowly crank 
the engine counterclockwise. Once each revolution there will be noticed a 
period of considerable resistance, due to one of the pistons compressing a 
charge in its cylinder. The degree of compression should be such that if the 
starter rope pulley is released just before the point of maximum compression 
is reached, the direction of rotation will be reversed. 

c. Test by rocking back and forth against the compression. 

d. Turn the starter rope pulley one complete turn and test the compres- 
sion of the other cylinder in a like manner.. ; 

e. Compression leakage may be detected by a hissing sound at either the 
exhaust or intake valves. Severe leakage exists if it is possible to hold the 
piston against compression and then slowly complete the rotation. 


Section XX. GENERATOR SERVICE 


54. GENERAL. a. This section contains instructions on the generator for 
the personnel of the first and second echelons of maintenance to enable them 
to perform the scheduled preventive maintenance services (sec. XIV) and to 
replace the spare parts available to the first and second echelons. No other 
service will be attempted. 

b. In the text of the manual the term “generator,” used independently 
of the full nomenclature of Medical Department item No. 9606000, X-ray 
field unit generator, means only that part of the entire item which generates - 
electrical energy. It is illustrated and its component parts listed in figure 10. 
The engine serves only to turn the generator. It is the construction of the 
generator plus the movement supplied by the engine which produces the elec- 
trical energy. 
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55. BRUSHES, BRUSH SPRINGS, AND BALL BEARING. a. Disassembling 
generator for inspection. (1) Tighten fuel tank filler cap (fig. 5,,(10)) 
and shut-off screw. 

(2) Close fuel tank shut-off petcock. (See fig. 5, (9).) 

(3) Remove the four screws which fasten the fuel tank brackets to the 
generator. 

(4) Remove fuel tank and place at side of unit. 

(5) Remove the two screws from the ends of the bell housing band. 
(See fig. 10, (6).) 

(6) Remove band from generator. 

b. Inspecting brushes.’ (1) Remove spring tension from one brush at a 
time and check that it moves freely in the holder. 

(2) If an AC brush (fig. 10, (18)) is worn to 5 inch or less all AC 
brushes should be replaced. This applies also to the DC brushes (fig. 10, 
(13)), however it is not necessary to replace both sets of brushes when only 
an AC or DC is found to be worn. 

(3) It will be found that the DC brushes will wear much more rapidly 

than the AC brushes. 

c. Inspecting brush springs. (1) Visually inspect the four DC brush 
springs (fig. 10, (14)) and the four AC brush springs (fig. 10, (17)) for 
broken or missing springs. 

(2) Inspect for proper position on brush rig. (See fig. 10, (16).) The 
DC springs are smaller and are on the side of the rig nearest the starter rope 
pulley. 

(3) Inspect position of springs on brushes. The end of each spring 
should rest on its respective brush and be free to move inward as the brush 
eo Carefully check that the spring ends are not resting on the brush 
holders. 


d. Inspecting commutator and slip rings. (1) There is very little in- 
formation to be obtained from a visual inspection of the commutator and slip 
tings. Any defects will be previously detected during operation and the cause 
determined by using the information on trouble shooting. (See par. 36.) 

(2) If the commutator and slip rings have lost the newly machined ap- 
pearance and have a mahogany color it is the result of normal operation and is 
no cause for service. - 

(3) If the commutators or slip rings require service, report the condition 
to the proper authority. 

e. Reassembling after inspection. If inspection reveals no parts require 
replacing, reassemble by reversing procedure for disassembling. (See a above.) 
should service be required further disassemble the generator by following 
steps on disassembling for service. (See f below.) 

f. Disassembling generator for service. (1) Follow procedure on dis- 
assembling for inspection (a above) and continue with following steps. 

(2) Disconnect the generator lead wires from the conductor cable out- 
let. (See fig. 10, (3).) | 

(3) Disconnect the two lead wires of the field coil set (fig. 10, (1)) 
from their respective terminals on the brush rig. It is important to use some 
means to mark the terminals to correctly connect these wires when reassem- 
bling the generator. ) 
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(4) Raise the eight brushes in the holders so that the springs rest on the 
sides of the brushes and will retain them in the raised position. 

(5) Loosen set screw in hub of starter rope pulley. (See fig. 10, (11).) 

(6) Remove starter rope pulley from shaft. Be certain not to lose the 
shaft key. 

(7) Remove both screws from the bearing cover. (See fig. 10, (9).) 

(8) Remove bearing cover and gasket. (See fig. 10, (8).) 

(9) Remove the four generator frame stud nuts. (See fig. 10, (12).) 

(10) Pull generator end bell housing (fig. 10, (5)) from the generator 
frame. (See fig. 10, (4).) 

(11) Remove the four screws which fasten the brush rig to the generator 
end bell housing. 

(12) Remove the brush rig from the end bell housing. 


g. Replacing brushes. (1) It is advisable to replace one brush and 
complete the wire connection before disconnecting the next brush of the set. 

(2) Trace the wire from the brush to the terminal. 

(3) Disconnect brush wire from terminal. 

(4) Lift free end of brush spring and slide worn brush from its holder. 

(5) Insert new brush half way into holder. Use the correct brush. AC 
brushes (fig. 3, (2)) and DC brushes (fig. 3, (3) ) are not interchangeable. 

(6) Place end of brush spring against side- of brush to retain it in the 
raised position. 

(7) Connect brush wire to proper terminal. 

(8) Repeat this procedure for each of the three remaining brushes of 
the set being replaced. 

(9) After generator has been reassembled (j below), run the unit for 
at least 30 minutes before connecting the X-ray load. This allows the brushes 
to properly seat without severe arcing. 

h. Replacing brush springs. (1) Lift brush spring from the brush rig 
stud. 

(2) Place new spring on stud so there will be tension against the brush 
for the full length of its wear. 

(3) Be certain the replacement spring is the same type. AC brush springs 
(fig. 3, (16)) and DC brush springs (fig. 3, (17)) are not interchangeable. 
The AC spring is thinner than the DC spring. 

(4) Raise the brush and use spring to retain it for reassembling. 

i. Lubricating ball bearing. (1) Refill ball bearing (fig. 10, (22)) 
with about a tablespoonful of grease, general purpose, No. 2 (WB). 

(2) Do not use a cup grease or engine oil for the ball bearing. 

(3) Use a clean lintless cloth to remove any grease that may have crept 
through the bearing to the inside of the generator. 

y Reassembling after service. (1) Check that all brushes are in the 
raised position, that is, not extending beyond the inner ends of the brush 
holders. 

(2) Place brush rig within end bell housing. Be certain the yellow in- 
dicating mark on the edge of brush rig is in line with the matching mark on 
the inner side of the bell housing. 

(3) Screw in the four screws and tighten brush rig. Again check that - 
the yellow marks are in line. 
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(4) Slide generator bell housing on the generator frame studs (fig. 10, 
(10)) and fit it against the generator frame. There is a small pin extending 
from the frame which fits into a receptacle in the bell housing, bell housing 


‘must be placed on studs so as to make this connection. 


(5) Tighten down the four frame stud nuts. 

(6) Use.a new bearing cover gasket. (See fig. 3, (5).) 

(7) Position bearing cover. 

(8) Screw in both bearing cover screws. 

(9) Place key in position on shaft. 

(10) Place starter rope pulley on shaft. Be certain the fins are on the 
inner or generator side. 

(11) Tighten starter rope pulley setscrew. 

(12) Lower the eight brushes and place spring tension on ends of 
brushes. Check that no spring is resting on the brush holder. 

(13) Connect the lead wires from the generator field coils to the proper 
terminals (f above) on the brush rig. 
(14) Connect the lead wires from the generator to the conductor cable 
outlet. 

(15) Reassemble bell band and fre} teak by. reversing the procedure for 


their disassembly. (See a above.) 5 
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AUXILIARY EQUIPMENT 


Section XXI. GENERAL 


56. SCOPE. ‘There is no auxiliary equipment used with Medical Depart- 
ment item No. 9606000, X-ray field unit generator. This item is one of the 
pieces of auxiliary equipment for Medical Department items No. 9608508 and 
No. 9608510, X-ray field unit machine. It may also be used as auxiliary 
equipment with item No. 9621500, X-ray field unit, fluoroscopic and foreign 
body localization. : 
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PART FIVE 
REPAIR INSTRUCTIONS 


Section XXII. GENERAL 


57. SCOPE. Part five contains instructions for the information and guidance 
of the maintenance personnel responsible for the fourth and fifth echelons of 
maintenance of this equipment. This information is on maintenance services 
which are beyond the scope of the tools, equipment, or supplies normally avail- 
able to the using organizations. These instructions are specific only as to clear- 
ances, settings, adjustments, and parts. Maintenance personnel not familiar 
with the repair of gasoline engines should not attempt to use these general 
instructions to accomplish a major engine overhaul. 


Section XXIIIl. CARBURETOR REPAIR 


58. GENERAL. The carburetor is equipped with a special offset to throttle 
shaft. The fuel-air mixture is not adjustable and the carburetor requires little 
attention other than draining of the bowl. and cleaning at time of a major 
engine overhaul. 


59. REMOVING AND DISASSEMBLING. a. Removing. (1) Remove car- 
buretor fuel line. Disconnect the swivel end first. Drain the fuel from the 
line into a container. 

(2) Start engine (par. 14). and allow it to run until the ba remaining 
in the-carburetor bowl (fig. 11, (3)) has been consumed. 

(3) Loosen adapter locking screw. (See fig. 7, (28).) 

(4) Remove air cleaner adapter (fig. 7, (27)) from the carburetor air in- 
take. (See fig. 11, (14).) 

(5) Remove both hex head screws (fig. 11, (19)) from the carburetor 
body. (See. fig. 11, (21).) 

(6) Remove carburetor bowl from body. 

(7) Remove throttle linkage from throttle arm. (See fig. 11, (22).) 
Do not disturb the, position of the arm in the throttle shaft (fig. 11, (25)) 
or the setting of the stop screw. (See fig. 11, (28).) 

(8) Removal manual choke control (fig. 5, (13)) from choke arm. (See 
fig. 11, (18).) Do not disturb the position of ‘the choke arm on choke shaft 
(fig. 11, part 15). 

(9) Remove two screws which fasten carburetor to intake manifold. 

(10) Remove carburetor ffom intake manifold. 


b. Disassembling. (1) Remove the four fillister head screws (fig. 11, 
(6)) from cover (fig. 11, (8)). 

(2) Remove cover from bowl. 

(3) Pull float pin (fig. 12, (11)) from its bracket on the cover. 
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Dept. No. 


9R00723 
9R00920 
9R00727 


SROOI51 
SRO0813 
9R00723 
9R00922 


9R00926 
9R00924 


SR00672 
SRO0314 


9RO0930 
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Nomenclature 


Plug, drain and cover, car- 
buretor. 

Washer, drain and cover 
plug, carburetor. 

Bowl, carburetor. 

Bowl to cover gasket car- 
buretor gasket set, 


9R00730. 

Washer, lock, screw size 
10. 

Screw, 10-32 x |/_ inch, 


Fill. H.M. 

Plug, drain and cover, car- 
buretor. 

Cover, carburetor. 
Carburetor inlet. 

Plate, serial, carburetor. 
Nail, metal, serial plate 
carburetor. 

Nut, 10 x 32, square. 
Screw, 10-32 x % inch, 
R.H.M. 

Carburetor air intake. 
Shaft, choke, carburetor. 


Figure 11. 


OOMOOOs 


Med. 
Dept. No. 


9RO00934 
9RO00936 
9R00932 
SROO816 
S$R00229 


9RO00938 
9R00940 
9R00724 


SRO0815 


9R00944 
9R00942 


SRO0330 
SRO0814 


Carburetor. 
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Nomenclature 


Needle, idle carbu- 
retor. 

Spring, idle jet, carburetor. 
Arm, choke, carburetor. 
Screw, '/4—28 x 1/4 inch, 
hex 

Washer, lock, screw, size 
Ya. 

Body, carburetor. 

Arm, throttle, carburetor. 
Gasket, carburetor to man- 
ifold. 

Screw, 10—32 x 9/16 inch, 
hex H.M. 

Shaft, throttle, carburetor. 
Stop, throttle arm, carbu- 
retor. 

Nut, 10 x 32, hex. 
Screw, 10-32 x 5% inch, 
fill. H.M. 

Body to bowl gasket of 
carburetor gasket set, 


9R00730. 


jet, 
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(4) Remove only the valve pin, of the valve and seat (fig. 12, (12)), 
from cover. 

(5) Remove main jet (fig. 12, (8)) from bowl. 

(6) Remove metering well plug. (See fig. 12, (1).) 

(7) Remove metering well (fig. 12, (3)) from body. 


60. CLEANING AND REPLACING PARTS. a. Cleaning. (1) Use com- 
pressed air, if available, or a strand of copper wire, never a needle or steel 
wire, to open and clean the passages through the following parts: 

(4) Valve seat. 

(4) Main jet. 

(¢) Metering well. 

(d) Notch in throttle plate. (See fig. 12, (39).) 

(e) Discharge tube. The discharge tube extends through the body of 
the carburetor and the opening is accessible from the under side of the car- 
buretor body. 

(2) Use a cloth soaked with dry cleaning solvent to wipe the interior of 
the bowl, float, and the float pin. 

b. Inspecting parts. Inspect all disassembled parts for wear, damage, 
and incorrect fit with component parts. Check for presence of. four cover 
screw lock washers and two body to bs screw lock washers. 

c. Replacing parts. (1) Use new body to bowl gasket and bowl to 
cover gasket when reassembling carburetor. (See par. 61a.) Both gaskets 
are supplied under spare part 9R00730, gaskets, carburetor, set. 

(2) Use a new carburetor to manifold gasket when installing carburetor 
on engine. (See par. 61b.) 

(3) Other parts found to be defective during inspection of parts (b 
above) will be replaced with new when reassembling or installing carburetor. 


a ‘ep sage ee AND INSTALLING. a. Reassembling. (1) Invert 
owl. 

(2) Drop a new metering well upper washer (fig. 12, (5)) in place. Be 
certain the old washer has been removed and that the new washer is seated 
in the well housing of bowl. 

(3) Insert metering well in well housing. 

(4) Put new metering well lower washer (fig. 12, (2)) in place. 

(5) Screw in metering well plug. 

(6) Invert cover. 

(7) Drop valve pin, pointed end first, into valve seat. 

(8) Position float (fig. 12, (10)) between cover brackets, being certain 
arm of the float will lift the valve. 

(9) Insert float pin. 

(10) Put a new main jet washer (fig. 12, (7)) in place. Be certain 
the old washer has been removed. 

(11) Screw main jet into receptacle. 

(12) Place new bowl to cover gasket (fig. 12, (9)) on bowl. 

(13) Place cover, with float assembled, on bowl. 

(14) Place lock washers (fig. 11, (5)) on the four cover screws. 

(15) Screw in and evenly tighten four cover screws. 

b. Installing. This ieeeshige will be the same when installing the cleaned 
and repaired carburetor or a new carburetor. (See fig. 11.) 
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Figure 12. Carburetor parts. 
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AY 


NO 


Med. 
Dept. No. 


9RO00713 
9R0072! 


9R00722 
9R00723 


9R00725 


9R00727 
9R00729 


9R00716 


9R00728 
9RO00731 
9R00720 
9R00723 


9R00920 


9R00922 
9R00924 


9R00926 
SRO0818 


$R00723 
9R00928 
9R00930 


REPAIR INSTRUCTIONS 


Nomenclature 


Plug, metering well, car- 
buretor. 
Washer, lower, 
well, carburetor. 
Well, metering, carburetor. 
Plug, drain and cover, car- 
buretor. 
Washer, upper, 
well, carburetor. 
Bowl, carburetor. 
Washer; main! jet, carbu- 
retor.: 

Jet, main, carburetor. 
Bowl to. cover gasket of 


metering 


metering 


“carburetor gasket set, 


9R00730. 

Float, complete. 

Pin, float, carburetor. 
Valve and seat, carburetor. 
Plug, drain and cover, car- 
buretor. 

Washer, drain and cover 
plug, carburetor. 

Cover, carburetor. 

Mail, metal, serial plate, 
carburetor. 

Plate, serial, carburetor. 


Screw, 5—40 x 3/16 inch, 
R.H.M. 

Washer, lock, screw size 5. 
Plate, choke, carburetor. 
Shaft, choke, carburetor. 


22. 
ASE 
24. 
25. 


26. 
rie 


28. 


y 4 
30. 


cL e 
nye 


Eke 
34. 


35. 


36. 


Med. 
Dept. No. 


SR00314 
9R00932 
$R00672 
9R00934 


9R00936 
S$R00229 


SRO0816 


9R00938 
SRO00813 


9R00940 
SRO0815 


SR00297 
9R00942 


SR00330 


SRO0814 


9R00944 
SRO0817 


9R00946 
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Nomenclature 


Screw, 10-32 x ¥% inch, 
R.H.M 

Arm, choke, carburetor. 
Nut, 10 x 32, square. 
Needle, idle jet, carbu- 
retor. 

Spring, idle jet, carburetor. 
Wester, lock, screw size 
Sé 
Screw, 4-28 x Iq inch, 
hex 

Body, carburetor. 

Screw, 10-32 x !/ inch, 
fill. H.M. 

Arm, throttle, carburetor. 
Screw, 10-32 x 9/16 inch, 
hex H.M. 

Washer, screw size !/4. 
Stop, throttle arm, carbu- 
retor. 

Nut, 10 x 32, hex: For 
locking throttle adjusting 
screw. 


Screw, 10—32 x .¥% inch, 
fill. H.M.: For adjusting 
throttle. 


Shaft, throttle, carburetor. 
Screw, 5—40 x !4 inch, 
O.H.M. : 
Plate, throttle, carburetor. 
Body to bowl gasket of 
carburetor gasket set, 
9R00730. 


Figure 12. Carburetor parts—Continued. 
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(1) When installing a new carburetor it is necessary to separate the 
bowl from the body. 

(2) Use a new carburetor to manifold gasket. (See fig. 11, (23).) 

(3) Position carburetor on intake manifold, insert and tighten car- 
buretor base screws. 

(4).Connect manual choke control to choke arm. 

(5) Connect throttle linkage to throttle arm. 

(6) Use a new body to bowl gasket. (See fig. 12, (40).) 

(7) Position bowl on body. 

(8) Put lock washers (fig. 12, (27)) on both hex head screws. 

(9) Insert screws through body and fasten assembled bowl in place. 

(10) Connect carburetor fuel line. 

(11) Put air cleaner adapter in place. 

(12) Tighten adapter locking screw. 


62, ADJUSTING AND TESTING. a. Adjusting. There is no adjustment to 
be made within the carburetor. Adjustment and setting of the throttle arm 
and stop is covered under governor adjusting and testing. (See par. 77.) 


b. Testing. Start engine. (See par. 14.) It will require considerable 
cranking to fill the carburetor bowl. Check for leaks, hard starting, and un- 
steady operation of engine. 


Section XXIV. FUEL PUMP REPAIR 


63. GENERAL. This section contains supplemental instructions on the fuel 
pump service. (See par. 45.) Carefully read the instructions on fuel suppiy 
system service (sec. XVII) before proceeding with repairs covered in this 
section. 


a. Models. Model OTC—38 and model OTC-—38B are equipped with 
different fuel pumps. Both fuel pumps as complete assemblies are inter- 
changeable between models. The component parts of each fuel pump are not 
interchangeable with the other. Instructions contained in this section of the 
manual pertain only to the improved fuel pump on model OTC—38B. The 
instructions for removing, disassembling, cleaning, and inspection will gener- 
ally cover both fuel pumps. If inspection of disassembled parts of the model 
OTC-—38 fuel pump discloses necessary replacement of component parts the 
entire fuel pump assembly should be replaced with the model OTC—38B fuel 
pump assembly which is spare part No. 9R00740, fuel pump, complete. At- 
tach a notation to the unit that this change has been made. All spart parts 
supplied are for the model OTC—38B fuel pump only. 


b. Spare Part No. 9R00758, Fuel Pump Kit. This kit is assembled to 
furnish the parts necessary for a general reconditioning of the fuel pump. 
When replacing any part of the fuel pump it is advisable to replace all the 
spare parts contained in the kit as a preventive maintenance service to avoid 
repeated fuel pump failure. The contents of the kit are illustrated and listed 
in figure 13. 
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Med. Med. 
Dept. No. Nomenclature Dept. No. Nomenclature 
1. 9ROO756 Gasket, fuel pump, bowl. 4. 9R00956 Gasket, valve, fuel 
2. 9R00745 Valve, fuel pump. aa 
3. 9R00948 Diaphragm and lever link, Sis 
fuel pump. 5. 9R00748 Gasket, fuel pump. 


Figure 13. Fuel pump kit, No. 9R90758. 
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Med. Med. 
Dept. No. Nomenclature Dept. No. Nomenclature 
1. 9RO0748 Gasket, fuel pump. 14. $SRO0280 Screw, 8-32 x 5% _ inch, 
2. 9R00739 Spring, lever, fuel pump. fill. H.M. F 
3. 9R00743 Body, upper, fuel pump. 15. SROOI52 Washer, lock,“screw size 8. 
4. 9R00745 Valve, fuel pump: Pres- 16. 9R00948 Diaphragm and lever link, 
sure, fuel pump. 
5. Fuel pump outlet. 17. 9RO00745 Valve, fuel’ pump: Vacuum. 
6. 9R00757 Yoke, bowl, fuel pump. 18. 9RO0950 Spring, diaphragm, fuel 
7. 9R00752 Screen, fuel pump. pump. 
8. 9R00747 Cap, bowl, fuel pump. 19. SROOIOS Screw, 6-32 x % inch, 
9. 9R00753 Nut, bowl yoke, fuel pump. R.H.M. 
10. 9R00754 Bowl, fuel pump. 20. 9R00952 Body, lower, fuel pump. 
11. 9RO0756 Gasket, fuel pump, bowl. 2; Diaphragm link: and lever 
12. 9R00956 Gasket, valve, fuel pump. : connection. 
Fuel pump inlet. 22. 9RO0954 Lever, fuel pump. 


Figure 14. Fuel Pump. 
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64. REMOVING AND DISASSEMBLING. a. Removing. (1) Allow en- 
gine to cool completely. 

(2) Close fuel tank shut-off petcock. (See fig. 5, (9).) 

(3) Remove fuel tank line. Disconnect swivel end first. 

(4) Remove carburetor fuel line. Disconnect swivel end first. 

(5) Remove two fillister head screws (fig. 14, (14)) which fasten the 
governor adjusting spring bracket to the fuel pump flange. Remove the bracket 
from the fuel pump. .Do not disturb the adjustment of the governor adjusting 
spring and nut. 

(6) Remove both screws which fasten fuel pump to the adapter. (See 
fig. 8, (3).) N 

(7) Remove fuel pump from fuel pump adapter. Some difficulty may 
be encountered when disengaging the fuel pump lever (fig. 14, (22)) from 
the push rod (fig. 8, (2)). It may be necessary to revolve the starter rope 
pulley to bring the push rod to its lowest position and at the same time lifting 
upward on the fuel pump. 


b. Disassembling. (1) Invert fuel pump. 

(2) Loosen bowl yoke nut. (See fig. 14, (9).) 

(3) Swing bowl yoke (fig. 14, (6)) to side of. bowl (fig. 14, (10)). 

(4) Some force may be necessary to loosen bowl because it becomes firmly 
seated in the bowl gasket. (See fig. 14, (11).) Avoid unnecessary spilling 
of the gasoline. 

(5) Lift screen (fig. 14, (7)) from the center well of the upper body. 

(6) Pump need no longer be held in the inverted position. 
- (7) Remove the four remaining fillister head screws from the fuel pump 

ange. 
=(8) Remove upper fuel pump body (fig. 14, (3)) from lower body. 

(See fig. 14, (20).) 

(9) Remove both round head screws (fig. 14, (19)) from the valve 
plate. 

(10) Remove valve plate. 

(11) Remove both fuel pump valves. (See fig. 14, (4) and (17).) 

(12) Remove diaphragm and lever link (fig. 14, (16)) by pressing 
upward on the external part of lever and holding it in the upper position 
and at the same time pressing downward on the diaphragm in such a manner 
as to swing the lever link off the lever connecting hook. (See fig. 14, (21).). 
Lift diaphragm from body. 

(13) Remove diaphragm spring. (See fig. 14, (18).) 

(14) It will not be necessary to disassemble the fuel pump lever and 
lever spring. (See fig. 14, (2).) 
65. CLEANING, INSPECTING, AND REPLACING PARTS. a. Cleaning. 
Follow instructions for cleaning fuel pump bowl and screen. (See par. 45.) 
Use dry-cleaning solvent to clean additional disassembled parts. 

b. Inspecting disassembled parts. (1) Lever spring. Inspect for 
breakage. 

(2) Bowl. Inspect for cracks. 

(3) Screen. Inspect for excessive gum and punctures. 

(4) Diaphragm spring. Inspect for breakage. 
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c. Replacing defective parts. (1) See instructions for replacement of 
pump on model OTC—38. (See par. 63b.) 

(2) New gaskets and parts contained in fuel pump kit (fig. 13) will 
be installed when reassembling and installing. (See par. 66.) 

(3) Parts found to be defective during inspection of disassembled parts 
(b above) will be replaced with new when reassembling and installing. 


66. REASSEMBLING AND INSTALLING. a. Reassembling. (1) Posi- 
tion diaphragm spring in lower body of fuel pump. 

(2) Position new diaphragm (fig. 13, (3)) on the lower body. It will 
be helpful to invert the lower body and work from the underside when engag- 
ing the diaphragm lever link to the lever connecting hook. When the dia- 
phragm can not be lifted from the pump body it indicates that the diaphragm 
link is engaged with the lever connecting hook. Further check by moving 
the external portion of the lever and watching the reaction on the diaphragm. 
Do not continue the assembly until certain this engagement has been made. 

(3)\ Place new fuel pump valve gaskets (fig. 13, (4)) in position. Be 
certain the old gaskets have been removed. 

(4) Install new fuel pump valves. (See fig. 13, (2).) Both valves 
are interchangeable. The function of the valve is determined by its position 
in the upper body of the pump. The pressure valve (fig. 14, (4)) is installed 
with the spring up and on the outlet (fig. 14, (5)) side of the pump. The 
vacuum valve (fig. 14, (17)) is installed with the spring down and on the 
inlet (fig. 14, (13)) side of the pump. 

(5) Position valve plate. 

(6) Insert and tighten valve plate round head screws. 

(7) Position upper body on lower body and line up screw taps of dia- 
phragm and both bodies. Position pump inlet and outlet in relationship to 
lower body as illustrated in figure 14. 

(8) Insert and tighten four of the six screws in pump flange, omitting 
the two screws which fasten the governor adjusting spring bracket in place. 
Be certain all lock washers (fig. 14, (15)) are in place. 

(9) Put screen in position. 

(10) Use a new bow! gasket. (See fig. 13, (1).) 

(11) Put bowl in position. 

(12) Swing yoke over bowl and tighten down bowl yoke nut. 

b. Installing. (1) Turn starter rope pulley until fuel pump pen rod 
reaches its lowest position. It may be necessary to press downward on rod 
to make it follow the cam travel. 

(2) Use a new fuel pump gasket. (See fig. 13, (5).) 

(3) Insert cup end of fuel pump lever into the adapter and over the 
push rod. Be certain the cup is engaged with the tee before continuing the 
installation. 

(4) Insert and tighten both fuel pump to ae SCreWs. 

(5) Position governor adjusting spring bracket on the fuel pump flange. 

(6) Insert and tighten the two remaining flange screws. 

(7) If setting of governor adjusting spring and nut has been changed, 
follow the instructions for adjusting. (See par, 77a.) 

(8) Connect carburetor fuel line to the fuel pump outlet. 

(9) Connect fuel tank line to the fuel pump inlet. 

(10) Open fuel tank shut-off petcock. 
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67. ADJUSTING AND TESTING. a. Adjusting. There is no adjustment to 
be made on a reconditioned fuel pump. 
b. Testing. Follow procedure for testing the fuel supply system. (See 


ype Section XXV. MAGNETO REPAIR 
68. GENERAL. This section contains instructions for the service of the mag- 
neto. Carefully read the instructions on the ignition system service (sec. XVI) 
before proceeding with the repaits covered in this section. 


69. REMOVING AND DISASSEMBLING. a. Removing. Remove the four 
wing nuts (fig. 1, (3)) from base and skid panel studs. 

(2) Lift the entire unit from the base and skid panel and place it 
on a bench with the engine end of the unit even with the front edge of the 
bench. 

(3) Remove the four exhaust muffler screws. 

(4) Remove the exhaust muffler from the engine. 

(5) Insert a socket wrench through the blower housing grill and loosen 
the nut in the center of the blower wheel one and one half turns. If necessary 
to lock crankshaft by means of the blower fins use the inner edge of a fin and 
use extreme care not to damage fins. 

(6) Insert a block of hardwood through the grill and against the nut 
and give a sharp blow with a hammer to loosen the blower wheel from the 
tapered shaft. 

(7) Remove the nut. 

(8) Remove blower housing screws. 

(9) Pull blower housing forward against carrying frame. 

(10) Reach inside the housing and disconnect the wires from the stop 
buttons. (See fig. 5, (19).) These are spring type connections. 

(11) Pull blower wheel off shaft into blower housing. 

(12) Turn blower housing counterclockwise about 45° and remove 
blower wheel and housing through the bottom of carrying frame. 

(13) Use any means available to mark each wire and its respective 
terminal. Unscrew and unsolder wires leading from magneto assembly. 

(14) Note the atrow near the top of magneto back plate. (See fig. 7, 
(5).) ; 

(15) Mark the gear case at a point that coincides with the point of the 
arrow. 

(16) Remove both screws from the slotted holes in the back plate and 
remove the magneto assembly. 

b. Disassembling. Do not remove the two laminated magneto coil shoes 
(fig. 7, (2)) from back plate unless the coils or plates require replacing. Test 
coils. (See par. 70b.) 

(1) If coil shoes are removed use a sharp steel point to mark their posi- 
tions on back plate. 

(2) Carefully observe the arrangement of the coil connections and the 
positions of the right coil (fig. 7, (3)) and the left coil. (See fig. 7, (4).) 
Note that the high tension terminals are about 15/32 inch from the nearest 
point on the coil shoes and this spacing serves as a safety gap. 

(3) Slip the insulating tube from the connection between the coils. 

(4) Unsoider the connection. 

(5) Each coil is retained by the bent end of a lamination. Straighten 
these ends and remove coils. 
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70. CLEANING, TESTING, INSPECTING, AND REPLACING PARTS. a. 
Cleaning parts. Use a clean cloth, slightly dampened with dry-cleaning sol- 
vent to wipe any oil and dirt from the coil shoes, back plate, and inner side 
of blower wheel. : 

b. Testing coils. (1) Use test meter in Medical Department mainte- 
nance and repair tool set, 9N45705. 

(2) Set meter for continuity test. 

(3) Connect meter leads to terminal ends of one coil. Meter should 
show continuity. 

(4) Connect a meter lead to one terminal end of a coil and move other 
meter lead about the exterior of the same coil. If meter shows continuity dur- 
ing this test it indicates faulty external insulation. 

(5) It is possible for the coil to be internally shorted which is cause 
for replacement. This defect is difficult to detect by means of a test meter. 
An internal short would show the coil to have less resistance than the other 
and would, if the short is serious, result in too little output to bridge the 
spark plug gap during the ignition system test. (See par. 40.) 

c. Inspecting disassembled parts. (1) Coél shoes. Inspect for excessive 
rust of corrosion.’ 

(2) Wiring. Inspect for frayed or worn insulation. . 

d. Replacing parts. Parts which are found to be defective will be 
replaced with new when reassembling. (See par. 71a.) 


71. REASSEMBLING AND INSTALLING. a. Reassembling. (1) Slip- 
coils on coil shoes. Be careful not to damage the insulation of the coils. 
(2) Bend one lamination over the end of each coil to retain it in posi- 
tion. Again be careful not to damage the coil insulation. 
(3) Solder the intercoil wire connection. 
(4) Slip insulating tube over the intercoil connecting wire. 
(5) If coil shoes have been removed position them exactly as marked 
when disassembling. 
(6) Insert four screws through shoes and fasten to back plate. 
(7) To aid in determining proper connections make use of the wiring 
diagram. (See fig. 15.) 
b. Installing. (1) Insert both screws through slotted holes of back plate 
and screw into taps in gearcase. Do not tighten. 
_ (2) Position back plate until the arrow is exactly in line with the mark 
place on the gearcase during disassembly. 
Note. At this point of reassembly any adjustment of timing (par. 72a), found 
to be necessary in previous operation, will be made. 
(3) Tighten both back plate screws securely. 
(4) Solder spark plug cables and stop button wires in position. 
(5) Place blower wheel within blower housing and insert both through 
the bottom of the carrying-frame and turn until in approximate position. 
(6) Put blower wheel on shaft. . 
‘ (7) Snap stop button wires into the spring connectors at each stop 
utton, 
(8) Put blower housing in correct position and fasten all blower housing 
screws. 
(9) Install and tighten nut on shaft of blower wheel. Use a socket 
wrench. f 


58 


™ 8-630 
7! 
REPAIR INSTRUCTIONS 


MAGNETO Or cite 


a> at 
S S 
3 2 
Sz ee 
C <r Io 
IO: 
i >_> 
S& aS 
> <-> 


MAGNETO IGNITION 


CONDENSER 
lu 
a 
> 
a. 
STOP O STOP 
BUTTON rs BUTTON 
Gi aaa i aon 


Figure 15. Ignition system wiring diagram. 
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(10) Put new muffler gaskets (fig. 3, (9)) in place. 

(11) Position exhaust muffler on engine. 

(12) Insert and tighten the four exhaust muffler screws. 
(13) Replace unit on base and skid panel of carrying case. 
(14) Securely tighten the base panel wing nuts. 


72. ADJUSTING AND TESTING. a. Adjusting. 
Note. Right and left position and clockwise rotation as mentioned in this sub- 
paragraph will be as viewed from the gearcase end of the unit. 

(1) Mark exterior of blower wheel. (a) It will be notéd that the inner 
edge of the blower wheel has two opposing magnets. Each of the magnets has 
two surface areas. The blower wheel, when installed, turns counterclockwise 
and, using that direction of travel, determines the leading surface of each mag- 
net and the trailing edge of each surface. 

(4) Mark the position of the trailing edge of the leading surface of 
each magnet on exterior of blower wheel. 

(2) Mark position of magneto core on gearcase. (a) Position back 
plate until the arrow is exactly in line with the mark placed on gearcase. 

(2) Mark the position of the lower edge of the right coil core on 
the exterior of the gearcase. 

(3) Positioning breaker points. (a) Place blower wheel key in crank- 
shaft. 

(4) Place blower wheel on crankshaft. 

(c) Turn blower wheel until the top dead center mark (TC) is in line 
with the corresponding line on the gearcase. 

(d) Set test meter to indicate continuity. 

(e) Connect one test meter lead to the stationary point of the ignition 
breaker. 

(f) Connect the second test meter lead to the arm of the ignition breaker. 
Be certain this connection does not in any way retard or prohibit the movement 
of the breaker arm. 

(g) Turn the blower wheel clockwise until the meter shows the con- 
tinuity broken. Make this adjustment as fine as possible. If the meter needle 
is vibrating between a reading and no reading hold the blower wheel in that 
position. At this position the ignition breaker points are just opening. 

_ (A) Positioning the back plate. (a) When the breaker points are barely 
open, as described above, one mark on the blower. wheel should be 1/16 inch 
beyond, or below, the mark on the gearcase. 

(4) Determine the necessary direction and distance of movement of back 

late. 

; (c) Remove the blower wheel and make the predetermined adjustment 
of-the back plate. Tighten the screws which fasten the back plate of the © 
gearcase. 

(d) In this position the maximum spark is’ developed. 

(e) Mark the new position of the back plate on the gearcase. 


(f) Continue the installation of magneto. (See par. 71b.) 


b. Testing. (1) Coéls. Testing of the magneto coil is covered under 
replacing of magneto parts. (See par. 70b.) 


(2) Ignition system. Follow instructions for testing ignition system. — 
(See par. 40.) . 
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Section XXVI. GOVERNOR AND BOOSTER REPAIR 
73. GENERAL. a. This section contains instructions on the repair of the 


_ governor and booster. The existing setting of the governor and booster should 


never be changed unless necessary as after a major engine overhaul. 


b. Purpose of governor and booster. (1) Governor. The governor main- 
tains a constant engine speed of 1,800 RPM. This control is accomplished 
by means of four weights (fig. 16, (18)) pivoted on a revolving pivot 
plate, (fig. 16, (17)) which is fastened to the camshaft gear. When the . 
engine speed increases, the weights pivot outward and react on a series of 
shafts and links which throttle down the engine. If the engine speed de- 
creases, the weights are pivoted inward by the tension of the governor spring 
(fig. 16, (16)) and results in the throttlé opening and increasing the engine 
speed. This is a constant balancing of engine speeds but it will be noted that 
there must be a change in engine speed before the governor functions. | 


(2) Booster. The booster also maintains a constant engine speed of 
1,800 RPM but is on instantaneous electrical action. The booster coil (fig. 
16, (6)) is connected in series with one line to the cable outlet. When the 
X-ray load is placed on the generator, the current flow through the coil is 
increased, This reacts on the throttle linkage and opens the throttle to offset 
the drop in engine speed, which results from a load being placed on the 
generator. This, therefore, is the purpose of the booster, to open the throttle 
wider at the same instant the loa is applied to the generator, to avoid a de- 
crease in engine speed. If the governor were the only controlling member the 
engine speed would decrease momentarily until the governor leveled off the 
speed. 


74. REMOVING AND DISASSEMBLING. a. Removing governor. (1) 


_ Make a sketch which shows all details of existing adjustment, noting the 


number of threads exposed beyond nuts, length and position of arm, and the 
spacing between members. Use figure 17 as a guide for the sketch. ; 

(2) Slip governor spring from spring stud. (See fig. 16, (24).) 

(3) Mark position of booster housing (fig. 16, (7)) on booster bracket, . 
(ig. 36, (25) ) 2557 4 . 

(4) Loosen both screws which fasten booster housing to booster bracket. 

(5) Loosen governor arm rod screw. 

(6) Pry governor arm rod upward and off shaft of paddle. (See fig. © 


16, part (15).) 


Note. To repair internal mechanism of the governor, it is not necessary to further 
disassemble the external linkage and mechanism. 


_ (7) Remove the four wing nuts (fig. 1, (3)) from base and skid 
panel (fig. 5, (20)). 

(8) Remove both clamp brackets. (See fig. 1, (2).) 

(9) Lift the entire unit from the base and skid panel and place it on 
a bench with the engine end of the unit even with the front edge of the 
bench. 
. (10) Remove the four exhaust muffler screws. 

(11) Remove the exhaust muffler. 

(12) Insert a socket wrench through the blower housing grill and loosen 


_ nut in the center of blower wheel one and one half turns. If necessary to 
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Figure 17. Approximate governor and booster adjustments. 


Med. 
Dept. No. 


$R00330 
SROO814 


9R00942 


9R00944 
S$RO00813 


9R00860 
9R00864 
9R00842 
9R00844 
9RO00862 
9R00666 


$R00230 
$R00722 


Figure 
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Nomenclature 


Nut, 10 x 32, hex. 

Screw, 10-32 x 5% inch, 
fill. H.M. 

Stop, throttle arm, carbu- 
retor. : 

Shaft, throttle, carburetor. 
Screw, 10-32 x 'A inch, 
fill. H.M. 

Plunger, booster. 

Rod, control, throttle. 


Nut, adjusting, governor 
spring. 
Bracket, adjusting spring, 
governor. 


Screw, adjusting, governor 


spring. 

Spring, governor. 

Nut, '/4 x 20, hex. 

Screw, 14-20 x % inch, 
Allen H.M. 


EF; 


14. 


tS: 
16. 
17. 
18. 
19. 
20. 
21. 


22. 
yes 


24. 
25. 


26. 
27. 


28. 
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Nomenclature 


Slotted end of governor 
shaft, 9RO0866. 

Stud, spring, governor. 
Rod, arm, governor. 
Joint, ball, governor. 
Rod, control, throttle. 
Plunger, booster. 

Arm, throttle carburetor. 
Screw, 10—32 x 9/16 inch, 
hex H.M. 

Shaft, throttle, carburetor. 
Stop, throttle arm, carbu- 
retor. 

Nut, 10 x 32, hex. 

Screw, 10-32 x % inch, 
fill. H.M. 

Arm, throttle, carburetor. 
Screw, 10—32 x 9/16 inch, 
hex H.M. 

Stop flange on carburetor 
throttle arm, 9R00940. 


Approximate governor and booster adjustments—Continued. 
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lock crankshaft by means of the blower fins, use the inner edge of a fin and 
use extreme care not to damage fins. 

(13) Insert a block of hardwood through the grill and against the nut 
and give it a sharp blow with a hammer, to loosen blower wheel from 
tapped end of crankshaft. 

(14) Remove nut. 

(15) Remove the three blower housing screws. 

. (16) Pull blower housing forward against carrying frame. 

(17) Reach inside blower housing and disconnect wires from stop but- 
tons. (See fig. 5, (19).) These are spring type connections. 

(18) Pull blower wheel off shaft into blower housing. 

* (19) Turn blower housing counterclockwise about 45° and remove 
blower wheel and housing through bottom of carrying frame. 

(20) Remove spark plug shields. 

(21) Disconnect spark plug cables from spark plugs. 

(22) Remove the four screws which fasten gearcase (fig. 9, (34)) to 
crankcase. (See fig. 9, (12).) 

(23) Remove gearcase from crankcase. This will expose the internal 
moving parts of the governor. bsg: 

b. Disassembling governor. After the governor mechanism has been ex- 
posed (a above), it is unlikely that the governor will require further, dis- - 
assembly. Further disassembly should not be done unless required by a broken, 
damaged, or missing part of the internal mechanism. 

c. Removing booster. (1) Make a sketch which shows all details of 
existing adjustments noting the number of threads exposed beyond ‘nuts, 
length and position of arms, and the spacing between members. Use 5 news 
17 as a guide for the sketch. 

(2) Mark position of booster housing on booster bracket. 

(3) Remove both screws which fasten booster housing to booster bracket. 
(4) Remove booster housing from bracket. 

(5) Remove cotter pin from throttle control rod. (See fig. 16, (8). ) 
(6) Disconnect throttle control rod from carburetor throttle arm. 

(7) Disconnect throttle control rod from booster plunger. (See fig. 16, 
(3).) | 

(8) Remove booster coil and housing from plunger. 

d. Disassembling booster. 

Note. Booster need only be completely disassembled if booster coil is believed 
to be faulty. : 

(1) Test booster coil. (a) Remove both screws which fasten the face 
place of the conductor cable outlet to the outlet box, 

(6) Remove the outlet face plate. 

(c) Draw the receptacle far enough from the outlet box to expose the 
connections. 

(d) Disconnect one coil wire from the receptacle. 

(e) Slip the insulating sleeve from the connection of the second coil wire 
to one of the incoming AC brush wires. 

(f) Unscrew connection. 

(g) Use the test meter from the Medical Department maintenance and 
repair toa chest, 9N45705. 

(4) Set test meter for testing continuity. 

(7) Connect test meter leads to disconnected coil wires. If test meter 
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_ indicates; continuity the coil. is good and no further disassembly is required. 
If test: meter does not indicate continuity the coil is defective. Continue 
_ disassembly. 

(2) Straighten connecting loops at outlet end of coil wires. 

(3) Loosen setscrew which fastens conduit to booster housing. 

(4) Loosen screw which locks conduit to cable outlet box. 

(5) Remove coil wires from conduit by pulling booster housing and 
coil away from conduit. 


75. CLEANING, INSPECTING, REPLACING, AND LUBRICATING PARTS. 
a. Cleaning governor parts. (1) Use a clean cloth soaked with dry-clean- 
ing solvent to wipe all oil and dirt from the disassembled and exposed parts. 


(2) Follow with a dry lintless cloth to wipe same parts clean and dry. 


b. Inspecting governor parts. (1) Weights and weight pins. Inspect the 
four weights and weight pins (fig. 16, (19)) for freedom of movement. 

(2) Pivot plate. Inspect for alignment of pivot pin plate brackets and 
that they are securely fastened to the camshaft gear. 

(3) Cup and stud. Inspect the cup and stud (fig. 16, (20)) for free- 
dom of horizontai movement. 

(4) Paddle and shaft. Inspect for freedom of rotary movement in upper 
bearing (fig. 16, (11)) and lower bearing (fig. 16, (13)). There should be 
no horizontal or vertical movement of shaft in bearing. 

c. Replacing governor parts. Any binding of parts, detected during 
inspection of parts (b above), will best be corrected by proper alignment and 
lubrication (d below) rather than replacement, particularly weight pins and 


_ . pivot plate brackets. 


d. Lubricating parts. Use one drop of engine oil (OE), of the type 

specified in WD Lubrication Order 5001 (par. 26), at each of the following 
oints: 
: (1) Between each of the four governor weights and weight pins. 

(2) Between each of the four governor weights and the governor cup 
~ and stud. 

(3) Between paddle and stud. One drop of oil in the upper bearing will 
be sufficient to lubricate also the shaft spacer (fig. 16,,(12)) and the lower 
bearing. 

e. Cleaning booster parts. (1) Use a clean cloth slightly dampened 
with dry-cleaning solvent to wipe oil and dust from the disassembled metal 
parts. Do not wipe: the coil with the solvent cloth. 

(2) Follow with a clean dry lintless cloth to clean and dry the same 
parts. Clean both outside and inside of coil with this cloth. 

f. Inspecting ‘parts. Inspect disassembled parts for excessive rust or 
corrosion. Condition of coil will have been previously determined by test 
(par. 74d) when disassembling booster. 

-«g. Replacing parts. If coil has been found to be defective, replace it 
with new one when reassembling booster. (See par. 76c.) Spare part No. 
9RO0808 is a complete assembly including the coil (fig. 16, (6), housing 
(fig. 16, (7)), and both housing covers (fig. 16, (4)). 

h. Lubricating parts. Use one drop of engine oil (OE), of the type 
specified -in WD Lubrication Order 5001 (par. 26), at the governor ball joint. 
(See fig. 16, (2).) Do not put any lubrication on the booster plunger. 
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76. REASSEMBLING AND INSTALLING. a. Reassembling governor. Re- 
assemble any new part which may have been defective and required removal 
and replacement during inspection of governor. (See par. 75b.) 


b. Installing governor, (1) Use new gearcase gasket. 

(2) Be certain governor shaft and paddle is in position so the paddle 
will be in contact with the governor stud. 

(3) Position gearcase on crankcase. 

(4) Insert and tighten the four gearcase screws. 

(5) Connect spark plug cables to spark plugs. 

(6) Fasten spark plug shields in place. 

(7) Place blower wheel in blower housing. 

(8) Insert both through under side of carrying frame and turn until 
in approximate position for fastening to engine. 

(9) Force blower wheel on shaft. Be certain it slips over keyed ridge. 

(10) Connect stop button wires to stop button. 

(11) Insert and tighten the three blower housing screws. 

(12) Place washer, lock washer, and nut on blower wheel shaft. 

(13) Use piece of wood to drive wheel in place. 

(14) Tighten blower wheel shaft nut. 

(15) Use new exhaust muffler gaskets. (See fig. 3, (9).) 

(16) Position the exhaust muffler on engine. 

(17) Insert and tighten the four muffler screws. 

(18) Replace unit on base and skid unit. 

(19) Position both clamp brackets over the carrying frame and on the 
studs of the base panel. 

(20) Screw down the four wing nuts on the base stud. 

(21) Place governor arm rod on the paddle shaft extending above the 
gearcase. 

(22) Move booster housing to previously marked position on booster 
bracket. (See par. 74a.) 

(23) Tighten both booster bracket screws. 

(24) Connect governor spring to spring stud. 

(25) For final adjustment follow instructions for adjusting governor and 
booster. (See par. 77.) 

c. Reassembling booster. (1) Insert booster coil wires through conduit. 

(2) Tighten conduit setscrew in booster housing. 

(3) Insert exposed coil wires into the cable outlet box. 

(4) Bend exposed coil wire ends to form connecting loops. 

(5S) Connect one coil wire to the open stud on the cable outlet receptacle. 

_ (6) Connect second coil wire to the open AC brush wire within the 

outlet box. 

(7) Insert screw through coil wire and brush wire connection, put nut 
in place, and tighten connection. 

(8) Slide insulating sleeve over the connection. Tape the sleeve in place. 

(9) Insert conduit into the locking sleeve on the cable outlet box. 

(10) Tighten conduit locking screw in outlet box. 

(11) Position receptacle in outlet box and place the face plate over box. 

(12) Insert and tighten both face plate screws. 

d. Installing booster. (1) Place booster housing over booster plunger 
so it will be in proper position for fastening to booster bracket. 
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(2) Connect throttle control rod to booster plunger. Use the sketch 
made when removing. (See par. 74c.) 

(4) Be certain the distance from the bent end of the throttle connecting 
wire to the governor ball joint is the same as when removed. 

(4) Have bent end of throttle control rod in position to connect into 
the carburetor throttle arm. 

(3) Connect throttle control rod to ‘carburetor throttle arm. 

(4) Bend throttle control rod cotter pin in place. 

(5) Place booster housing on booster bracket at the previously marked 
position. (See par. 74c.) . 

(6) Insert both booster housing screws and tighten housing in correct 
position on bracket. 

(7) For final adjustment follow the instructions on governor and booster 
adjustment. (See par. 77.) 


77. ADJUSTING AND TESTING. a. Adjusting. Do not change any exist- 
ing adjustments unless made necessary by complete disassembly of carburetor, 
booster or governor. 

(1) Setting carburetor throttle arm and stop. These are approximate set- 
tings and may a ie slight changes after testing. (See b below.) 

(2) Loosen throttle arm stop to carburetor screw. (See fig. 17, (5).) 

(4) Loosen throttle arm adjusting screw lock nut. (See fig. 17, (1).) 

(c) Turn out throttle arm stop adjusting screw (fig. 17, (2)) until it 
is entirely within the throttle arm stop. 

(d) Grasp the opposite end of the carburetor throttle shaft (fig. 17, 
(4)) and turn it clockwise, view as in figure 17, as far as possible. This will 
place the throttle plate in the closed position. 

(e) Hold throttle shaft in closed position and set carburetor throttle 
arm (fig. 17, (26)) at an angle of 30° to the right of vertical as shown in 
figure 17. 

(f) Tighten throttle arm screw. There should be a few thousandths of 
an inch clearance between the throttle arm and the shaft washer behind it to 
_ prevent any binding. 

(g) Turn in the throttle arm stop adjusting screw until two threads are 
exposed as in figure 17. 

(4) Tighten stop adjusting screw lock nut. 

(2) Set throttle arm stop (fig. 17, (3)) until the adjusting screw is in 
contact with the stop flange (fig. 17, (28)) on the throttle arm with throttle 
- still held in closed position. 

(j) Tighten throttle arm stop to carburetor screw. (See fig. 17, (5).) 

(2) Setting governor arm and linkage. These ate approximate settings 
and may require slight changes after testing. (See b below.) 

_ (4a) Loosen spring stud (fig. 17, (15)) lock nut. 

(4) Turn spring stud until the position of the spring (fig. 17, (11)) 
hook on the stud is 3 inch from the center of the slotted end of governor 
paddle shaft (fig. 17, (14)) as shown in figure 17. 

(c) Tighten spring stud lock nut. 

(4) Loosen throttle rod (fig. 17, (7)) to plunger (fig. 17, (6)) lock nut. 


(e) Turn throttle rod into or out of plunger until the distance from 
center line of throttle rod end to pivot joint of ball joint (fig. 17, (17)) is 
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4% inches as shown in figure 17. Do not vary the lg inch gap beiwecs lock 
nuts on plunger and ball joint. 

(f) Tighten throttle rod to plunger lock nut. 

(g) Check position of ball joint in relation to governor rod arm. (See 
fig. 17, (16).) The ball joint housing must rest directly over the ball and 
not be tilted to either side or angled up or down from the pivot point. Correct 
any variation from this position by loosening throttle rod to plunger lock 
nut and turn plunger to right or left until ball housing is directly over ball. 
Then tighten lock nut. 

(4) Check entire governor mechanism for freedom of movement. 

(7) Check that arm rod nut (fig. 17, (12)) is loose. 

(j) Place a piece of 1/16-inch material, of any sort, between the stop 
flange of the throttle arm (fig. 17, (28)) and the throttle stop adjusting 
screw. Hold throttle arm against the stop. 

(£) Turn slotted end of paddle shaft (fig. 17, ee clockwise viewed 
from the top, as far as it will go. 

(/) Tighten arm rod nut. 

(m) Remove 1/16 inch wedge from between the throttle arm stop 
flange and adjusting screw. 

(7) Check that the 1/16 inch gap remains between stop flange and ad- 
justing screw. 

(3) Setting booster coil housing. These ate approximate settings and may 
require slight changes after testing. (See b below.) ~ 

(4) Check position of plunger through bore of coil. It should be nearly 
centered within the bore through all movement of the linkage. The throttle rod 
end of the plunger should be approximately even with the same end of the 
coil when throttle is in full open position. 

(4) Loosen screws which fasten coil housing to bracket and bracet to 
breather tube as necessary to position coil as previously stated. Make cor- 
rection of coil position and tighten screws. 

b. Testing and final adjustment. (1) Start plant (par. 14) and allow . 
it to warm up. (See par. 15.) 

(2) Set test meter on 0 to 150 volt scale. 

(3) Connect test meter leads across cable outlet receptacle. 

(4) Turn governor spring adjusting nut (fig. 17, (8)) clockwise or 
counterclockwise as necessary until test meter indicates 127 volts to 131 volts. 
If an engine revolution counter is available, check to see that the engine is 
Operating at approximately 1,770 to 1,830 RPM and producing 127 volts 
to 131 volts respectively. 

(5) Manually hold throttle in closed position. The voltage will drop as 
indicated by the test meter. 

(6) Loosen stop adjusting screw lock nut. 

(7) Turn stop adjusting screw clockwise until test meter indicates a 
minimum of 115 volts. 

(8) Tighten stop adjusting screw lock nut. _ 

(9) Loosen spring stud lock nut. 

(10) Slowly turn spring stud to move the spring loop closer to the 
paddle shaft. (See fig. 17, (14).) When governor begins hunting or the 
engine operation becomes unsteady turn the stud to move spring loop away 
from paddle shaft. In this manner determine the position of the stud nearest 
the paddle shaft and still permitting an even and steady engine operation. 
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This adjustment gives the mechanism the maximum sensitivity and limits the 
variation of engine speed under no load and load on to a minimum. 
(11) Tighten spring stud lock nut. 


Section XXVIIl. CYLINDER AND CRANKCASE MECHANISM REPAIR 


78. GENERAL. a. Scope. This section contains instructions for disassembly, 
inspection, repair, and reassembly of the cylinders, crankcase and the internal 
functional parts of the engine. Major repairs of the engine, as outlined in this 
section, should be done only by maintenance personnel having previous train- 
ing in the repair of gasoline engines. 

b. aa These instructions are in general for both model OTC—38 
and model OTC—38B. Where certairl parts or operations are not applicable 
to both models, separate paragraphs are used for each model. 

c. Clearances. 


Connecting rod bearing (diameter) 2.00.2 .001—.002 inch 
Connecting rod bearing as play)» bras Nacateeweeeee .002—.005 inch 
Camshaft bearing, front .............. iene cee eh 1 00250035 1pes 
emeereaet Pati. feata 22 hee a, sa .0015—.002 inch 
Crankshaft bearing (diameter) ........ccccecssssteeeseentt .0015—.002 inch 
IE ES TRA C1 SEE 1") a ie a Ie ROR ON .008—.012 inch 
Gents 3 iis TRESS ENT hs Bee ok IO Liat OA PONS aE te .002—.005 inch 
(EES LS ELS RE 7a eo SR .  .005—.006 inch 
ESS TOT TE a a ne Hand push fit. 
Piston pin PMN ee ea ee a a eh, el .0002—.0005 inch 
Piston ting gap .. ra SacI Mere Spee ee oan 010 inch 
Sy Se ail eer a ean kee .031—.078 inch 
Valve stem in guide, exhaust 0.020000. Loose .002—.003 inch 
mae dem in guide: thtake 2220 satis .002~.003 inch 
magne tappet, exhaust 2 fo i fe ste el .008—.010 inch 
Wire RPE. AEBS os eo te, ? OMG 008) inch 


79. REMOVING EXTERNAL PARTS AND ASSEMBLIES. a. Remove air 
cleaner and adapter. (1) Loosen adapter locking screw. (See fig. 7, (28).) 

(2) Lift air cleaner and adapter from the breather tube. It is not 
necessaty to remove the air cleaner from the adapter. 

b. Remove exhaust muffler. (1) Remove four screws which fasten 
exhaust muffler to the cylinders. 

(2) Lift exhaust muffler from engine. 

(3) Remove exhaust muffler gaskets. (See fig. 3, (9).) 

c. Remove fuel pump. (1) Slip loop of governor spring (fig. 17, (11)) 
off the spring stud (fig. 17, (15)). 

(2) Close fuel tank shut-off petcock. (See fig. 5, (9).) 

(3) Place empty container under the fuel tank line. (See fig. 5, (14).) 

(4) Remove fuel tank line. Remove the swivel end first to avoid damage 
to the line. 

(5) Drain gasoline from line into container. 

(6) Place container near carburetor fuel line. (See fig. 8, (12)-) 

(7) Remove carburetor fuel line. Remove swivel end first to avoid 
damage to the line. 

(8) Drain gasoline from line into container. 
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(9) Remove both screws which hold fuel pump adapter (fig. 8, (3)) 
to the crankcase. It is not necessary to remove fuel pump from adapter. 

(10) Lift entire fuel pump and adapter from crankcase. 

(11) Remove fuel pump adapter gasket. 

d. Remove booster coil. (1) Remove cotter pin from throttle control 
rod. (See fig. 17, (18).) 

(2) Remove throttle control rod from carburetor throttle arm. (See 
fig. 17, (20).) 

(3) Remove ball joint from governor arm rod. 

(4) Booster can be removed with breather tube. 

e. Remove breather tube. (1) Remove both screws which fasten 
breather tube to crankcase. 

(2) Remove breather tube. 

(3) Remove breather tube gasket. 

f. Remove carburetor and intake manifold. (1) Remove the four 
screws which fasten the intake manifold adapters to the cylinders and the 
_ two screws which fasten the center section of the intake manifold to the 
crankcase. 

(2) Lift the entire intake manifold assembly and the carburetor from 
the engine. 

(3) Remove the intake ataaiatd adapter gaskets, 

g. Remove ignition breaker box. (1) Remove the screw which fastens 
cover on ignition breaker box. 

(2) Remove cover. 

(3) Disconnect magneto wire (fig. 7, (1)) from condenser (fig. 7, 
(43)). 

(4) Remove both screws which fasten ignition breaker box (fig. 7, (35)) 
to crankcase. 

(5) Remove breaker box. 

(6) Remove breaker plunger. (See fig. 7, (40).) 

h. Remove fuel tank. (1) Tighten fuel tank cap. 

(2) Close fuel tank cap shut-off screw. 

(3) Remove the four screws which fasten fuel tank brackets to generator. 

(4) Remove fuel tank from generator. 


80. DISSASSEMBLING. a. Dismount unit from carrying frame. (1) Re- 
move the four wing nuts (fig. 1, (3)) from the studs on the base and skid 
panel. 

(2) Remove both bracket clamps. (See fig. 1, (2).) 

(3) Place wood blocks on floor to take weight of unit off the carrying 
frame. 

-(4) Two men should lift the unit by the carrying frame from the base 
- panel and place it on the prearranged wood blocks. Be certain the blocks, and 
not the carrying frame, support the unit. 

(5) Remove the screw from the underside of the carrying frame which 
fastens carrying frame to generator frame. 

(6) Remove the four screws which fasten oil base to carrying frame. 

(7) Lift left side of unit until clear of carrying frame oil base bracket. 

(8) Move unit to the left until oil drain fitting is clear of the right 
oil base bracket of the carrying frame. 

(9) Lift unit from carrying frame. 
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b. Remove generator from engine. (1) Remove the two screws from 
the ends of the bell housing band. (See fig. 10, (6).) 

(2) Remove band from generator. 

(3) Disconnect the generator leads from the’ conductor cable outlet. 
Mark the connector stud of each lead. 

(4) Disconnect the two lead wires of the field coil sets (fig. 10, (1)) 
from their respective terminals on the brush rig (fig. 10, (16)). It is 
important to mark the terminals to Sagihcase connect the wires when reassembl- 


_ ing the generator. 


(5) Raise the eight brushes in the holders so that the springs rest on the 
sides of the brushes and will retain them in the raised position. 

(6) Loosen setscrew in hub of starter rope pulley. (See fig. 10, (11).) 

(7) Remove starter rope pulley from shaft of armature. (See fig. 10, 
(25).) 

_ (8) Remove both screws which fasten generator bearing cover. (See fig. 
10, (9).) 

(9) Remove bearing cover. 

(10) Remove bearing cover gasket. (See fig. 10, (8).) 

(11) Remove the four generator frame stud nuts. (See fig. 10, (12).) 

(12) Remove generator end bell housing. (See fig. 10, (5).) 

(13) Remove generator frame. (See fig. 10, (4).) 

(14) Loosen armature stud nut. (See fig. 10, (19).) 

(15) Place a block of hard wood against the armature stud nut. Strike 
the block of wood a sharp blow with a heavy hammer. This will free the 
armature shaft from the crankshaft. 

(16) Remove armature stud nut. 

(17) Slide armature off the armature stud. Support the weight of the 
armature so that the stud will not be bent. 

(18) Remove armature stud (fig. 10, (27)) from crankshaft. 

(19) Remove the four generator frame studs (fig. 10, (10)) from the 
generator support. 

c. Remove air housings. (1) Remove the upper and the two lower 


_ screws which fasten blower housing to engine. 


(2) Carefully pull Leda from engine until the stop button wires 
are accessible. 

(3) Pull wires from stop buttons. These are snap connections. 

(4) Complete the removal of the blower housing. 

(5) Remove the three screws from each cylinder air housing. 

(6) Remove both cylinder air housings. 


d. Remove cylinder heads and cylinders. (1) Remove screws from 


spark f plug shields. 


(2) Remove spark plug shields. 

(3) Disconnect spark plug cables. 

(4) Remove spark plugs. Do not lose plug gaskets. 

(5) Remove nuts from the six head studs of each cylinder. 
(6) Remove cylinder heads. (See fig. 18, (3) and (13).) 
(7) Remove cylinder head gaskets. (See fig. 18, (4).) 

(8) Remove screw from each valve cover. (See fig. 18, (5).) 
(9) Remove valve covers. 


_ (10) Remove valve cover gaskets. (See fig. 18, (6).) 
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9RO0866 
9R00604 


9RO0610 
9RO0612 
9R00627 
9R00628 
9R00606 
9RO0711 


9RO1000 
9R00700 
9R00960 


9RO00701 
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Nomenclature 


Shaft and paddle, gover- 
nor. 

Cylinder, 234 

L/H. 

Head, cylinder, L/H. 
Gasket, cylinder head. 
Cover, valve. 
Gasket, vaive cover. 
Gasket, cylinder base. 
Crankcase: For model 38B 
(illustrated ). 

Crankcase: For model 38. 
Crankcase, with bearing 
plate assembly: For model 
38B (illustrated). 
Crankcase, with bearing 
plate assembly: For model 
38. 

Bearing plate and gener- 
ator support. 

Gasket, bearing plate and 
generator support. 


inch, 


2 Ft 


* Figure 18. 
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Med. 
Dept. No. 


9R00602 


9RO0608 
9R00706 
SRO00451 
SRO0215 


9R00705 
9R00704 
9R00698 
9R00689 
9R00710 
9R00964 
9R00708 


9R00962 


0 


Ke 
O@-9 5—_® 


Nomenclature 


Cylinder, C.l., 23% 
R/H. 

Head, cylinder, R/H. 
Plug, oil. 

Coupling, pipe, 3% inch. 
Nipple, close, pipe, % 
inch: For oil drain. 
Gasket, oil base 


inch, 


Base, oil. 

Gasket, oil pump: For 
model 38B. 

Cover, oil pump: For 
model 38B. 

Gasket, gearcase: For 
model 388 (illustrated). 
Gasket, gearcase: For 
model 38. 


Gearcase: For model 38B 
(illustrated). 
Gearcase, aluminum: 
model 38. 


For 


Engine assembly, structural parts. 


Med. 
Dept. No. 


9R00837 
9R00693 
9R00682 
9R00680 
9RO00660 
9RO0659 


9R00678 
9RO0656 
9RO0616 
9RO0614 
9R00625 
9R00624 
9R00618 
9R00620 
9R00626 
9R00623 


9R00654 
9R00678 


- — 9R00658 


9R00676 
9R00641 


9R00640 
9R00639 


REPAIR INSTRUCTIONS 


Nomenclature 


Nut, drive gear, oil pump. 
Gear, drive, oil pump. 
Nut, crankshaft. 

Gear, crankshaft. 

Gear, crankshaft. 

Washer, spacer, camshaft 
gear. 

Bearing, crankshaft. 
Bearing, camshaft, front. 
Valve, exhaust. 

Valve, intake. 

Insert, valve seat. 

Pin, valve. 

Guide, valve. 

Springs, valve. 

Washer, valve. 

Lifter, valve: With tappet, 
9R00622. 

Camshaft. ’ 
Bearing, crankcase. 
Bearing, camshaft, rear. 
Seal, oil, crankshaft. 
Insert, rod, connecting 
bearing. 

Rod, connecting, complete. 
Bushing, piston pin. 


Figure 19. 
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9R00630 
9R00629 
9R00638 


9R00687 
9R00696 
9R00637 
SRO0809 
9R00674 
9R00685 
SR00664 


9R00697 
9R00683 


9R00691 


“9RO0695 
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Nomenclature 


Piston, 234 inch bore. 
Pin, piston. 

Ring, lock, piston pin. 

Oil ring of piston ring set, 
9R00632. 

Compression ring of pis- 
ton ring set, 9R00632. 
Valve, relief, oil pump. 
Screen, oil pump. 
Washer, connecting 
screw. 

Screw, '/44—-28 x | inch hex 
head, cap: For connecting 
rod. 
Crankshaft. 
Body and 
pump. 
Nipple, long, pipe, Vg inch 
x 2'/g inch. 

Cup, intake, oil pump. 


rod 


idlershaft, 


oil 


Ring, screen lock, oil 
pump. 
Gear and shaft, body 


driver, oil pump. 
Gear, idler, oil pump. 


Engine assembly, functional parts. 
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(11) Remove nuts from the five cylinder to crankcase studs for each 
cylinder, including the studs which enter the valve tappet adjustment housings. 

(12) Remove both cylinder. Use care not to damage the cylinder bore 
or pistons. 

(13) Remove cylinder base gaskets. (See fig. 18, (7).) 

e. Remove valves and valve lifters. (1) Place cylinder on bench with 
studs down. 

(2) Use a piece of wood to block each valve head in closed or nearly 
closed position. Use any means to keep valves (fig. 19, (9) and (10)) from 
moving out of cylinder, or opening, when valve springs are compressed. 

(3) Compress valve spring (fig. 19, (14)) and valve washer (fig. 19, 
(15)) to expose the valve pin (fig. 19, (12)). Hold springs in compressed 
position. . 

(4) Remove valve pin. 

(5) Release valve spring. 

(6) Remove valve from cylinder. Use some means to mark valve so 
it will be replaced in same cylinder. 

(7) Remove valve washer and spring from tappet adjustment housing. 

(8) Repeat same operation for the remaining three valves. 

(9) Remove valve lifters from crankcase. Use some means to mark 
lifters so they are replaced in original position in crankcase. 

f. Remove gearcase. (1) Loosen blower wheel nut. 

(2) Place a block of hard wood aaginst blower wheel nut and strike it 
a sharp blow with a heavy hammer. 

(3) Remove blower wheel nut from crankshaft. 

(4) Remove blower wheel. Do not lose the key. 

(5) Remove four screws which fasten the gearcase (fig. 18, (22)) to 
the crankcase. 

(6) Remove .gearcase. Do not remove the governor arm rod from the 
governor shaft and paddle. (See fig. 18, (1).) 

(7) Remove gearcase gasket. (See fig. 18, (21).) 

g. Remove gearcase oil seal. (1) Remove cork oil seal from gearcase. 

(2) Scrape recess clean. 

(3) Replace a new oil seal when reassembling engine. (See par. 93.) 

h. Check gear clearance. (1) Clearance or backlash: between crank- 
shaft gear (fig. 19, (4)) and camshaft gear (fig. 19, (5)) should be .002 
inch to .005 inch. 

(2) Check. Correct clearance will permit the passage of a single thick- 
ness of ordinary newspaper through the gear mesh but will not pass a piece 
of heavy wrapping paper. 

(3) If clearance is too great replace both the crankshaft gear and the 
camshaft gear when reassembling engine. (See par. 93.) 

i. Remove crankshaft gear. (1) Remove crankshaft nut. 

(2) Remove crankshaft gear. (See fig. 19, (4).) 

j- Remove oil base. (1) Remove nuts from the four oil bases to crank- 
case studs. 

(2), Lift crankcase assembly (fig. 18, (9)) from oil base (fig. 18, (18)). | 
(3) Remove oil plug (fig. 18, (14)) and drain oil from base. 
(4) Remove oil base gasket. (See fig. 18, (17).) 
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k. Remove oil pump on model OTC—38. (1) Remove both oil lines. 

(2) Remove the screw which fastens oil pump body to right side of 
crankcase. 

(3) Remove oil pump and pusher rod from crankcase. 


|. Remove oi! pump on model OTC—38B. (1) Remove oil pump intake 
cup (fig. 19, (36)) from oil pump body (fig. 19, (34)). 

(2) Remove both hex head bolts which fasten oil pump cover (fig. 18, 
(20)) to crankcase. 

(3) Remove pump body through front of crankcase. 

m. Remove pistons. (1) Remove both connecting rod cap screws. (See 
fig. 19, (32).) © / fe 

-(2) Remove lower connecting rod cap. 

(3) Remove piston and rod from crankcase. 

(4) Replace cap on rod to keep each rod complete with original parts. 

(5) Mark rod and piston in some manner so that they will be replaced 
in original cylinder when reassembling engine. 

(6) Repeat process for opposite piston and rod. 

(7) Remove piston pin lock ring (fig. 19, (26)) from piston (fig. 19, 
(24)). 

(8) Remove piston pin (fig. 19, (25)) from piston. 

(9) Separate connecting rod (fig. 19, (22)) from piston. 

(10) Remove the compression rings (fig. 19, (28)) and oil ring (fig. 
19, (27)) from piston. Rings should be replaced with new ones when re- 
assembling engine. (See par. 93.) Spare part 9RO0632, rings, piston, set, con- 
tains two compression rings and one oil ring. Always requisition two sets of 
9R00632 to replace rings on both pistons. 

n. Remove bearing plate and generator support. (1) Remove the six 
screws which fasten the rear bearing plate and generator support (fig. 18, 
(10)) to crankcase. 

(2) Remove bearing plate and generator support from crankcase. 

(3) Remove bearing plate and generator support gasket. (See fig. 18, 
(11).) | 
o. Remove crankshaft oil seal. (1) Pull crankshaft oil seal (fig. 19, 
(20)) from the bearing plate and generator support. 

‘(2) Replace with a new oil seal when reassembling engine. (See par. 
93.) 

p. Remove crankshaft and camshaft. (1) Remove crankshaft through 
rear of crankcase. 

(2) Remove camshaft (fig. 19, (17)), with gear age 19, (5)) in 
place, through front of crankcase. 


81. SERVICING OIL PUMP ON MODEL OTC-38. a. Disassembling. (1) 
Remove push rod (See fig. 20, (8).) 

(2) Remove plunger (fig. 20, (4)) from oil pump body (fig. 20, (1)). 

(3) Remove plunger spring (fig. 20, (9)) from oil pump body. 

(4) Remove inlet check ball from body. 

(5) Remove cleaning plug from body. 

(6) Remove outlet check ball through cleaning plug opening. 

(7) Remove screen. (See fig. 20, (11).) 
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9R00977 
9R00992 


9R00974 
9R00980 
9RO0958 
9RO0986 
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Nomenclature 


Body, oil pump. 
Valve, relief, 
complete. 
‘Line, oil, front bearing. 
Plunger, oil pump. 
Camshaft. 

Shaft, cam follower arm, 
oil pump. 


oil pump, 


Figure 20. 
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9R00984 


9RO0988 
9R00982 
9R00976 
9R00972 


Oil pump assembly on model 


Nomenclature 
Arm, oil 
pump. 

Rod, push, oil pump. 


cam follower, 


Spring, plunger, oil pump. 
Line, oil, rear bearing. 


Screen, oil pump. 


OTC-38. 
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(8) Remove complete oil pump relief valve. (See fig. 20, (2).) Do not 
disassemble the valve. If inspection of engine indicates the relief valve is 
releasing oil at too low or too high a pressure, replace the entire relief valve 
assembly, 

b. Cleaning. (1) Submerge all disassembled oil pump parts, including 
both oil lines, in dry-cleaning solvent. Allow the parts to soak for approxi- 
mately 30 minutes. 

(2) Insert a copper wire through both oil lines to remove any restrictions. 

(3) Rinse the oil pump parts in clean dry-cleaning solvent. 

(4) Pour dry-cleaning solvent from oil pump body by turning body in 
all directions to empty the internal passages. 

(5) Plunger spring and screen may require additional cleaning with a 
bristle brush, such as an old tooth brush, and dry-cleaning solvent. 

c. Inspecting. (1) Plunger spring. Inspect for broken spring. If broken, 
replace with new spring during reassembly. 

(2) Ball check seats. Hold pump body to light or use a flashlight to 
inspect ball check seats for foreign matter. 

(3) Screen, Inspect screen for cleanliness and see that the screen is not 
punctured, If screen is punctured, replace with new screen during reassembly. 

(4) Oil lines. Pour dry-cleaning solvent through each line to determine 
that it is open. 

(5) Cam follower arm. Inspect cam follower arm (fig. 20, (7)) for 
freedom of action on the shaft (fig. 20, (6)). 

(6) Complete inspection for operation after partial reassembly. (See 
par. 81d.) . 

d. Reassembling. (1) Screw pressure relief valve into pump body. 

(2) Place screen in position under base of pump body. Screen may be 
spread slightly to make it hold in base. 

(3) Give outlet check ball a final inspection for cleanliness. Drop outlet 
check ball through the cleaning plug opening of the pump body into place. 

(4) Screw cleaning plug into pump body. 

(5) Give inlet check ball a final inspection for cleanliness. Drop the 
inlet check ball through the cylinder of pump into its place. 

(6) Place plunger spring into pump cylinder. 

(7) Place plunger with smallest section down into pump cylinder. 

e. Operational inspection of oil pump. (1) Temporarily connect both 
oil lines to the pump pipe tee. 

(2) Place the assembled oil pump in a clean, small, shallow container. 

(3) Pour oil, engine, into the container until the base only of the oil 
pump body is covered. 

(4) Alternately depress and release the plunger. Oil should be ejected 
_ from the oil_lines. Be certain oil is being ejected from both lines. 


82. SERVICING OIL PUMP ON MODEL OTC-38B. a. Disassembling. 

(1) Remove nut (fig. 19, (1)) from drive gear. 

(2) Remove drive gear. (See fig. 19, (2).) 

(3) Remove both bolts which fasten oil pump body (fig. 19, (34)) to 
oil pump cover. 

(4) Remove body from cover. 

(5) Remove gasket (fig. 18, (19)) from cover. 

(6) Remove body driver gear and shaft (fig. 19, (38)) from body. 
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(7) Remove idler gear (fig. 19, (39)) from body. 

(8) Remove screen lock ring (fig. 19, (37)) from intake cup. 

(9) Remove screen (fig. 19, (30).) 

(10) Do not remove or disassemble’ the oil pump pressure relief valve. 
(See fig. 19, (29).) If inspection of engine parts indicates the relief valve 
is releasing oil at too low or too high a pressure, replace it with a new relief 
valve. 

b. Cleaning. (1) Submerge all disassembled oil pump parts in dry- 
cleaning solvent. Allow parts to soak for approximately 30 minutes. 

(2) Rinse the oil pump parts in clean dry-cleaning solvent. 

(3) Screen may require additional cleaning with a bristle brush, sige 
as an old tooth brush, and dry-cleaning solvent. 

c. Inspecting. (1) Driver and idler gears. Inspect for chipped or mar- 
red teeth. If either gear is defective, replace oil pump with new complete oil 
pump assembly, 9R00694, when reassembling engine. (See par. 93e.) 

(2) Body. Inspect for scratched or grooved inner surfaces. If damaged, 
replace with new complete oil pump assembly, 9R00694, when reassembling 
engine. (See par. 93e.) 

(3) Screen. Inspect screen to see that it is clean and not punctured. If 
punctured, replace with new screen when reassembling oil pump. (See d 
below.) 

d. Reassembling. (1) Place screen in oil pump intake cup. 

(2) Fasten screen lock ring in place. 

(3) Position idler gear on shaft of pump body. 

(4) Position body driver gear in body. 

(5) Put new gasket (fig. 18, (19)) in place on pump cover. 

(6) Position pump cover over pump body with gears in place. 

(7) Insert and tighten both bolts which fasten body to cover. 

(8) Place drive gear on body driver gear shaft extending through cover. 

(9) Screw nut on body driver gear shaft to hold drive gear in place. 
Spin drive gear to see that the gears are turning freely. 


83. CLEANING AND INSPECTING CYLINDER HEADS. a. Cleaning. 

(1) Remove carbon deposits from heads. 

(2) Thoroughly clean cooling fins. 

(3) Clean gasket surfaces. 

b. Inspecting. (1) Visually inspect heads for cracks. A cracked head 
would have been detected during operation by a hissing sound. If head is 
cracked, replace it with a new head (fig. 18, (3) or (13)) when reassembling 
engine. (See par. 930.) 

(2) Place heads on a perfectly flat surface. If head can be rocked, it is 
warped. 

(3) Replace defective heads with new cylinder heads when reassembling 
engine. (See par. 930.) 


84. CLEANING AND INSPECTING CYLINDERS. a. Cleaning. (1) Clean 
any carbon deposit from top of cylinder bore. 
(2) Clean exhaust and intake ports. _ Be certain to wipe any loose carbon - 
from the interior of the ports. 
(3) Clean cooling fins. 
(4) Clean gasket surfaces. 
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b. Inspecting. (1) Inspect for cracks. 

(2) Inspect bore for scored or scarred condition. 

(3) Inspect bore for ring ridge. A ridge around the top of the cylinder 
bore might also indicate excessive out of round or tapered bore. 

(4) Replace defective cylinders with new cylinders (fig. 18, (2) and 
(12)) when reassembling engine. (See par. 93h.) It is advisable to use new 
pistons and piston rings with new cylinders. Cylinders are supplied with 
valve seats installed which necessitates grinding the valves (par. 92) to the 
new seats. 


85. CLEANING AND INSPECTING CRANKCASE. a. Cleaning. (1) 
Clean crankcase (fig. 18, (8)) and bearing plate (fig. 18, (10)) with dry- 
cleaning solvent. 

(2) Run a copper wire through the oil passages of the model OTC-38B 
crankcase. Follow with compressed air if available. 

(3) Clean gasket surfaces of crankcase and bearing plate. 

b. Inspecting. (1) Inspect crankcase and bearing plate for cracks. 

(2) Inspect both camshaft bearings and the front crankshaft bearing for 
scored, scarred, checked, or chipped condition. See that the bearings fit tightly 
in the crankcase and that the bearing oil holes are in line with the oil passages 
of the crankcase (model OTC-38B). 

(3) Inspect the rear crankshaft bearing for scored, scarred, checked, or 
chipped condition. See that the bearing fits tightly in the bearing plate. ; 

(4) If any bearing surface is defective, be certain to inspect the respec- 
tive journal for damage. 

(5) Any defect of the crankcase, bearing plate or bearing surface will ne- 
cessitate replacing both the crankcase and bearing plate if tools and equipment 
are not available to remove old bearings and press in new bearings and to line 
ream the new bearings. The crankcase and bearing plate (fig. 18, (9)) are 
supplied as an assembly with bearings installed. 


86. CLEANING AND INSPECTING OIL BASE. a. Cleaning. Thoroughly 
~ clean the oil base with dry-cleaning solvent. Clean gasket surface. 


b. Inspecting. (1) Inspect for cracks or holes. 
(2) Repair. Use means necessary to correct any defects in oil base. 


87. CLEANING AND INSPECTING PISTONS. a. Cleaning. (1) Use a 
_ wire brush to remove the carbon from the piston head and the piston ring 
' grooves. 

(2) Thoroughly clean pistons with dry-cleaning solvent. 

b. Inspecting. (1) Inspect for cracks in pistons. 

(2) Inspect for scored condition of the piston exterior. 

(3) Inspect to see that oil return holes in piston are open. 

(4) Replace defective pistons with new pistons (fig. 19, (24)) when re- 
assembling the engine. (See par. 93i.) - 

(5) Replace piston rings with a new set when reassembling engine. (See 
par. 93i.) This will prevent the possibility of ring failure before the next 
major overhaul. 
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88. CLEANING AND INSPECTING CONNECTING RODS. a. Cleaning. 
Clean connecting rod exterior and bearings thoroughly with dry-cleaning 
solvent. 

b. Inspecting. (1) Inspect bearing surfaces for scored, grooved, burned, 
chipped, or checked condition. 

(2) Inspect the journal or piston pin of the bearing found to be de- 
fective. 

(3) Replace the connecting rod with a new complete connecting rod as- 
sembly (fig. 19, (22)) if either bearing is defective. 


89. CLEANING AND INSPECTING CRANKSHAFT. a. Cleaning. (1) 
Clean exterior of crankshaft. 

(2) Run a copper wire through the crankshaft oil passages. Follow 
with compressed air if available. 

b. Inspecting. (1) Inspect for flaws or cracks in crankshaft. 

(2) Inspect main bearing and connecting rod journals for scored, 
grooved, burned, chipped, or checked condition. 

(3) Also inspect the bearing surface of any defective journal for damage. 

(4) Replace the crankshaft with a new crankshaft (fig. 19, (33), if any 
journal is damaged, when reassembling the engine. (See par. 93a.) 


90. CLEANING AND INSPECTING CAMSHAFT. a. Cleaning. Clean 


camshaft and journals with dry-cleaning solvent. 


b. Inspecting. (1) Inspect for excessive wear of cams and for scored, 
grooved, or burned condition of journals. 

(2) Replace camshaft with a new camshaft (fig. 19, (17)), if inspection 
has revealed the original to be defective, when reassembling engine. (See . 
par. 93a.) If new camshaft is installed, remove the camshaft gear (Bg. 19; 
(5)) from the old camshaft and install 1t on the new. 


91. CLEANING AND INSPECTING VALVES. a. Cleaning. (1) Clean 
valve heads and stems. 

(2) Clean valve guides in cylinders. 

(3) Clean valve lifters. 

(4) Keep valves separate so they will be installed in original seats when 
reassembling the engine. The exhaust valve (fig. 19, (9)) can be identified 
by the narrow stem just below the head and by the small cup in the center 
of the head. — 

b. Inspecting. (1) Valves. (a) Try fit of valve stem in valve guide. 
It should move easily in the directions of operation but there should be no side 

lay. 
‘ : (4) Inspect stem for excessive wear or scoring. 

(c) Inspect valve face. If pitted or burned, determine if valve can be 
ground (par. 92) or if it must be replaced. If new valve is installed, it must | 
be ground to seat. 

(2) Springs. (a) Inspect for broken springs. 

(4) Replace with new springs (fig. 19, (14)), if original are defective, 
when reassembling engine. (See par. 93g.) 

(3) Seats. (a) Inspect for badly worn or burned valve seats. Determine 
if seats are to be ground or replaced with new seats. 
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(4) Grind seats by following instructions for valve grinding. (See 
par. 92.) 

(¢) Seats cannot be replaced with the normally available tools and equip- 
ment. The entire crankcase will have to be replaced and the valves ground to 
seat properly. (See par. 92.) 

(4) Pins. (a) Inspect pins for flattened surfaces or bent condition. 

(4) Replace with new pins (fig. 19, (2)) if original pins are defective. 

(5) Washers. (a) Inspect for bent or grooved flanges. 

(4) Replace with new washers (fig. 19, (15)) if originals are defective. 

(6) Tappets. Inspect for signs of valve stem impression. This condition 
makes it impossible to correctly adjust the valve tappet clearance. 

(7) Lifters. (a) Inspect for wear or scoring. 

(4) Inspect camshaft end of lifter for excessive wear. 

(c) Inspect valve lifter ports in crankcase wall for wear and scoring. 
See that the cylinders are thoroughly cleaned. 

(d) Try fit of lifters in crankcase. Lifters should move easily but there 
should be very little side play. 

(e) Replace lifters with new valve lifters (fig. 19, (16)) if originals are 
defective. 

(f) If valve lifter cylinders in crankcase walls are seriously enlarged, 
the entire crankcase (fig. 18, (9)) will require replacement. 


92. GRINDING VALVES. a. Coat valve face and seat with compound, valve 
grinding, medium grade. 

b. Insert valve in its original guide. 

c. Turn the valve against the seat. Turn it back and forth within a quarter 
turn several times. Then turn the valve a quarter turn to a new position and 
repeat. Continue this process as long as is necessary to produce a bright band 
with a uniform width of 1/16 inch on the valve face and valve seat. 


d. Carefully clean grinding compound from valves and seats. 


93. REASSEMBLING. a. Install camshaft and crankshaft. (1) Place cam- 
shaft; with cam gear attached, in position in crankcase. 

(2) Insert crankshaft through rear of crankcase until front bearing jour- 
nal is in place in the front bearing of the crankcase. 


b. Replace crankshaft oil seal. (1) Place a mew crankshaft oil seal 
(fig. 19, (20)) in the bearing plate. 

(2) Tap seal into the bearing cap evenly. 

(3) Paint outer edge of seal with varnish, shellac, white. Be certain there 
’ is no varnish on the surface of the seat where it will come in contact with 
crankshaft. 


c. Install bearing place and generator support. (1) Put a new bearing 
plate and generator support gasket (fig. 18, (11)) in place on crankcase. 

(2) Position bearing plate and generator support on crankcase. Use care 
not to damage the oil seal (fig. 19, (20)) when bringing the crankshaft 
journal into position in the rear bearing. Check to see that the bearing plate 
and generator support gasket has remained in correct position. 

(3) Insert and draw up the six screws which fasten the bearing plate 
and generator support to the crankcase. Tighten each screw one quarter turn 
at a time until all are secure. 
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d. Install oil pump on model OTC—38. (1) Place pusher rod in its 
receptacle in the oil pump plunger. 

(2) Move oil pump assembly and pusher rod into position within the 
crankcase. Guide the pusher rod into the cup of the cam follower. 

(3) Insert and tighten the screw which fastens the oil pump to the crank- 
case. 

(4) Fasten the oil lines to the fittings in the bearings and oil pump. 


e. Install oil pump on model OTC-—38B. (1) Position assembled pump 
body on crankcase. See that the gasket is not folded or creased. 

(2) Insert and tighten both bolts which fasten oil pump to crankcase. 

(3) Replace oil pump intake cup on pump body. | 

f. Install crankshaft gear. (1) Position crankshaft gear so that the timing 
mark is adjacent to the timing mark on the camshaft gear. 

(2) Put crankshaft gear key in place. ; 

(3) Turn crankshaft until key is in line with the key slot of the crank- 
shaft gear. 

(4) Press gear on crankshaft. 

(5) Screw the crankshaft nut into position. 


g. Install valves. (1) Insert valve into guide. Replace each valve in 
its original guide (if original parts are being installed). 

(2) Position valve spring on valve stem. 

(3) Place washer on spring. 

(4) Compress valve spring and washer and insert valve pin into stem. 
Release spring. ; 

' (5) Repeat procedure for remaining three valves. 

h. Install cylinders. (1) Place valve lifters in their original position in 
crankcase. 

(2) Place new cylinder base gaskets (fig. 18, (7)) on crankcase. 

(3) Position cylinders on cylinder studs. 

(4) Screw on and tighten the five stud nuts of each cylinder. 

i. Reassemble pistons. (1) Gap piston rings. (a) Place ring in its 
respective cylinder bore. Square it with cylinder top and about 1 inch from 
top. 

‘ (6) Gap between ring ends should be .010 inch. File ring ends until 
a .010 inch gap is obtained. 

(c) es procedure for each ring, checking it in the cylinder it will 
be assembled in. : 

(2) Place rings on pistons. (a) Check rings for side marked “TOP.” 
The “TOP” side will be placed nearest the piston head. 

(4) Place oil ring (fig. 19, (27)) in the lower groove of piston. 

__ (¢) Place compression rings (fig. 19, (28)) in the remaining grooves of 
iston. 
(d) Test to see that the rings move freely around the piston groove. 

(3) Install  Mesehidi 4 rods in pistons. (a) Use original piston and con- 
necting rod combination, if new parts are not installed. 

(4) Position rod in piston. 

(c) Insert piston pin. 

_(d) Snap piston lock rings in place. 

(e) Try fit of rod on pin to see that the rod does not bind on the pin 
and that there is no side play. 


84 ‘ 


fe ons bet tea 


TM 8-630 
93 


REPAIR INSTRUCTIONS 


. Install connecting rod on crankshaft. (1) Be certain the same piston 
ee. Chainecting rod (if original parts are being reassembled) are together and 


that the connecting rod is installed on its original crankshaft journal. 


(2) Insert connecting rod into cylinder bore, being careful not to damage 
the bore, and move piston into bore as far as the piston oil ring. 

(3) Position ring gaps as follows: 

(2) Top compression ring with gap at side of bore opposite the spark 
Ug. 

3 (4) Lower compression ring with gap on same side of bore as the spark 
lug. 

(¢) Oil ring gap in same position as top compression ring. 

(4) Compress oil ring and move piston into the bore. Successively com- 
press each compression ring and move piston into bore. Use care not to 
damage either the bore or the rings during the operation. 

(5) Repeat process for opposite piston. 

(6) Position connecting rod cap around crankshaft journal and on con- 
necting rod so that the figures “1” and “2” of the cap match with the same 
figures on the rod. 

(7) Use new connecting rod cap screw washers. (See fig. 19, (31).) 

(8) Insert rod cap screws with washers into rod cap and rod and tighten. 

(9) Move rod and crankshaft to see that there is no binding in the con- 


nection. 


(10) Repeat procedure for the opposite connecting rod. 


k. Install crankcase on oil base. (1) Inspect oil base to make certain it 
is clean and free of any toreign particles. 
-(2) Put new oil base gasket (fig. 18, (17)) on oil base. 
(3) Place crankcase on oil base so the oil drain is on the right hand side. 
(4) Place nuts on the four oil base studs and tighten. ; 
. Adjust valves. Follow instructions for valve adjustment. (See par. 
52c.) 
m. Replace gearcase oil seal. (1) Inspect recess in gearcase to see that 
it is clean. g 
(2) Paint gearcase oil seal receptacle with varnish, shellac, white. 
(3) Press new gearcase oil seal, 9RO0712, into gearcase. ; 
(4) Paint outer edge of seal with varnish, shellac, white. Be certain 
there is no varnish on the surface of the seal where it will come in contact 
with the crankshaft. 
n. Install gearcase. (1) Position a new gearcase gasket (fig. 18, (21)) 


on the gearcase. 


(2) Insert the four screws, which fasten the gearcase to the crankcase, 


into the gearcase. 


(3) Position gearcase on crankcase and tighten the four screws. 

(4) Put blower wheel key in place. 

(5) Position blower wheel on crankshaft. 

o. Install cylinder heads. (1) Place new cylinder head gaskets (fig. 18, 
(4)) on cylinders. 

(2) Put heads on cylinders. 

(3) Place nuts on the six head studs of each cylinder and draw up. 

(4) Tighten head nuts one quarter turn at a time until all are secure. 


‘Do not follow a set clockwise or counterclockwise sequence in tightening the 
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head nuts. Tighten opposite nuts and in that manner work around the head 
until all are secure. 

(5) Put gaskets on spark plugs. 

(6) Insert spark plugs in cylinder heads and tighten. 

(7) Connect spark plug cables. 

p. Install blower housing on engine. (1) Position blower housing near 
engine. 

(2) Snap stop wires to stop button connections. 

(3) Position blower housing on engine. 

(4) Insert and tighten the three screws which fasten blower housing 
to engine. 

(5) Do not replace cylinder air housings. 

q. Install generator on engine. 

Note. Complete generator repairs (sec. XXVIII) before continuing reassembly. 

(1) Screw the four generator frame studs into the bearing plate and 
generator support and tighten. 

(2) Screw armature stud into crankshaft. 

(3) Slide armature on the armature stud and into the crankshaft con- 
nection. Support the weight of the armature so as not to bend the stud. 

(4) Put stud nut on armature stud and tighten until armature is drawn 
tightly against the crankshaft. 

(5) Position generator frame against generator support and make certain 
it fits tightly and evenly. 

(6) Check brush rig to see that all brushes are in the raised position. 

(7) Position end bell housing on the four frame studs and against the 
frame. Make certain the end bell housing fits tightly and evenly with the 
frame. 

(8) Place nuts on the four frame studs and tighten. Again check that 
the fit between support and frame and end bell is complete and even. 

(9) Place a new bearing cover gasket (fig. 10, (8)) over the generator 
bearing. 

(10) Position bearing cover. 

(11) Insert and tighten both bearing cover screws. 

(12) Put pulley key in armature shaft. 

(13) Place starter rope pulley in position on armature shaft. 

(14) Tighten setscrew in pulley. 

(15) Release the brushes in holders so’ they rest against the commutator 
and slip rings in proper operating position. 

(16) Connect both lead wires of the field coil sets to the proper, previ- 
ously marked, terminals on the brush rig. 

(17) Connect generator lead wires to the conductor cable outlet. 

(18) Position band on end bell housing. 

(19) Insert and tighten both screws which fasten the band to the end 
bell housing. 

r. Mount unit on carrying frame and base panel. (1) Lift unit over 
carrying frame and lower it in such a manner as to insert the oil drain fittings 
through the hole of the carrying frame oil base bracket. 

(2) Block up the unit so the carrying frame can be fastened to it with- 
out supporting the weight of the unit. 

(3) Insert and tighten the four screws which fasten oil base to carrying 
frame, 
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(4) Insert and tighten the screw which fastens the cross frame brace 
to the generator frame. 

(5) Lift unit into position on base and skid panel. 

(6) Put both bracket clamps in place. 

(7) Screw on and tighten four wing nuts on base panel studs. 


94. INSTALLING ENGINE ASSEMBLIES. a. Install fuel tank. (1) Posi- 
tion fuel tank over generator. 

(2) Insert and tighten the four screws which fasten the fuel tank brackets 
to the generator. 

b. Install ignition breaker box. (1) Insert breaker plunger in crankcase. 

(2) Position breaker box over plunger and on the crankcase. 

(3) Insert and tighten both screws which fasten breaker box to crankcase. 

(4) Connect magneto wire to condenser. 

(5) Reset breaker point gap. (See par. 38h.) 

c. Install carburetor and intake manifold. (1) Place new manifold 
gaskets (fig. 3, (9)) on intake port. 

(2) Position intake manifold and carburetor on crankcase. 

(3) Insert and tighten the four screws which fasten manifold adapters 
to cylinders and the two screws which fasten the intake manifold center section 
to crankcase. 


d. Install breather tube. (1) Place new breather tube gasket (fig. 4, 
(8)) over breather tube port on crankcase. 

(2) Position breather tube on crankcase. 

(3) Insert and tighten both screws which fasten breather tube to crankcase. 

e. Install booster coil. (1) Screw ball joint into governor arm rod. 

(2) Slip throttle control rod into carburetor throttle arm. 

(3) Insert and secure cotter pin in throttle control rod. 

f. Install fuel pump. (1) Place new fuel pump ananter gasket (fig. 8, 
(1)) over pump push rod opening of crankcase. 

(2) Position fuel pump adapter on crankcase. 

(3) Insert and tighten both screws which fasten fuel pump adapter to 
crankcase. 

(4) Turn starter rope pulley and listen for action of fuel pump dia- 
‘phragm to determine that the fuel pump push rod is engaged with pump 
lever cup. 

(5) Connect carburetor fuel line to fuel pump and carburetor. Connect 
the fixed end first and then the swivel end to avoid damage to the line. 

(6) Connect fuel tank line to fuel pump and fuel tank petcock. Connect 
the fixed end first and then the swivel end to avoid damage to the lire. 

(7) Slip loop of governor spring into position on the spring stud. 

(8) Open fuel tank shut-off petcock. 

(9) Open fuel tank cap screw. 

g. Install exhaust muffler. (1) Place new exhaust muffler gaskets (fig. 3, 
(9)) over exhaust ports. 

(2) Position exhaust muffler on engine. 

(3) Insert and tighten four screws which hold exhaust muffler to engine. 

h. Replace air cleaner and adapter. (1) Fit air cleaner adapter over 
breather tube and carburetor. 

(2) Tighten adapter locking screw at connection to carburetor, 
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95. RUNNING TEST, ADJUSTING, AND TIGHTENING. a. Running test. 
Follow instructions for running test. (See par. 33, items 1 through 14.) If 


unit operates satisfactorily, continue operation for approximately 30 minutes. , 


b. Adjusting. (1) Breaker points. (a) Check breaker points for correct 
gap. (See par. 38h.) 

(4) Tighten both breaker box screws. 

_(¢) Position cover in breaker box. 

(dZ) Insert and tighten screw which fastens cover to breaker box. 

(2) Valve tappets. (a) Check valve tappet clearances. (See par. 52c.) 

(4) Tighten tappet locking nuts and recheck clearance. 

(c) Put new valve cover gaskets (fig. 18, (6)) in place. 

(2) Position valve covers. 

(e) Insert and tighten. screws which fasten valve covers to cylinders. 

(3) Governor and booster. Make necessary adjustment. Follow instruc- 
tions in paragraph 77. 

(4) Timing. Make necessary adjustment of magneto plate. (See par. 
12;) 

c. Tighten. (1) Armature stud nut. 

(2) Generator frame stud nuts. 

(3) Crankcase stud nuts. 

(4) Cylinder stud nuts. 

(5) Cylinder head nuts. 

(4) Position cylinder air housings on cylinder head. 

(d) Insert and tighten three screws which fasten each cylinder air hous- 
ing on cylinder head. 

(6) Blower wheel nut. 

(7) All screws which fasten assemblies to engine. 


Section XXVIII. GENERATOR REPAIRS 


96. GENERAL. a. Scope. This section contains instructions on the disas- 
sembly, cleaning, inspection, repair, and reassembly of the generator. This 
manual does not cover technical repair such as rewinding of the armature. 


b. Models. Generators are interchangeable between model OTC-38 and 


model OTC-—38B, therefore, the instructions in this section of the manual are’ 


applicable to both. ; 

c. Generator. In the text of the manual the term “generator,” used in- 
dependently of the full nomenclature of Medical Department item No. 
9606000, X-ray field unit, generator, means only that part of the entire item 
which generates electrical energy. It is illustrated and its component parts 
listed in figure 10. 


97. DISASSEMBLING. a. Dismount unit from carrying frame and base. 
Follow instructions to paragraph 80a. 


b. Remove conductor cable outlet. Remove screws which fasten cable 
outlet (fig. 10, (3)) to generator frame. (See fig. 10, (4).) Do not disconnect 
the booster wires from outlet. 

c. Remove generator from engine. Follow instructions in i aie et 
80b. 
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d. Remove brush rig. (1) Remove the four screws which fasten brush 
rig (fig. 10, (16)) to end bell housing (fig. 10, (5)). 
(2) Remove brush rig from end bell housing. 


98. CLEANING. a. Wipe all generator parts with a clean dry cloth to re- 
move any accumulation of dust and dirt. 

b. Thoroughly wipe the surfaces of the pole shoes (fig. 10, (7)), com- 
mutator (fig. 10, (24)), and slip rings (fig. 10, (23)). Particularly wipe 
away any oil deposit on the lower pole shoe. 

. _¢. Sand commutator and slip rings with flint paper No. 2/0 until they 
have a bright surface. Wipe with a clean dry cloth. 

d. Remove brushes from holders and wipe brushes and interior of 
holders. 

e. Do not use cleaning solvents or lubricating oil on the generator parts. 


99. INSPECTING BRUSHES, BRUSH SPRINGS, AND BALL BEARING. 
Follow instruction in paragraph 55 for inspection and service of the generator 
brushes, brush springs, and ball bearing. 


100. INSPECTING COMMUTATOR AND SLIP RINGS. a. Commutator. 
(1) Inspect for high mica. The mica insulation between commutator bars 
wears more slowly than the copper bars. After a long period of service the 
mica will be even or above the level of the bars and cause severe sparking be- 
tween the brushes and bars. This condition will cause the burning or pitting 
of commutator bars. Mica should be 1/32 inch below surface of commutator 
bars. If mica is even or above bars follow instructions for cutting down arma- 
ture. (See par. 102.) 

(2) Inspect for loose bars. If personnel experienced in generator serv- 
ice are not available to reseat loose armature bars the entire armature will 
have to be replaced with a new armature (fig. 10, (25)) when reassembling 
generator. (See par. 103.) 

(3) Inspect for uneven bars. If one or more commutator bars are slightly 
out of round with the remainder of the bars the commutator can be turned 
down on a lathe and the mica undercut. If the equipment or personnel are 
not available to accomplish this repair the entire armature can be replaced 
_ with a new one when reassembling the generator. 

(4) Inspect for burned bars. Seriously burned bars will require the same 
services as given for unever bars, (3) above. A slight mahogany color of the 
commutator does not indicate burned bars. 

b. Slip ring. Inspect for burned or out of round condition. Turn down 
in a lathe. If the equipment or personnel are not available to accomplish 
this repair, the entire armature can be replaced with a new one when reassem- 
bling the generator. 


i01. TESTING ARMATURE AND FIELD COILS. a. General. (1) The 
generator wiring diagram (fig. 21) is included in the manual to serve as a 
guide when testing and servicing the generator. 
* (2) Use the test meter from the Medical Department maintenance and 
repair tool chest, 9N45705. 
(3) Set test meter to indicate continuity. 
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b. Test DC winding of armature. (1) Place one test meter lead on com- 
mutator and the other on commutator shaft. 

(2) Reading. (a) Meter should not indicate continuity. 

(2) If meter does indicate continuity the armature is grounded to shaft. 
Replace with a new armature (fig. 10, (25)) when reassembling generator. 
(See par. 103.) © 

c. Test AC winding of armature. (1) Place one test meter lead on one 
slip ring and the other lead on the second slip ring. 

(2) Reading. (a) Test meter should indicate continuity. 

(4) If test meter does not indicate continuity the AC winding is open 
Replace the armature when reassembling generator. 

(3) Place one test meter lead on the armature shaft and the other alter- 
nately on each of the slip rings. 

(4) Reading. (a) Meter should not indicate continuity. 

(2) If meter does indicate continuity the AC winding is grounded to 
armature shaft. Replace the armature when reassembling generator. 

d. Test field coils for open circuit. (1) Connect one test meter lead on 
either field coil lead. Place other meter lead on the second lead from field 
coil. 

(2) Reading. (a) Meter should indicate continuity. 

(2) If meter does not indicate continuity the field coil set is open. In- 
spect for loose or broken leads. If break is within field coils, replace with 
new field coil set. (See fig. 10, (1).) 

e. Test field coils for grounding. (1) Connect one test meter lead to 
either field coil lead. Place other meter lead on generator frame. 

(2) Readings. (a) Meter should not indicate continuity. 

(4) If meter indicates continuity the field coils are grounded to generator 
frame. Replace with new field coil set when reassembling generator. 


102. UNDERCUTTING COMMUTATOR. a. Tool. Grind the cutting edge 
of a hack saw blade to the same width as the mica strips. Also grind one end 
to a point. ; 

b. Procedure. Cut each mica strip until it is 1/32 inch below the sur- 
face of the commutator bars. 

c. Clean commutator. After undercutting mica be certain to wipe 
away all mica dust with a clean dry cloth. 


103. REASSEMBLING. a. Install brush rig. (1) Check that all brushes 
are in the raised position, that is, not extending beyond the inner ends of 
the brush holders. 

(2) Place brush rig within end ball housing. Be certain the yellow in- 
dicating mark on edge of brush rig is in line with the matching mark on 
the inner side of the bell housing. 

(3) Insert and tighten the four screws which fasten brush rig to end 
bell housing. Again check to see that the yellow marks are in line. 

b. Installing new field coil set. If inspection revealed the field coil set to 
be open or shorted install a new set as follows: 

(1) Note the position of old field coil set in generator frame. Install 
the new set in the same position. : 

(2) Remove the three screws holding each of the four pole shoes to the 
generator frame. 
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(3) Remove four pole shoes. 

(4) Remove old field coil set from frame. 

(5) Position new field coil set (fig. 10, (1)) in generator Fssnn: 

(6) Position pole shoes in generator frame. 

(7) Insert and tighten screws which fasten pole shoes to frame. Be 
certain the pole shoes fit flush against the inside of frame and that the screws 
are secure. 

c. Install generator on engine. Follow instructions in paragraph 93q. 

d. Install conductor cable outlet. (1) Position outlet on generator 
frame. 

i (2) Insert and tighten screws which fasten outlet to frame. 

e. Mount unit on carrying frame and base. Follow instructions in 

paragraph 93r. 


104. TESTING GENERATOR OUTPUT. Follow instruction in paragraph 77b. 
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Section |. SHIPMENT AND STORAGE 


1. GENERAL. Instructions in this section of the manual cover the prepara- 
tion for temporary storage or domestic shipment. Items to be prepared for 
temporary storage or domestic shipment are those ready for immediate service 
but not used for less than 30 days. These instructions cover only the prepara- 
tion of the item. Packaging, crating, and method of shipment will be in ac- 
cordance with existing Medical Department procedure. For detailed informa- 
tion on preparation for indefinite storage, see AR 850-18. 


2. PREPARATION FOR TEMPORARY STORAGE AND DOMESTIC SHIP- 
MENT. a. Lubrication. Lubricate unit completely according to WD Lubrica- 
tion Order 5001. (See fig. 6.) 

b. Running test. (1) Operate engine for at least 30 minutes. Follow 
instructions for running test. (See par. 33, items 1 through 14.) 

(2) Correct any defects noted during test or note corrections to be made 
on a tag and attach it to the choke control. 


c. Fuel in tank. It is not necessary to remove the fuel from the tank 
for shipment within the United States, nor to label the tank under Interstate 
Commerce Commission Regulation. Leave fuel in the tank, except when stor- 
ing in location where fire ordinances or other local regulations require removal 
of all gasoline before storage. 


d. Exterior of unit. (1) Remove rust appearing on any surface of the 
unit by sanding with paper, flint, No. 2. 

(2) Place tools, spare parts, and conductor cable within the lid panel. 

e. Inspection. (1) Make a systematic inspection to insure that all above 
steps have been covered and that the unit is ready for operation on call. 

(2) Make a list of all damaged items and attach it to the unit. 


f. Engine. (1) Remove air cleaner adapter from carburetor. 
(2) Start engine. 


(3) Pour, through the carburetor intake, 1/8 pint of oil, lubricating, 
preservative, medium (PM). 

(4) Immediately press the stop button and hold down until engine stops. 

(5) Keep stop button depressed and turn the engine, using the starter 
rope, for four or five complete revolutions. 


g-. Carrying case. Install panels and snap fasteners in place. Any over 
packing, crating, and marking will be as directed by storage or shipping 
officers. 
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Section Il. REFERENCES 
3. ARMY REGULATIONS. 
Motor velacles: oe a ae ees AR 850-15 
Storage of Motor Vehicle Equipment ........ DEPT OI eee AR 850-18 
Precautions in Handling Gasoline oon soe cece AR 850-20 
4. FIELD AND TECHNICAL MANUALS. 
Camounage’ Basic: Principles i once te eter we FM 5-20 
Defense against: Chemical ‘Attack ic0 ee a eg FM 21—40 
Electrical: Fundamentals = 2250530 a ht ay Soe T™ 1-455 
Wetontaniination © ee ee Ss ae ee ee T 3—220 
Cleaning, Preserving, Seating, Lubricating, and Related 
Materials Issued for Ordnance Matériel] oo... cccccccccccsseesseeeen T 9-850 
Motor Vehicle Inspections and Preventive 
Maintenance Services oe i eae ee ™ 9-2810 
Fuels: and Carburetion’ 22.9.0. es eee 2 oe 
Basic: Maintenance Manual oo. i eee TM 38—250 


5. ARMY SERVICE FORCES MEDICAL SUPPLY CATALOG. 


TREOGUIHIOD tei ee Ene cere ae ale Med 1 
VR ce ee en ak eee eee Med 2 
Dist Of items Tordrpop issue oc kk ae Med 3 
Organizational and higher-echelon spare paths Pinion pesca tele Meet, bn Med 7 


List for 9606000 X-ray field unit, 


generator (when published). 


List of common parts (when published). 
List for 9N45705 Medical Department maintenance 
and repair tool kit (when published). 
EigtOF ail toasts (SLY co i eee ae Med 9 
List for 9606000 X-ray field unit, eee 


(when published). 


6. LIST OF FORMS MENTIONED IN MANUAL. 
WD Form 48, Drivers sabe Ticket and Preventive Maintenance Service 


Record. 


WD, AGO Form 461, Work Sheet for Wheeled and Half-track Vehicles. 
WD, AGO Form 468, Unsatisfactory Equipment Report. 


7. LIST OF ABBREVIATIONS USED IN MANUAL. 


Opera cA BF Alternating current 
AGO ..... Adjutant General’s Office 
Pc ied ade cere on Army Service Forces 
5 Geta sted Oune opened Direct current 
Bs Acetic naa ea aes Secale Ieee figure 
ig. |* Re iniae oa testa vay arama Number 
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BOG. mins cence ance section 
SNL ......Standard Nomenclature List 
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8. INTERCHANGEABLE SERVICE PARTS. 


Figure 
No. 


14 


#11 


12 


Medical 
Dept. No. 


SR00045 


$R00105 


SR00141 


S$R00145 


SRO0151 


$R00152 


SRO00156 


SRO0157 


SRO0215 


$R00229 
S$R00230 


SR00273 


SR00280 


$R00293 


$R00297 


Nomenclature 


COMMON PARTS 


SCREW, 10-32 x 3% INCH, R.HM., 
144 TO A PACKAGE: For magneto 
ground wire. 


SCREW, 6—32 x ¥% INCH, R.H.M., 
144 TO A PACKAGE: For fuel 
pump valve. 


SCREW, 10—32 x 5/16 INCH, R.H.M., 
144 TO A PACKAGE: For bell 
housing band and cylinder air 
housing. 


SCREW, 10—32 x 144 INCH, R.H.M., 
144 TO A PACKAGE: For spark 
plug shields. 


WASHER, LOCK, SCREW SIZE 10: 
For spark plug shield and carbu- 
retor cover. 


WASHER, LOCK, SCREW SIZE 8: 
For fuel pump flange. 


WASHER, LOCK, SCREW SIZE 5/16: 
in fuel pump to adapter and fuel 


t 


WASHER, SHAKEPROOF, SCREW 
SIZE 10, EXT.: For jumper ter- 
minal. 


NIPPLE, CLOSE, PIPE, 3% INCH: 
For oil drain. 


WASHER, LOCK, SCREW SIZE \4: 


NUT, %4 x 20, HEX, 144 TO A 
PACKAGE: For governor and gov- 
ernor arm ball joint. 


NUT, 10 x 32, HEX, BRASS, 144 
TO A PACKAGE: For generator 
jumper terminal. 


SCREW, 8—32 x % INCH, FILL. 
H.M.: For fuel pump flange. 


WASHER, SCREW SIZE Y%: For 
governor ball joint, governor shaft 
and connecting rod. 


WASHER, SCREW SIZE 14: For 
throttle shaft. 


LIST OF ALL SERVICE PARTS 


Unit 
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pkg. 


pkg. 


pkg. 


pkg. 


Ib. 


Ib. 


Ib. 


pkg. 


Ib. 


Ib. 
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sw ent Me Nomenclature Unit Quantity 
11,12 SR00314 SCREW, 10-32 x % INCH, R.H.M., 
144 TO A PACKAGE: For choke 
arm. pkg. 
*11, 12,17 | SR00330 | NUT, 10 x 32, HEX, 144 TO A : 
PACKAGE: For governor arm ad- 
justing screw, spark plug shield and 
throttle adjusting screw. pkg. 
— SR00337 WASHER, SCREW SIZE 1%: For 
blower wheel. Ib. 
* SRO0358 | WASHER, LOCK, SCREW SIZE 4: 
For blower wheel. Ib. 
*_ SR00404 WASHER, SCREW SIZE 5/16: For 
generator brush. lb. 
*_ SRO0422 NUT, 5/16 x 18, HEX, 144 TO A 
PACKAGE: For fuel tank. pkg. 
18 SRO0451 COUPLING, PIPE, 3% INCH: For 
oil drain. ea. 1 
a SRO0551 WASHER, SHAKEPROOF, SCREW | . 
SIZE 14, INT: For governor. Ib. 
19 SR00664 NIPPLE, LONG, PIPE, % INCH x 
2% INCH: For oil pump inlet. €a. 1 
*7 SR00665 NUT, 5 x 40, HEX, BRASS: For 
locking stationary point. pkg. 
oe SR00666 NUT, JAM, % x 16, HEX: For oil . 
pump relief valve. : pkg. 
15712 SR00672 NUT, 10 x 32, SQUARE: For choke 
arm. pkg. 
*1 SR00685 NUT, 5/16 x 18, WING: For case. pkg. 
*_ SR00687 NUT, JAM, % x 13, HEX: For 
‘ blower wheel. : pkg. 
*_ SRO00688 SCREW, 44-20 x 1144 INCH, ALLEN 
HEAD, CAP: For exhaust muffler. pkg. 
* SR00719 SCREW, 4%4-20 x 2 INCH, ALLEN 
HEAD, CAP: For intake manifold. -| pkg. 
*_ SR00720 SCREW, 14-20 x 5/16 INCH, ALLEN 
H.M.: For blower housing. pkg. 
-— SRO0721 SCREW, 14-20 x % INCH, ALLEN 
H.M.: For carrying assembly. pkg. 
My SR00722 SCREW, 44-20 x #4 INCH, ALLEN : 
H.M.; For generator brush and gov- 
ernor shaft. pkg. 
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Medical 
Dept. No. 
SR00723 


‘ §R00724 


SR00725 


SRO00801 


SRO00802 


SRO00803 


SR00804 


SRO0805 


SR00806 


SR00807 


SRO00808 
SRO00809 
SRO00810 


SRO0811 
SR00813 


SRO00814 


a“ 


SRO00815 


SR00816 


/ 


APPENDIX 


Nomenclature 


WASHER, LOCK, SCREW SIZE 5: 
For choke plate. 


SCREW, 5/16—18 x 1 INCH, ALLEN 
H.M.: For fuel pump and generator 
pole shoes. 


SCREW, 8-32 x 4% INCH, HEX 
H.M.: For governor pivot plate. 


SCREW, 14-20 x 5% INCH, HEX 
HEAD, CAP: For carburetor, 


SCREW, 3-16 x 3%, INCH, HEX 
HEAD, CAP: For oil pump relief 
valve. 


SCREW, 5/16—18 x 54g INCH, R.H.M.: 
For: fuel tank. y 


SCREW, 5/16—18 x 114 INCH, R.H.M.: 
For fuel tank. 


SCREW, 10—32 x Y% INCH, R.H.M., 
BRASS: For generator jumper ter- 
minal. 


STUD, 5/16—24 x 15% INCH: For 
cylinder base. 


STUD, 5/16-24 x 24% INCH: For 
cylinder heads. 


WASHER, SCREW SIZE 5/16, COP- 
PER: For fuel pump. 


SCREW, %4-28 x 1 INCH, HEX 
HEAD, CAP: For connecting rod. 


STUD, %%-24 x 15% INCH: For oil 
base. 


SETSCREW, 1%-20 x %% INCH, 
ALLEN HEAD, CONE PT.: For 
starter rope pulley. 


SCREW, 10—32 x 14 INCH, FILL. 
H.M.: For throttle stop and car- 
buretor cover. 


SCREW, 10-32 x ¥ INCH, FILL. 
H.M.: For throttle stop adjusting 
screw. 


SCREW, 10—32 x 9/16 INCH, HEX 
H.M.: For throttle arm. 


SCREW, 14-28 x 114; INCH, HEX 
H.M.: For carburetor. 


TM 8-630 


Quantity 
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12 SR00817 SCREW, 5—40 x 4% INCH, O.H.M.: 
: For throttle plate. pkg. 


12 SR00818 SCREW, 5-40 x 3/16 INCH, R.H.M.: 
For choke plate. pkg. 


Tools 
*2 TRO1033 BRUSH, WIRE, 14 INCH HANDLE: ea. 1 


*2 TRO1355 FILE, IGNITION POINT: ea. 1 


*2,9 TRO1430 GAGE, FEELER, .001 INCH TO 
.025 INCH: ea. 1 


72 TRO1610 PLIER, SLIP JOINT, SHEAR CUT- 
TING, 6 INCH: ea. 1 


#2 TR01705 | SCREWDRIVER, NORMAL DUTY, 
Y¥, INCH SHANK, 4 INCH 
BLADE LENGTH: ea. 1 


*2 TRO1710 SCREWDRIVER, NORMAL DUTY, 
Y% INCH SHANK, 6 INCH 
BLADE LENGTH: ea. 1 


«2 TRO1865 WRENCH, ADJUSTABLE, AUTO 
TYPE, 84% INCH LENGTH, 2% 
INCH OPENING: ea. 1 


R23 TRO1915 WRENCH, SETSCREW, ALLEN, 
NO, 10: ea. 1 


*2 TRO1918 WRENCH, SETSCREW, ALLEN, 14 
INCH: ea. 1 


eD TRO1921 WRENCH, SETSCREW, ALLEN, 5/16 
INCH: ea. 1 


*2 TRO1924 WRENCH, SETSCREW, ALLEN, % 
INCH: ea. 1 


eZ TRO2045 WRENCH, DOUBLE END, ENGI- 
NEER, 15 DEGREE, 34 INCH x 
7/16 INCH: . ea. 2 


*2 TRO2048 WRENCH, DOUBLE END, ENGI- 
. NEER, 15 DEGREE, 7/16 INCH x 
Y INCH: ea. 2 


*2 TRO2054 WRENCH, DOUBLE END, ENGI-. 
NEER, 15 DEGREE, 9/16 INCH x 
¥g INCH: ea. 2 


2 TRO2057 WRENCH, DOUBLE END, THIN 

HEAD, 15 DEGREE, % INCH x 

11/16 INCH: ea. DR 
D7 TRO02080 WRENCH, IGNITION POINT, FOR 

NUT SCREW—SIZE 5: ea. } , 
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*2 TR02215 | WRENCH, SPARK PLUG, 27/32 
INCH x 1-1/32 INCHES: 1 
*2 “| TRO2255 ADAPTER, SOCKET WRENCH, 14 
INCH FEMALE SQUARE DRIVE, 
9/16 INCH ROUND HANDLE 
HOLE: 1 
*_ TRO2310 HANDLE, SPARK PLUG WRENCH, 
SOLID, % INCH DIA., 6 INCH 
LENGTH: 1 
*2 TRO2315 HANDLE, SOCKET WRENCH, BAR 
TYPE, 9/16 INCH DIA., 10 INCH 
LENGTH: 1 
*2 TRO2355 PLUG-CONNECTOR, SOCKET 
WRENCH, 4% INCH SQUARE 
DRIVE, 1144 INCH LENGTH: 1 
+2 TRO2425 SOCKET, 7/16 INCH 12 POINT 
OPENING, % INCH SQUARE 
DRIVE: a 1 
#2 TRO2428 SOCKET, 1% INCH 12 POINT 
OPENING, 4% INCH SQUARE 
DRIVE: : 1 
#2 TRO2431 SOCKET, 9/16 INCH 12 POINT 
OPENING, % INCH SQUARE 
DRIVE: 1 
9. SERVICE PARTS FOR MODEL OTC-38 ONLY. 
— see Nomenclature Quantity 
UNCOMMON PARTS 
Cylinder group 
 *9, 18 9R00602 CYLINDER, C.I., 234 INCH, R/H.: 1 
#9, 18 9R00604 CYLINDER, C.I., 234 INCH, L/H.: 1 
*9, 18 9RO00606 GASKET, CYLINDER BASE: 2 
*9, 18 9R00608 HEAD, CYLINDER, R/H.: 1 
*9, 18 9R00610 | HEAD, CYLINDER, L/H.: 1 
*3,9, 18 9RO00612 GASKET, CYLINDER HEAD: 2 
Valve group 
*9,,19 9R00614 VALVE, INTAKE: 2 
*9, 19 9R00616 VALVE, EXHAUST: 2 
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9R00618 | GUIDE, VALVE: 4 
9R00620 SPRINGS, VALVE: 40 
9RO00621 NUT, LOCKING, TAPPET : 4 
9RO00622 TAPPET, VALVE: 4 
9R00623 | LIFTER, VALVE: 4 
9R00624 PIN, VALVE: 4 
9R00625 INSERT, VALVE SEAT: 4 
9R00626 WASHER, VALVE: 4 
9R00627 COVER, VALVE: 2 
9R00628 GASKET, VALVE COVER: 2 

Piston and connecting rod group 
9R00629 PIN, PISTON: 2 
9R00630 | PISTON, 234 INCH BORE: 2 
9RO00632 RINGS, PISTON, SET: 2 Compres- 

sion and 1 oil. se 
9R00637 WASHER, CONNECTING ROD 

SCREW : 2 
9R00638 RING, LOCK, PISTON PIN: 
9R00639 BUSHING, PISTON PIN: 
9R00640 ROD, CONNECTING, COMPLETE: 

Assembly. 2 
9R00641 INSERT, ROD, CONNECTING 

BEARING: 4 

Manifold group 

9R00644 MUFFLER, EXHAUST: 1 
9R00646 MANIFOLD, INTAKE: 1 
9R00648 | GASKET, MANIFOLD: 4 
9R00650 ADAPTER, MANIFOLD: 2 
9R00652 TUBE, MANIFOLD: 2 


9R00656 
9RO00658 


9RO00659 


9R00660 


Camshaft group 
BEARING, CAMSHAFT, FRONT: 


BEARING, CAMSHAFT, REAR: 
- WASHER, SPACER, CAMSHAFT 


GEAR: 


GEAR, CAMSHAFT: 


100 


Se eee | ee 


TM 8-630 
9 


APPENDIX 
. es ee is Nomenclature Unit | Quantity 
Governor group 
16 9RO00661 SCREW, CUP STOP, GOVERNOR: ea. 1 
*7,'16 9R00662 WEIGHT, GOVERNOR: ea. 4 
16 9R00663 SPACER, CUP STOP SCREW, 
GOVERNOR: ea. 1 
+ 9R00664 BEARING, CUP, GOVERNOR: ea, 1 
16 9RO00665 PLATE, PIVOT, GOVERNOR: ex: 1 
7, 16 9R00667 CUP AND STUD, GOVERNOR: ea. 1 
* *7,16,17 | 9R00668 | ROD, ARM, GOVERNOR: ea. l 
GE, 9RO00669 STUD, GOVERNOR: / ea. 1 
*7, 16, 17 9R00670 JOINT, BALL, GOVERNOR: ea. 1 
*16 9R00672 PIN, WEIGHT, GOVERNOR: ea. a 
Crankshaft group 
*19 9R00674 CRANKSHAFT: ea. 1 
#19 9R00676 | SEAL, OIL, CRANKSHAFT: ea. 1 
#19 9RO00678 BEARING, CRANKSHAFT: . pr. Ty 
*19 9R00680 GEAR, CRANKSHAFT: ea. 1 
*19 9R00682 NUT, CRANKSHAFT: ea. 1 
Gearcase, crankcase, oil base group 
i8 9R00701 BEARING PLATE AND GENER- 
; ATOR SUPPORT: ea. fi 
*18 9R00702 | GASKET, BEARING PLATE AND 
/ GENERATOR SUPPORT: ea. 1 
— ~| 9R00703 GASKET, OIL FILLER CAP: ea. 1 
*18 9R00704 BASE, OIL: j ea. 1 
big 9R00705 | GASKET, OIL BASE: ea. 1 
*18 9RO00706 PLUG, OIL: ea. 1 
7 : 9R00707 CAP AND BUSHING, OIL FILLER: ea. part 
Dy 9R00709 GAGE AND CHAIN, OIL FILLER: ea, 1 
+ 9RO0712 SEAL, OIL, GEARCASE: ea. 1 
Carburetor and air cleaner group one 
Te 9R00713 | PLUG, METERING WELL, CAR- 
BURETOR: ea, 1 
+ 9R00714 CARBURETOR, ZENITH TU3, Y1: eas 1 
LL = 
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#4,7 
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Dept. No. 


9R00715 
9R00716 
9R00717 


9R00719 
9R00720 
9RO0721 


9R00722 
9R00723 


9R00724 


9R00725 


9R00727 
9R00728 
9R00729 


9R00730 


9R00731 
9R00733 
9R00734 
9R00736 
9R00737 


9R00738 


9R00739 
9R00740 


9R00741 


-9R00742 


9R00743 
9R00744 


Nomenclature 


ELBOW, CARBURETOR: 
JET, MAIN, CARBURETOR: 
CLIP, MANUAL CHOKE: 


CONTROL, MANUAL CHOKE: 


VALVE AND SEAT, CARBURETOR: 


WASHER, LOWER, METERING 
WELL, CARBURETOR: 


WELL, METERING, CARBURETOR: 


PLUG, DRAIN AND COVER, CAR- 


BURETOR: .~ 


GASKET, CARBURETOR TO MAN- 


IFOLD: 


WASHER, UPPER, METERING 
WELL, CARBURETOR: 


‘BOWL, CARBURETOR: 


FLOAT, COMPLETE: 


WASHER, MAIN JET, CARBU- 
RETOR: 


-GASKETS, CARBURETOR, SET: 


Body to bowl and bowl to cover. 
PIN, FLOAT, CARBURETOR: 
ADAPTER, AIR CLEANER: 
CLEANER, AIR: 

SCREEN, BREATHER TUBE: 


SCREW, LOCKING, AIR CLEANER 
ADAPTER: 


GASKET, AIR CLEANER: 


Fuel supply group 
SPRING, LEVER, FUEL PUMP: 


PUMP, FUEL, COMPLETE: Assem- 


bly 1537966. 
PLATE, VALVE, FUEL PUMP: 
FILTER, COMPLETE: Assembly. 


BODY, UPPER, FUEL PUMP: 
LINE, FUEL, CARBURETOR: 
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ea. 2 
ea. 1 
ea. 1 
ea. 1 
ea. ] 
ea. 1 
ea. 1 
ea. 2 
ea. 1 
ea. 1 
ea. 1 
ea: 1 
ea. 1 
set 1 
ea. 1 
ea. 1 
ea. 1 
ea. 1 
ea. 1 
ea. sf 
ea. 1 
€a. 1 
rar 1 
Gas 1 
cay 1 
ea. 1 
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Medical 4 
Dept Ro. ae rails 


9R00745 VALVE, FUEL PUMP: For pressure 


and vacuum, ea. 2 
9R00746 LINE, FUEL, TANK: ea. 1 
9R00747 CAP, BOWL, FUEL PUMP: ea. 1 
9R00748 GASKET, FUEL PUMP: ea. 1 
9R00749 ROD, PUSH, FUEL PUMP: ea. 1 

9R00750 GASKET, FUEL PUMP ADAPTER ; 
AND BREATHER TUBE: ea. 2 
9RO00751 ADAPTER, FUEL PUMP: ea. 1 
*4,8,14 9R00752 SCREEN, FUEL PUMP: ea. 1 
8,14 9R00753 NUT, BOWL YOKE, FUEL PUMP: ea. 1 
 *4,5,8,14] 9R00754 BOWL, FUEL PUMP: ea. 1 

— 9RO00755 KEY, COTTER, FUEL PUMP PUSH 

ROD: . ea. 1 
*3,8,13,14] 9RO0756 GASKET, FUEL PUMP, BOWL: ea. 1 
8, 14 9R00757 YOKE, BOWL, FUEL PUMP: ea. 1 
+— 9R00758. | KIT, FUEL PUMP: ea. 1 


Ignition breaker group 


— 9R00759 NIPPLE, SPARK PLUG SHIELD- 


ING: ea. 2 

#7 9R00760 | PLATE, BACK, MAGNETO: ea. 1 
7 9R00761 | SHOE, MAGNETO COIL, LAMI- 

NATED: | ea. 1 

#7 9R00762 | COIL, MAGNETO, RIGHT: ea. 1 

5 9R00763 | BUTTON, STOP: ea. 2 

#7 9R00764 | COIL, MAGNETO, LEFT: ea. 1 

ane 9R00765 | NAMEPLATE, STOP BUTTON: ea. 2 

#3,7 9R00766 | CONDENSER, MAGNETO: ea. soe 
= 9R00767. | NUT, COUPLING, SPARK PLUG 

SHIELD: ea, 2 

+ 9R00768 | CABLE, S.P., MAGNETO, L/H:: ea. 1 

= 9R00769 | NUT, LOCK, SPARK PLUG 
SHIELD: ea. er 
*¥_ 9R00770 CABLE, S.P., MAGNETO, R/H.: ea. 1 
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an Gos Notieachieis 
#7 9R00771 | WIRE, MAGNETO TO CON- 
DENSER: 
3 9R00772 ARM AND POINT, BREAKER: 
oo 9R00773. | WHEEL, BLOWER: 
#7 9R00774 | PLUNGER, BREAKER: 
- 9R00775 | SHIELD, SPARK PLUG, ASSEMBLY : 
#4, 7 9R00776 | SPRING, BREAKER: 
oe: ‘| 9R00777. | BRACKET, BREAKER SPRING: 
7 9R00779 | BOX, IGNITION BREAKER: 
m5 9RO0780 PLUG, SPARK: 
— 9R00781 | COVER, BOX, IGNITION 
BREAKER: 
#7 9R00782 | STUD, ARM, IGNITION BREAKER: 
— 9R00783. | MOUNTING, CONTACT POINT, 
ASSEMBLY: 
Generator group 
#10 9R00784 | ARMATURE, COMPLETE: 
10 9R00785 | STUD, ARMATURE: 
*10 9R00786 BIG, BRUSH, COMPLETE: Assem- 
y. 
10 9R00787_ | STUD, GENERATOR FRAME: 
#3, 10 9R00788 | BRUSH, DC: 
epee 9R00789 | BLOWER, GENERATOR: 
#10 9R00790 | BEARING, BALL: 
*10 9R00791 | NUT, STUD, GENERATOR FRAME: 
*10 9R00792 | COIL SET, FIELD: 
10 9R00793 | WASHER, STUD, ARMATURE: 
*3,10 | 9R00794 | SPRING, DC: 
10 9R00795 | FRAME, GENERATOR: 
#10 | 9R00796 | NUT, STUD, ARMATURE: 
10 9R00797 | WIRE, AC BRUSH: 
#3.10 9R00798 | BRUSH, AC: 
10 9R00799 | COVER, BEARING, GENERATOR: 


Unit 


Ca. 
ea. 
ea. 


ea. 


ea. 
ea. 


ea. 


ea. 


Ca. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 
ea. 


ea. 


ea. 
ea. 
ea, 


ea. 


ea. 
Ca. 


ea. 


ea. 


Quantity 
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9RO00800 
9ROO801 


9RO0802 
9RO0803 


9RO0804 + 


9RO0806 


9RO0808 


9R00810 
9RO08 12 
9RO08 14 


9R008 16 
9RO0818 
9R00820 
9R00822 
9R00826 
9R00830 


9RO00832 


9R00838 
9R00840 


9R00842 


9R00844 


9R00846 


APPENDIX 


Nomenclature 


SPRING, BRUSH, AC: 


BAND, END BELL HOUSING, 
GENERATOR: 


CONDENSER, LINE, AC 1—MFD: 


HOUSING, END BELL, GENER- 
ATOR: 


GASKET, BEARING COVER: 


Governor-booster group 


CONDUIT, FLEXIBLE, GOVER- 
NOR-BOOSTER: 


COIL AND HOUSING, GOVER- 
NOR-BOOSTER: 


Accessories 


ROD, GROUNDING: 
CABLE, GROUNDING: 


CABLE, NO. 12, TYPES, 3: CON- 
DUCTOR: 


CONNECTOR, ANGLE-CORD: 
PLUG, ANGLE-CORD: 

CLIP, SPRING: 

RECEPTACLE, DUPLEX: 
ROPE, STARTER: 


GASKET, FILLER CAP: For fuel 
tank. 


GASKET, SHUT-OFF SCREW: For 
fuel tank. 


PULLEY, STARTER ROPE: 
SHOE, POLE: 


Governor-booster group section two 


NUT, ADJUSTING, GOVERNOR 
SPRING: 


BRACKET, ADJUSTING SPRING, 
GOVERNOR: 


SPACER, SHAFT, GOVERNOR: 
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Ca. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 


ea. 


ft. 


ea. 
ea. 
ea. 
ea. 


ea. 


ea. 


ea. 
ea. 


ea. 


ea. 


ea. 
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nee Ms age Nomenclature 
16 9R00848 | BEARING, LOWER, SHAFT, GOV- 
ERNOR: 
16 9R00850 | BEARING, UPPER, SHAFT, GOV- 
| ERNOR: 
7, 16,17 | 9R00852 | STUD, SPRING, GOVERNOR: 
16 9R00854 | BRACKET, BOOSTER: 
746 9R00856 | HOUSING, BOOSTER: 
146 9R00858 | COVER, HOUSING, BOOSTER: 
16, 17 9R00860 | PLUNGER, BOOSTER: 
16, 17 9R00862 | SCREW, ADJUSTING, GOVERNOR 
SPRING: 


|, Atay 17. 9R00864 ROD, CONTROL, THROTTLE: 
7, 16, 18 9RO00866 SHAFT AND PADDLE, GOVER- 


NOR: 
16 9RO0868 COIL, BOOSTER: 
5, 10 9RO00869 OUTLET, CONDUCTOR CABLE: 


Air housing group 
at 9R00870 HOUSING, BLOWER: 
— 9R00872 | HOUSING, AIR, R/H. CYLINDER: 
av 9RO00874 HOUSING, AIR, L/H. CYLINDER: 
oe 9RO0876 GROMMET, RUBBER, CYLINDER 
AIR HOUSING: 
Fuel tank group 


cae 9RO00878 TANK, FUEL: 


J 9RO0880 CAP AND CHAIN, FILLER, FUEL 
TANK: 


a 9R00882 SCREW, SHUT-OFF, FILLER CAP: 
aa 9RO00884 SPRING, SHUT-OFF SCREW, 


FILLER CAP: 
5 9RO0886 PETCOCK, SHUT-OFF, FUEL 
TANK: 


Carrying case group 
ni 9RO0888 FRAME, CARRYING: 
1 9R00890 HANDLE, CARRYING: 
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oy Fas 9RO00892 PANEL, LEFT SIDE: ea. 1 
5 9R00894 PANEL, RIGHT SIDE: ea. 1 
1 9R00896 BOX, TOOL AND SPARE PART: ea. 1 
1 9RO0898 BRACKET, CLAMP: ea. 2 
1 9R00900 CLASP, TRUNK: ea. 14 
1 9RO00902 SNAP AND CHAIN, HARNESS: ea. 14 
1 9R00904 COVER, WIRE COMPARTMENT: ea. 1 
1,5 9R00906 PANEL, TOP, CABLE COMPART- 
MENT: €a. 1 
£53 9RO00908 PANEL, BACK: €2. 1 
1 9R00910 PANEL, FRONT: ea. 1 
1,5 9RO09 12 PANEL, BASE AND SKID: ea. 1 
7 9RO00914 WIRE, CONDENSER TO POINTS: ea. 1 
1 9R00916 HANDLE, COVER, WIRE COM- 
PARTMENT: ea. 1 
1 9RO00918 HANDLE, BOX, TOOL AND SPARE 
PART: €a. 2 


Carburetor group two 


11, 12 9R00920 | WASHER, DRAIN AND COVER 

PLUG, CARBURETOR: ea. 1 
11, 12 9R00922 | COVER, CARBURETOR: ea. 4 
EEt2 9R00924 NAIL, METAL, SERIAL PLATE, 

CARBURETOR: ea. 1 
11,12. 9R00926 PLATE, SERIAL, CARBURETOR: ea. 1 
12 9R00928 | PLATE, CHOKE, CARBURETOR: ea. 1 
11, 12 9R00930 | SHAFT, CHOKE, CARBURETOR: ea. 1 
14,72 9R00932 | ARM, CHOKE, CARBURETOR: ea. ta 
11, 12 9R00934 | NEEDLE, IDLE JET, CARBURETOR: | ea. 1 
11, 12 9R00936 | SPRING, IDLE JET, CARBURETOR: | ea. 1 
512 9R00938 BODY, CARBURETOR: ea. 1 
11, 12,17] 9R00940 | ARM, THROTTLE, CARBURETOR: ea. 1 
11, 12,17] 9R00942 STOP, THROTTLE ARM, CARBU- 

RETOR: ea. 1 


a 
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11, 12,17] 9R00944 SHAFT, THROTTLE, CARBU- 


RETOR: ea. 1 
12 9RO0946 PLATE, THROTTLE, CARBU- 
RETOR: ea. 1 


Fuel supply group two 


13, 14 9RO00948 DIAPHRAGM AND LEVER LINK, 

FUEL PUMP: .- ea. 1 
jig Wages 9RO00950 SPRING, DIAPHRAGM, FUEL 

PUMP: ea. 1 
8, 14 9RO00952 BODY, LOWER, FUEL PUMP: ea. 1 
14 9RO00954 LEVER, FUEL PUMP: ea. 1 
13, 14 9RO00956 GASKET, VALVE, FUEL PUMP: ea. 2 


UNCOMMON PARTS 


— 9R00726 | ADJUSTER, MAIN JET: ea. 1 
#7 9R00805 | SPRING, GOVERNOR-BOOSTER: ea. 1 
*20 9R00958 CAMSHAFT: ea. 1 
#18 9R00960 | CRANKCASE, WITH BEARING 

PLATE ASSEMBLY : Assembly. ea. 1 
i 9R00962 | GEARCASE, ALUMINUM: ea. 1 
+ 9R00964 | GASKET, GEARCASE: ea. 1 
- 9R00966 | BOLT, MAGNETO: ea. i 
~- 9R00968 | PLUG, CLEANING, OIL PUMP: ea. 1 
— 9R00969 | BALL, CHECK, INLET, OIL PUMP: | ea. 1 
-- 9R00970 | SEAT, RELIEF VALVE, OIL PUMP: | «a. 1 
-- 9R00971 | BALL, CHECK, OUTLET, OIL 

PUMP: ea. 1 
*20 9R00972 | SCREEN, OIL PUMP: ea, 1 
*20 9R00974 | LINE, OIL, FRONT BEARING: ea. 1 
*20 9R00976 | LINE, OIL, REAR BEARING: ea. 1 
20 9R00977 | BODY, OIL PUMP: ea. 1 
omer 9R00978 PUMP, OIL, COMPLETE: ea. 1 
20 9R00980 | PLUNGER, OIL PUMP: ea. 1 


TT 
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No. Dept. No. 


20 9RO0982 
20 9R00984 


20 9RO0986 


20 9R00988 
= 9R00990 
*20 9R00992 


ane 9R00994 


ae 9R00996 
se 9RO00998 
— 9RO1000 


Nomenclature 


SPRING, PLUNGER, OIL PUMP: 


ARM, CAM FOLLOWER, OIL 
PUMP: 


SHAFT, CAM FOLLOWER ARM, 
OIL ‘PUMP: 


ROD, PUSH, OIL PUMP: 


BALL, RELIEF VALVE, OIL PUMP: 


VALVE, RELIEF, OIL PUMP, COM- 
PLETE: Assembly. 


SPRING, RELIEF VALVE, OIL 
PUMP: 


TEE, PIPE, OIL PUMP: 
BODY, RELIEF VALVE, OIL PUMP: 
CRANKCASE: 


Quantity 


10. SERVICE PARTS FOR MODEL OTC-38B ONLY. 


Figure Medical 
No. Dept. No. 


*7, 19 9R00654 
#16, 17 9R00666 
19 9R00683 
19 9RO0685 


+ 9R00686 


#19 9R00687 
aks 9R00689 
19 9RO00691 


19 9R00693 
+. 9R00694 
19 9R00695 


Nomenclature 


UNCOMMON PARTS 
CAMSHAFT : 
SPRING, GOVERNOR: 
RING, SCREEN LOCK, OIL PUMP: 


BODY AND IDLER SHAFT, OIL 
PUMP: 


SPRING, RELIEF VALVE, OIL 
PUMP: 


VALVE, RELIEF, OIL PUMP: 
COVER, OIL PUMP: 


GEAR AND SHAFT, BODY 
DRIVER, OIL PUMP: 


GEAR, DRIVE, OIL PUMP: 


PUMP, OIL, COMPLETE: Assembly. 
GEAR, IDLER, OIL PUMP: 


Quantity 
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uci Lae Nomenclature Quantity 
#19 9R00696 | SCREEN, OIL PUMP: 1 
19 9R00697 | CUP, INTAKE, OIL PUMP: 1 
#18 9R00698 | GASKET, OIL PUMP: 1 
*9, 18 9R00700 | CRANKCASE, WITH BEARING 
PLATE ASSEMBLY: Assembly. : 1 
*9, 18 9R00708 | GEARCASE: 1 
#18 9R00710 | GASKET, GEARCASE: 1 
18 9R00711 | CRANKCASE: 1 
me 9R00834 | PIN, GEAR, OIL PUMP: 1 
~ 9R00836 | CUP, DEFLECTOR, RELIEF VALVE 
OIL PUMP: 1 
19 9R00837 | NUT, DRIVE GEAR, OIL PUMP: 1 


* To be requisitioned, when required, from the supply depot. 


No asterisk indicates that the item is not stocked as a Spare Part, but can be obtained by 
special requisition. 
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Paragraph 

OS gS RAS TES SURE oo) ene aL are ac a ETS SESE! > 
_AC winding, testing . Sigs wii i OI1€ 
iy een ee 
Adapter, air cleaner: 

NN ee ee cae MC ha, OAR 

RARE EAS ee a RE ROSS Dams OOS 49a, 79a 
ennai RMMUMISEIINNY OM 2 a be eer ka eh 
Adjusting screw, governor—booster sprimg 20. eee ee LE 
Adjustment: 

Tg SE ELE ERE PEI ma oe ON a ee ee ee 

Governor-booster ... 

Fuel pump —......... 

Magneto ............. 
oo. De ace ten ae 
mer TOMEEIENE MOEVICOG «i ee SR 

Air cleaner adapter: : 
eee ei aoe Osh 
I aN SL i Ripa Sinden ntcharconn ec ADA FRE 

Air cleaner: 


Function. ............ Picks Banat Det lea EEN NES CRS LC 4 Sal a 

Removing and installing .. a oe tes eee et hee UD SAR 
Air housing, blower: 

Installing . 0G RR tha Rg aT, CEN Se? LRT MEAS E SE 

Removing . 2 OE ENR Ae I TS Na ee SE AT 1 80c 
Air housings, cylinder: 

Installing .. 25 Mees Cena 

Removing .... a penne ky 
OL ie Os ae eee 
All parts list (SNL) reference .... 
All service parts list . ak Ae 
Arm, cam follower, oil pump “OTC-38, “inspecting ate yond se 
Armature, on) RRNET TEESE SENS Noe ee a Saert 
Mumma Mame aEINS, -FELEFENCES IRS 
ASF Medical Supply Catalog, references 2 
Assembling new or used equipment ot sie, 
eg | SS See ane ae RR ee Se Me ee a 
oe 


vm 4 


Ball bearing, generator, lubricating 0000 RE My SS 
Ball check seats, oil pump OTC-38, inspecting 


Aarau ESTER SPBE AUC NS tree a Le a ake 
Base, oil: 
Ea ED pale ILA Sp Ra 2 ES lei ba ee en a ae 
Inspecting . I nb eaten 
Installing on crankcase .......... 
Cg Bin 2 oI ce Se en ae RES PER 
Bearing: 
Camshaft: 
1 SELL CEES SE MR as pa eh tone cae Le? eT Ee Sea ak IO aI Ata sriaee 80h 
Connecting rod: ; 
ORANG ett ie cee cers ee hen dhigl clic NT OC 
Crankshaft: 
CTL EE Ee oe Sate ea Rep lt be de et To ae pe nr eet Na 78c 
OS LEIS aN OEE SERED SAO SAN Dee aL 85b 


69, 


35, 
35, 


12, 


TM 8-630 
X-RAY FIELD UNIT GENERATOR 


Plate and ee nEper: ‘ Paragraph 
Os OTT eee me AO a SO, RON Dae RO Ma nS ay ALC CR: 3 85a 
Tnepectinag ia ey mE ee on eee a as 85b 
Installing yg a ed ee be 93c 
ROIROWIA Ra ls AN Re Bo rh ar eal oe ae 80n 
Belore; Uperation-setvite oi er nie ee 29 
Blower housing: 
Deaptatlan gy jo 5 hee St oe Se eee Balchin eal i 
ROHIOVIE § hos alone iss Sa ee eS eel te ae een 80c 
Booster: 
Disassembling 2.00... Lilo AR ee ee OM ON sera nk mee Aa Mes 74d 
Funttion tisha a 
Installing ............... 
Reassembling 
Removing 
Booster coil: 
BST 221071 1s ae on GEA REE PSE 2 Ween ers Re ee ta a A RT 
Removing 
POOR (pial GO A Oo ee age ee 
Booster- -governor: 
poNc [tL ats) 2a Seve Peete Rus Or Nate sont PRU Amnon arta Natit wate meaty (= © 
Testing Be ae erwin 
Spring adjusting screw Essa 
Booster parts: 
STINE eS ns a oe i Ns ee ae ee ee 75e€ 
MINS POGEIN IR, 5 Fog ces oe kB Ae ae on ee na ieee 75£ 
Pris Sh ay ee ee 75h 
ELC ol Te, YRC a RoR: RNs Wet acs ASL eaandt ne ON a OME Ee Ca es ay Se 
Bowl, fuel pump, cleaning and replacing {a 45a 
Breaker. (See Ignition breaker.) 
Breaker— 
Winin Bid. anit s: 5S aN ere ee 
Box: 
Meaeteal bieipe es sei 2 Saeko eee gr 
BREAN i eee 
Points: ; 
DESO ities ee ee eae A es 38d 
Refacing ............ ue 38e 
Replacing ......... w; 
Serena Wap Si ae a a Sa a ae 38h 
Breaker dnd “magneto, testing... EN Nei Bernie ees | 
Breather tube: 
ROSCA is Ah et pecan eee ENE 2ttese tale antre he SR 94d 
Ribena nig oe tN Eh ee Foste Ve DARIEN) ed ewer tit eas oe 79e 
Breather tube screen, cleaning and replacimg ccc ocscsscnnnnemernmenmeneen 49a 
Brush holders, cleaning NGM N ve Rot MPa neat Mn aC ee ee eee ot Dee Se 98d 
Brush rig: 
Snstalling j cio ase RO ei or See eee 


Off neutral 
Removing 
Brush springs: 
[aT ee wR a el LR WAN ewe wi ie ee SMa ON stacey eran nt? SII 
Inspecting 
Replacing 
Resting on holders 
Brushes: 
Binding in holders 
Cleaning sas 
Inspecting 
Noisy 
Replacing .. 
Worn .. 
Button, stop 
Cable: 
Conductor: 
Btokea 33.5 
Short circuit 


69, 
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ee a a a ee 


yee 


TA 8-630 


Outlet: Paragraph Page 
IM eo ky ee ag Se a ee 
Removing _ ........ Bd 

Spark plug, cleaning “and: inspecting . 

Cam follower arm, inspecting Cibo Re 
Camshaft: 

SSIES SS 2 4S NORRIE Sc cd er CP rc 

Inspecting . .... 

Installing. ......... 

COST RASS ELV het One ae cg ce ba mein ia ee Pee ena aac 

Camshaft bearing: — ; 
I 0 lowe 71 
Inspecting... 
Camshaft journal, inspecting hs > ae ; 81 
Cap, fuel tank . tse ~ Se eee DEAS, St te re 
Capacitor (condenser) 
Capacities, fuel and oil va ee 
TESTES SS ice A ROE Sa TETRA tec eS 
Carburetor : 

Cleaning. 3... “Ste di ae le ne ae SAR a OE Pear SO. PERRY Aen 60a 49 

SE LD MEE iOS Tele LIMA? SA ee Raed ae ea eS 59b 47 

Function... :  ATan bs: 5 35 

8 SIE ESSE ween Same Or Ae een ea Se et a Raa Soe! 60b 49 

Installing ................. its i ea 2 6 Eb 94e 49, 87 

Parts, replacing 2 SELES i SAO 49 

- cae age ls = Nib a SPRAY 6la 49 

| OG GRAN a ata EE ROE Se eS Cee Re EE, | U3 47, 72 

Testing ......... IE TB SIE Bee ede, 52 

Carburetor fuel line, “cleaning ‘and ‘replacing . ae Oe ae sglared oh 45b 34 
Carburetor idle jet Rete ce = states Bae a 11 
ES SSIS, CS 0 ie el eee SO ote Rea ae PTT lid 11 
Choking. .......... an wo toe 
Clean, Scion ee Tg Sn co Bak eT eS 33b 19 
Cleaning carbon .......... See Se 52b 36 
I ee ey a SC 71 
Coil: 

Booster: 
Installing 
ere 
Testing ..... 

Field: 
Replacing 
Testing, 

Magneto: 
Installing 
Removing 
ORIN See a 58, 60 

Cold, operation in extreme ..... TE eS Ne ee NS eC ee eee 1 13 
Collector rings. (See Slip rings. 2e 
Deemumemeremben idl PELELETICS App. 93 
Commutator: 
Ue SRR Ee OE See) lene oT OTE Ber ELA 98b 89 
Inspection .......... x etl peasnsaien anes Sy: TOOK 41, 89 
ae oe as beat ese he eee ORE 89 
iee@ercuteng é BRS ree eee te 91 
I Nc rs ets tt 53 40 
Condenser, magnetu: 
RII ee de ee 35g, 41b 25, 30 
IEEE RA ERE AAS i at ar ad PE ae See Cs a 4la 30 
- Conductor cable: ; : 
ag 8 REE Sas COE i Slee a a 36b 26 
I SL Sad tp ke a Se 35b 23 
Conductor cable outlet: 
Installing ... Tota SE teta, yet ROR OOO ne SOE RE eR 6s 92 
ETE SIN SS SS ee PS De Bate eer ee Re TE Fs 88 
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Connecting rods: Paragraph Page 


Cheating ta) cee ts eee ee Aer a rie cate WAG ee pres 82 
Tnspecting 2.2 a Brier a et Te Tei ee alte aaa 
Tastalling: On. crankshatt 20 ooo a 
Installing ‘in’ piston: 20> A es Melon EE Mae Na cece 
Connecting ‘rod’ bearing cleatance) 20: 222-2050. 
Connecting X-ray Machine ime ek lh a ep teres 
Control, choke ........ 
Correctly assembled, ‘definition of . 
Crankcase : 

Cleanings ccs Se Ae hoa cg erat lick IOS selects ee alee tee - 81 

Haspectiog: hts SUR ci ERO ee tore eet aae sae ae 81 
Crankshaft: : 

Gleanira ohares tak hata a eee ae ae pees aes a aie a Nal eae 89a 82 

Inspecting SN ea Sia Se lla inte ee ela acne 

Installing 

Removing ........ 
Crankshaft bearing: 

8. Pott 6 < hee an eR ee omer men Tae arte RMN a mca Pee meta Mem ce. F 71 

TASPEGUINE Fo BS ecg ea a ee ee ae 81 
Crankshaft gear: 

hfeonie.c1| PY 2st Rea RRR Os Bane SORe Maretieci ete eit Ci aa mea 84 

Removing 68 ee tate ein cla Se x BOF 76 
Crankshaft: journal, inspecting iss hoes a 81, 82 
Crankshaft oil seal: 

os 9 by 1 9 fgets ay een ORIOes Oa MRE Nea re BoD wll RMI ME tata ee eae Eee 

Removing ............ ite He Ue ehlgbekaua ee aietas tees MUSE ES 
Cutting down corns vatatiee iets aS ee ae Pe keene 
Cylinder air housings: 

esta linge oo Roe oe te kes te Ny oe ee eh 52d, 95c 37, 88 

ACTA OV LAG. ohe Naki BSI Nel ana Pe ee ee BAR coasts tee Bee 52a, 80c 36, 73 
Cylinder heads: in 

2 FETS TY gana e ee aie ee Wao RRO Cte ORME Aer ety UES: rani Das enim wee th 80 

Inspecting Meh tt Sn LN ee a Aen oes es 

Installing 

Removing 
Cylinders: 

FT VF eee wane ates 9 eee etntoh ter we Ar een Ae et oe reet antec JE 

Inspecting ....... 

Installing 
Removing 
NOVA T cee A ries Rg oe Saye ee Pe hee JARS Rd 6 505 cgi Oe eee ey Rec hee ee 8 
DC winding, testing .. cic n.2. eats pate tak cae aM epeal oe  ik 91 
Definitions: 

CAeaa = .. rahiee Nala eect Oa 

Correctly assembled . 

Brcestively- worth 200i in ae te eat is ae ei et eee 15 

Ree ratte a Ee eae ee eA te er air nape See 40, 88 

Good condition ... : : 

Service: ict 

Tightening .... 
WDSMOITHO fino US en Ne ae ae ie ea re ie ley 13 
Discohnetiinig=X-tay- machibe (200 ne 55 cee ies Be eee 
Dismounting: 

Ue 2 1: oO Le tea BOE RMI Ne rerio atts crermmecnom myeinient alsorwalue Vr wa 

Generator 222os2 eterna 
Domestic shipment, preparation “for” 

During operation services . ce 
Engine: 

Says Nh ie ae ee tte aes Oe re he 

Reassembling ........ ee Deere act Aer athe 83 

Removing ............. dene ee ewes tn ete ee 

Starting 2. 

Stopping -...... MOLT aR dE = 

Trouble Shooting icin dott rs nigel te ree et ee 35 “Sea 
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37, 85 
36, 73 
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INDEX 


Paragraph Page 

2 DOS GON Ca aaa aoe ew RMS 8 

Engine fuel: 

OT EERE Sl ee PAMELOR LPs 8 
Specticavons 2... Rims beh St ss a ie ee 16 

Engine oil: 
angenties: a. a 
Specifications... Cig tha eco te he 

Bingine Overheating <n i ase 

Engine Se: share ete 

Engine warm-up . 

Excessive carbon. ....... 

Excessively worn, definition of . 

Exhaust: 

Muffler: 
Installing 0000... 
Removing eather EAN Sek Se i eee aE ‘ 
Vent .. poe SSIS Ny Ee tee ea Ss Sa . 9 

Mo eee Betas aed: Laie 2g 

Field coils: 
memine to See Te a 

Field Manuals, references 2.0... 

Filler cap shut-off 
Screw Pes ee et Sy 
Went see rte 

Marler gauge, sor oe oe ; 

Follower, cam, inspecting ........... a5 gpa nk ark pote 

3 eee rae ee en ra CH Naeger ae, i 103 

Fuel, engine: 

7 EE 5 Shalala 
-) Specification ............. 

Fuel lines: 

(SES SEES SCRE Cte adtece o 
Teplaciog. oo... 

_ Fuel pump: 
Adjusting ... 
Cleaning . =. 
Disassembling . Ste aS Rr rae 
1 poe | SSeS i ee a 
Inspecting 
Installin SSE et aD a Rae ead Peet tee 
Reasiemblling i 
Removing. ........... 
Testing 


Fuel pump kit 5 
Fuel pump parts, “replacing ~. 
uel pump screen, cleaning and ‘replacing ... 
Fuel supply eigen 
~~ General . 
"Preparing f for service . Aaa ae ER Soa oes 
Testing . EE NCP Re AS Rafa ROOD SS a ARE oe SE Pt 


. Fuel tank: 


i Se le heen DS DSA 44, 87 
REINO Viera foo 5d, TOD 41, 72 


Fuel tank cap assembly beer cae Wey ak ee Pg ae llc 11 


ES ELE ESR ear hates Sa ee ela ee eee CSUR | 32 


Gapping : 


Piston rings Set AEG Bhd WO iy et anes pea OR EE MLR RENE 84 
- Gasoline. (See Engine f ‘fuel. 1) 
Gauge, oil filler ... 7 EGU aE ARORA REL ne age eae ECR 11 


_ Gear, crankshaft: 


Installing AE SEE Se ieee BR Saas Alas 93f 84 
(ETT Sito SET Se a ne aC ean ae a ae ee 80i 76 
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Gearcase: Paragraph 
pEsT ja. [bts So pMabeelic sar SE Yue’ 2 ibe aie es evs oat atten nea oe ee eae 93n 
RREMO VAR 880 SO OC eR eter enter eee Saas eee ie eats ae het? 2 80of 

Gearcase oil seal: Pasa Lac Neate pF Vat Y Drapes lie te caee ei palchir ex Wag ye Let Yr 
Installing, Removing . Re ae ca ee 80g 

Gears, clearance PP eee eke ake sag, ne CS 80h 

General commutator: 

Re learrtigns be cg eM ae ee re 
Inspecting - aaa 100a 
Generator: 
Fac Vs (cs ¥ Gf SON ca MAlcat ORE aA AMO ed a De ERA Se Ro Rule MITE IIE 
Dates sakes 2C a Seibel 
DDT NOR ea Ss ey .... 4b, 96c 
ied op ag pelea niece sae) ake eee a ag 
Ue Perot det 2s Bidets irae eee a sla pe SIA SAS ee ean 
Installing . aD PEA Pc Ee ats Mae eke Wa mec eae ol aM 93q, 103c 
i Fe fo, dg Bt chee a ahaa ray sca ie een eh cae ak) Ce Re tp bieey ed 96b 
INGmaencintete ick ek oT eS ee ae 54b 
PELOTimance skis cae kis senses Zit oe a ae oie eae ees eh oe cere aes 4b 
Reassembling 22.3... Spit Be Sacetg 55j, 103 
Removing ............ oN ee a ec Satie 80b 
Trouble shoating 2) to RN aHeteA 4 se) BL is 36 

Genetator ball bearing, lubricating 0c en eater eT 

Generator brushes: 

ARG ORCINE TS Gta el es er le ee ee es 
Replacing .. ELUNE Rens | MB Me ce SoM Dh ie t GRE UAL RE IEE Cn 

Generator brush springs: 

Inspecting 
Replacing .. aot 

Generator pole ‘shoes, ‘cleaning .. 

Generator slip rings: 
BoC ER ARR ieee BS A Swit eel AR en cd ee ate Ean Oe Ane 
Inspecting 

Generator support and Dearing plate: 

Cleaning .. sei danan ae 

Inspecting _ ..... 
Tdstaling (eis k oo ga TS 
Removing .. el ne ae cess 

Good condition, CAORUIIOA OF ou eee a ae ceo 27¢ 

Governor: 

Fo TV Prop RRO RR IR SET ne atin CORO era AO lime Sein NA A ta L 
Disdsseninieng 25 ooo oer ERG TOON SOUR Ce eee 74b 
FuUnernon ve. ed PRN MME ANS Ieee earl Nee Ose 73b 


Sagpecting 27 Jeo 2 paeee en seme.“ M: 


Installing  ........ ek eA LE, Wiebe OeMeE 2) Rates hate BU BOe aS 76b 
Parts, lubricating . Se eR ER OM Park CPE PEA Mie 6 eee eer: | | 
Reassembling ..W.....0...... Sita SB 
PRPCIOVIBR GS bois Ga os oes ena 123 OE Se Ce ee 
Replacing. .......... 
Governor and booster: 
Spring adjusting sc screw 
gi gage We eR Se eh a eames ries MOM 
Apr Rictinng” -VebWeS Ee as Se ol dee i la 
Grounding: 
X- ray “machine to unit 
_ Guide and valve clearance 
Guide; valve;scleaning i505". 
pe ETc Gags gels] Sa vena weal eemmmueenn stn CReemeUdier © oer meee a rare 
Heads, cylinder: 
GUC TCY oid ASR tale ROR A RZ ee eM Beain.. ew Annee 
Inspecting 
Installing 
PROMO GIG a ict et oP ea oe eh ae 52a, 80d 
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INDEX 


Paragraph . Page 
Ng aero eaten hel Se aie ene ne Re er See oe 36a 28 
High mica ......... ia See Ns wr OE 89 
Holders, brush, cleaning . enter Tah hae dy ORE 89 
Housing: 
Blower: 
Pe eee ae ee grag eae i 93p 86 
Removing. ........... Seebg Meihao Mes EN a Rag ah Stet AP a Sac Ais ed 80c 73 
Cylinder air: 
EL SA UE, aes ae Re OS ee ene Bem, © 7: 1° bs 37, 88 
rermenpatiie see te Sonat eat Sa he ee Aes Sa B06 36, 73 
Identification: 
Hem. 
Valves . Sat SSS Ae Bie: Meee A ee ee 
Idle jet needle, ERE INE EIR eae ah aD § 11 
Ignition breaker: ; 
SAS ALTERS ES ES Wie ae Mees oI OE, © 27 
Disassembling .... Ee LOMO bee oh seu) or age 27 
Inspecting ............ REL Nisa ease eae 
apes ee ane ce ea a, ME des 382 27 
ne = ral east oR Seemed an 
Ignition breaker arm and points . 
Ignition breaker box: 
IT Salli a eee ge ee ee At ab 87 
Removing ......... EIR SCR AS PER Gea SOS CT 72 
Ignition breaker points: 
ER CRESS AERP ELE eiectie ee Rie Mesh oee | Lese  einelenai le, © 27 
Replacing ......... bade A 
I eM seg et 
Ignition system: 
SEES SRE a Sey sade tee ences Oe RN, i Alaa eee 
Pesting= = ne 
Inspecting new or used equipment .. 
Installing new or used equipment . 
Intake manifold: 
0 Ra Sa SEER Ee ko Sc oe Sy et Werle t Sos, 
Journals: 
Camshaft: . 
Cleaning .. LRP ER cage Oar Ae ee cole: Seale cee Ree 90a 82 
Inspecting . wt na dD Seu tse OE -..85b, 90b 81, 82 
Crankshaft: 
I xp eR 89a 82 
Inspecting 85b, 8b, 89b 81, 82 
Bue, fuel pump - ...63b 52 
Lifters, valve: 
Cleaning and Peer ae: - 
Installing ae 
Removing ... 
Lines: 
Fuel: 
Replacing 44d, 45b 34 
Oil, OTC-38: ‘ 
ee enh oe ee 79 


: 


bbsrceciaiis a oe ROE, SRE 2M SE De aes TR ae 5 | 93 
All parts (SNL) Gleiilee ee es BNE Det slate 93 
All: service parts <0... ac i lb Maes = Sa 
Gommion patts, reference 
OU LEG SE ASUS aed RSL ee AAO oe ee 
Spare parts, reference ....... MES 
Standard nomenclature reference ...... 
°]53) Ee aa Dan a a 
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Location in: : Paragraph 
Extreme Cold «5 58 6 oe) EAL PUR Me ara be ede enna we ARLE 
Extreme heat 

Lubrication  ............... m 

Lubrication Order, WD . 

Lubricating: 

POOSters Paris's. e. 
Generator ball bearing 
rh Cals (i 9 2S ar NOE RMN eealrte ar Altee ES Wm ne le) WE ber Se 8 

Magneto: 
Adjusting .. 
Cleaning . 
Disassembling .. 
Inspecting ... DR eid a Vie ene ea a re eee 
Tnistaliara gigs te coe Ne aes eh ie EN Ta Rc rage cac 
RCGGROT NN i ee i Si ol es eat rege 
ROMO VER Oe OTN Meee 2 Se eee as sal pn ea arctan 
Replacing AAR NAC Rep Dg ehe tone Naat ean, ese Leah 
5S tt SC ST HELE Seen lA aD NE ERR o RCA yn ne fknclows 2 Teed a2 aS 

Magneto coils: 
dnstallan gi 26 moss oe Se 
Removing 5 
Testing .. RNR E API. WoL REA WIE ME De oS ALOE HOY sei 

Magneto condenser: 

Replacing .. 
Testing .. i Pn moet 

Maintenance, preventive, “second echelon ~ 

Manifold, exhaust. (See Exhaust muffler.) 

Manifold, intake: 

DU AStallime, oe i ese eae es sia Wale a ae Reb aie teks: soy ne We eA i P. 94c 
ReMOViN 8) se cseial ste Ns 5) F 

Manual choke control. ...... RRR ee pier oe tse he Wind ee oa 11d 

Manufacturer ........ EPA SND Ne 

Medical Supply Catalog 1 “reference... paAY fe eee hee : 

Mica, high . Se I eer 

Mica, undercutting . 

Modes 

Mounting generator 

Muffler. (See Exhaust muffler.) 

Needle, idle jet, icarburetor: o.oo ne ee 

OTT: a Sedat Motiv assay onset of 

Noise in brushes .......... pA Da ae eae 

Nomenclature List, Standard, efeneibe Sits ste ee yr ee App. 

Oil base: 

Gleaming Fs 25s he ea ty ee Re Co eee ip CaN ea ee UE Se ae 

Inspecting 
Installing ......... 
Removing 

Oil, engine: 
Capacity 
Excessive consumption ...... 
MARCIPRUIGH 965 sc ste fk ie ott nem es See 

OE SITES RR Tr Er aie ete ace eR A Reena Obes A AM RC tas Er ert AER 

Oil lines, OTC-38: 

Cleaning <j a2. ERR SE: CNR ieee eh Mana FLT ls 81b 
Ft nc oot RE Oe Reet MOEN. 2, MRE Paes AN OM NE IIERE Man 5 Pee 8ic 

Oil pan. (See Oil base.) 

Oil’ pasapes,, OTC-385:: cleaning 022) a ee 

Oil pump, OTC-38: 
Cleaning . Reena ries WAGE ae Riek SRNR Gen os a binant oh rice 4 |r 
Disassembling Sk MSA ia IR aE ERP CHORE Ndire Sk Se Era 
Inspecting =.=. et =e 
Operational inspection _ ERI eee ATA WAR Ee We Ne Nem eK LOR ERE Dare 8le 
Reassembling 0.02... _...81d 
BRT WN ee ee aka oes Caneel 80k 
lair) ort 7 | Sp Rema OME IRR e-Fo Waa Adana ts. eb Rub em ane FS Uwe DU Ar htm 93d 


Es eo a ee 


| 
| 


Oil pump, OTC-38B: Paragraph 
ES ERE SI ASC Salo 2s eR ee 
Disassembling uf 
Inspecting .............. 

Reassembling 
SD Eire ed ane anise. 
NESE CPR RR A See RR a 


Oil seal, crankshaft: 
aR SI NS aa A DS CMT, 7, 
(| Soe ieee aL ee One ae a ee SEE «1 
Oil seal, gearcase: 
Replacing — 93m 
Removing 
Operation under : 
Dust and: sande 3.53. SET reoneite ebettd ncaa ecu EMSs EEE! irdeto eras 22 
Extreme cold 
Extreme heat Es ES Deg is 
Eyiring cugwal ‘conditions: 2+ as 14, re 16, ‘17 


Outlet, conductor cable: 
(ERASER INS SES Soya Ge te Rn id oa me Fe A glides 6 Oven SY ce 103d 
a hn ee OD 


Overheating: 
reyes e ag N  eake 
MNT CPAR eS) cathe tr On ty ra et Sh ee i ie ee ee 36a 
Pan, oil. (See Oil base.) 
Part lists: 
SemNet See te te Oe as 
Common, reference 
SNL, reference cea tighee 
Spare, RO a a Oe 


Parts: : 
Second echelon Mes ES NS NITY He Ca Sin RAN PEN do Ne Ne 
\ OUTSET TT Aaa SRS Cen ela a an 


Passage, oil, OTC—38B, cleaning .......... 
Destormatnce engine and generator: on 


Petcock, shut-off: 

Seeom FARES SA SII ACEO ROD MSN Bip Ses SVM 44c 

Ping os: ...44e 
Pin, valve, inspecting .... 91b 
Se ae eee Gene ce het eat ae 
MR chen a a Od 
Piston pin: ~ 

OS SE SSE E EGRET Ee OR BE eee es ptt gait 78c 
Piston ring: 

RereaRsBTAR Renee ee eh a a a ee a POCN OSI 

Installing ........ Wie ieele, 

I a re OR 


Pistons: 
i ASR ac Fee le al st OS EE Oe ll eR: 
Disassembling 
Inspecting = 
fostalliag 2. 

Resseembbing tes 
PTS aia a a a ES Se ea aI rc Re NR ee oa 
Plate, bearing. (See Bearing plate and geoceiiae support. ) 
Plate, brush. (See Brush rig.) 

Plugs. (See Spark plugs.) 

Points: 

(URE ESB sO CARE eaten 

Refacing .......... 

Setting gap 


T™ 8-630 
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71, 


Zi 
30 


T 8-630 
X-RAY FIELD UNIT GENERATOR 


Paragraph 


Pole: shoes, Cleaning: <5 See a oS Bs eer ad 98b 
LB] Ld ep RRS SAREE As HEE Sessile Mr eee Dae ates Sees Sabana Pe BLE 
Preparation for shipment and mtee et Sees tae ee App. 
Preventive maintenance <..22.4...8.0 


Pump, fuel. (See Fuel cue): 
Pump, oil. (See Oil pump.) 


ORO sci ace 
Reterences aS Se 
Remounting generator 
Removing carbon. > 00> A as 
Retainer, valve spring, inspecting . RANE MEME Het MiB em Sik AMET aie Soe OL: 91b 
Rig, brush. (See Brush rig.) 

Rings, piston. (See Piston rings.) 

Rocker arm, oil. pump OTC-38, imspecttqng a nicice ce ceccesnteentecencetentnnecemmnen LE 
Rods, connecting. (See Connecting soa 

Running test ...........- nda Rare Be AN eats Sites et Ao ee 
Sanding, commutator and ‘slip. rings Bieceare Gees, hpi ce = SOMES alg 98c 


Screen: 
Breather tube, cleaning and -replacisng cece tie npnttdremenenctee AOD 
Fuel pump,. Cleaning and replacing 202-0 45a 
Oil pump OTC-38: 
Recent eee la at ee Se el ee 
Inspecting . ae ee Share ee Oe een eee 
Oil pump OTC-38B: 
CSU 1 a A a a Sa ee ie aes ee 
Inspecting .. gee Se! ieee 
Sore taller fap Shiut-Obr a ee er ee a 
Seals, oil. (See Oil seals.) 


Seat, valve: 

Inspecting .. tt 
Second echelon: : 

Preventive: maintenance 40 iso ah Sesto oe Cy ea ae eet ee 

Spare. Parts nono el 
Seine: Vetere oe! 8 ay ee ae ties era 


Service: 
EtEr ODETAL OI od eed teat wen ee A a oe oe 
mae Bitar eg 
Before operation ... 
Definition of  .............. eM enthc A Se 
DUIS OPORTO 2) sis 2) tes pa aa gee eae 


Service parts: 
Por aibdel OTC-38) 00 6 isis Fe a ee ae ae 
For model OTC—38B 
FisberchinriwGaile joi s5 6 see cal Be A ee a a 


Shipment .............. 
Shoes, pole, cleaning .. kv 
Short circuit in conductor cable or X- ray “machine Rises eee PUTS: SE 


Shut-off : 
Petcock: 
.@ cis 1, aaa ey Meteo Patek Wate. LeMeamatenaiy LEAL BSc Acat ~/ 
BUSH g iee e eaee y 
et PAR Lo ae) © ND a MER et RD IN ARE a RACY Sel VIR EME Ta ant 2s 


Slip rings: ' 
TTT SRM aa ON a Mein Se et bee ieee ETN Ue 
Inspecting... - ie 
Lite. U's Wane Ce a LR ear vaecisetneenr ordi apels vars MELON EUP NaS eS ye Ne hh 


Spare parts: 
Test APELEHEN GE ros sanyo a a WN ee mr ee 
, Second echelon 6 


ok oe i 


VT The (Eee ree 


¥ 


coal ba as SY oi 


a SE ea ee Eee aR ea 


INDEX 


Paragraph 
Spark knock .......... ee Sa ate a 
Spark plug cables, ‘cleaning and inspecting . See RE ae PTE cde EN caer ee 39 
Spark plugs: 
8 NTS Renee pS cies acer ek ON te 
(I a SSeS a SS Ee oe Bet cg teaset woe 42¢ 
Removing ........... oe eS set ere tn 8 ON oe ae 
Replacing. .............. PN che Dat kde rnnas SRS 
Resetting gap .... ire RAD in VN Te AOR ENS 
yo re es a> ey et il Se <a aee 
SGT DET ABLE Raa ao ie CE 35g 
Specification for: 
EG i SEES BESS aie al See RE Ee EE 
Engine oil ............ Bae Nd eae a en 
Exhaust vent ...... peaeeeee 4 
ene adjusting sc screw, | governor- Dbeeshie cas ee ee 
Spring, oil sta OTC-38: 


Springs, a 
(SESS SNR ES ae hese CRs Sse ce oe ce RR: S| 
Springs, valve: 
NI OE een gate Soe ea nN A ah 
Installing "See AS eR BY tava 
OT Sie EES aie aE REL LI 
Standard Nomenclature List, reference .... 
gr eae BS 
Stop button ..... 


SEL 2" RES SE [ee atc ae Ont ES aE ASE eT Ai BS So: 
Tank, (See Fuel tank.) 
Tappets: 
Adjusting . OAL Silos BUEN (Aig RG ore ae a eg reales Wiese V- 
Clearances ......... fa Cee VPN eee. 
Technical Manual references asa Le ae ees 
NE NERS se a Ge a a App. 
Testing: 
Booster dud: governor 2s 
Breaker and magneto .... 
Comhureter. 
Compression cn 
Condenser, magneto ..... 
DC winding ............ 
Field coils ........... 
Peel pump: 2a 
Fuel supply system ........ 
Governor and booster ...... 
Ignition system .......... 
RROD. 
Magneto coils. ........... Pe 
Tightening: 
INN cn ee re ad 
Definition of . Eb os ee NG Pa GE ee 33b 
Timing, adjusting ignition ia eats ieee 
MEE WeAe KQCCROHCE ce App. 


SOIT ih IRD SAR OD RN NOOR a I 2 RDP 


STS SAAD RITE eS OS 5 
_ Trouble shooting: 


OS ERR Stent EES Sh nA a ee YO ey an OR =e Senet 35 
RMN oo aa oe NETS a See aE abn e Ment 36 
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TM 8-630 


TM 8-630 


X-RAY FIELD UNIT GENERATOR 


Tube and screen, breather : Paragraph 


(Cheaiti iat rs eee estat 
Installing © 
Removing SS Pas eae 
Replacing. ........ 


Unpacking .......... shSies eee 
Unusual operating “conditions... 


Valves: ; 
Adjusting ae ee ELE LD oi nope ee MES eI. Hoc ENS Ore ees NEEL. 
Cleaning . ae 

Grinding ............ EPI EE AGL SREY aOR Ra SS Pals. 

Waenti twits so eee eee i oe 

TS OCR Oe ahi 

Removing - 

Replacing .. 


Valve guides, ‘esahe 


Valve lifters: 
Cleahing; and inspecting: a-Si eee 
Snstalling. 4c. 2 rte WR EE? He RLM 93h 
Removing 52 64 Aidt? Mike pr Me Ee Mi 

Valve pins, inspecting ............ 

Valve seat width ........ 


Valve seats: 
Grandin 2 Cees 
Inspecting 
Valve springs: 
LET Ec. 6 cn! Ay Pati cth edi teins Di Mu reli Maint nn vps enaetieiy “ray sinawtaoe et ce Te 
Installing 22s ae. 
ReMOViIN ee oes As 
Valve washers, inspecting 22.02.20 a. SUR les Wen clue has ares. ¢) 0 
Valve tappets, adjusting 0.00... i as Dean re ete een ae tat Se 52¢ 
Vent: 
EET G CRL Fo abhie A ean rae MONGREL MN Sedieier aay aD WRC Ne. aba Y Wle en n  es es 
Filler cap .... 
Ventilation .......... RN 
WD circulars, cherie ek 
WD Lubrication OTS E aerate? a pee Si te AC etna ae een real 
Warm-up under: 
PRTEME COM soe By atl a Gane eh oes Darton) eben peineneity 20b 
Extreme heat .cccjecccecccn 21b 
Distial Cond tons ec et Ne aga online eee eg eto 
Washers, valve, inspecting ...... PFNRS Sines lS dear ence ae st Ge > a 
WY llc Spt i a ec et gente a ee 
X-ray machine: i 
COB RECHINE Slip OS SD a ole ee ae 
Disconnecting Soe 
tern niinbers oh eee ened Pee 
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